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S U M M A RY
The thesis presents a study of time-resolved fluorescence system designs
based on novel light sources for Radiometers next generation immunoassay
analyzer for in vitro diagnostics.
The general concept of time-resolved fluoroimmunoassays is given. The
main parts constituting the basis of time-resolved fluoroimmunoassays, such
as lanthanide based labels, time-resolved fluorimetry, and all-in-one dry cup
concept, are explained. Critical analytical parameters of immunoassays are
discussed.
The design, development and investigation of an optical system based on
UV LED excitation at 340 nm for time-resolved fluorescence measurement
of immunoassays are presented. For the first time to the authors knowledge,
a LED based time-resolved fluorescence measurement system is successfully
employed for immunoassays detection. The system is tested to measure
cardiac marker troponin I in immunoassays. The signal-to-noise ratio is
comparable to a state-of-the-art Xenon flash lamp based unit with equal
excitation energy and without overdriving the LED. A comparative study
of the flash lamp and the LED based system is performed and temporal,
spatial, and spectral features of LED excitation for time-resolved fluorimetry
are discussed. Optimization of the suggested key parameters of the LED
promises significant increase of the signal-to-noise ratio and hence of the
sensitivity of immunoassay systems.
Preliminary tests of an immunoassay analyzer employing an optimized
LED excitation are reported, measuring on a standard troponin I and a novel
research high-sensitivity troponin I assay. High-sensitivity cardiac troponin
assay development enables determination of biological variation in healthy
populations, more accurate interpretation of clinical results and points to-
wards earlier diagnosis and rule-out of acute myocardial infarction. With
the optimized LED based system, the limit of detection is improved by a
factor of 5 for the standard troponin I and by a factor of 3 for the research
high-sensitivity troponin I assay, compared to that of the flash lamp excita-
tion. The obtained limit of detection was 0.22 ng/L measured on plasma
with the research high-sensitivity troponin I assay and 1.9 ng/L measured
on tris-saline-azide buffer containing bovine serum albumin with the stan-
dard troponin I assay.
The main highlight of the thesis is the first demonstration of an optimized
LED excitation based point-of-care immunoassay analyzer. We have prelim-
inarily fulfilled the high-sensitivity criteria for troponin measurements in
immunoassays. The demonstrated results are an important step in the de-
velopment of high-sensitivity troponin I assays for point-of-care testing, and
will ultimately lead to more accurate interpretation of clinical results and
earlier diagnosis and rule-out of acute myocardial infarction.
A general model of background noise sources in heterogeneous time-
resolved fluoroimmunoassays is suggested. The suggested model can be
generally applied to fluoroimmunoassays employing the dry-cup concept.
The optimization of timing parameters in the time-resolved measurement of
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lanthanide fluorescence is discussed. Impact of the light sources on main
immunoassay parameters is discussed, and potentials and limitations of im-
munoassay measurements are investigated.
For the first time to the authors knowledge, a passively Q-switched, solid-
state UV laser at 343 nm is demonstrated. The novel cost-effective passively
Q-switched 343 nm solid-state laser delivers up to 20 µJ per pulse, with
a pulse width of 2.3 ns at a repetition rate of 100 Hz. The 343 nm is ob-
tained through third harmonic generation of a passively Q-switched 1030
nm Yb:YAG laser with pulse energy of 190 µJ at 100 Hz and a pulse width
of 5.4 ns. The IR-UV conversion efficiency is 10.4%, comparable to that
achieved with mode locked IR lasers. The light source is electronically con-
trolled for easy synchronization with a detection circuit. The controllable
low repetition rate specifically targets applications exploiting the millisec-
ond scale lifetime of lanthanides employed in fluoroimmunoassay measure-
ments for time-resolved fluorescence spectroscopy. Low repetition rate and
even pulse-on-demand operation is demonstrated. The main challenges of
the design of a high-power passively Q-switched solid state laser at 343 nm
are discussed.
Finally, the results of laser induced time-resolved fluorescence measure-
ments in immunoassays are presented. The impact of laser illumination area,
narrow emission spectrum, and significantly higher peak power compared
to the LED are discussed.
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R E S U M É
Denne afhandling præsenterer et studie af et tidsopløst fluorescenssystem
design, baseret på nye lyskilder til Radiometers næste generation af immu-
noassay analysatorer til in vitro diagnostik.
Der redegøres for det generelle koncept i tidsopløste fluoroimmunoassay
analyse. De centrale dele af tidsopløst fluoroimmunoassay analyse forklares,
herunder lanthanid baseret mærkning, tidsopløst fluorimetri, og all-in-one
dry cup konceptet. De analytiske parametre for immunoassays diskuteres.
Designet, udviklingen og undersøgelsen af et optisk system baseret påUV
LED excitation ved 340 nm af tidsopløst fluorescens måling af immunoas-
says præsenteres. Systemet testes til måling af den kardiologiske markør tro-
ponin I i immunoassays. Signal-til-støj forholdet var sammenligneligt med
den nyeste Xenon blitz lampe baserede enhed med samme excitationsenergi,
uden at overstyre LED’en. Et komparativt studie af det blitz lampe og det
LED baserede system er blevet udført. Tidsmæssige, rumlige og spektrale
egenskaber af LED excitation af tidsopløst fluorimetri diskuteres.
Optimering af de undersøgte nøgleparametre for LED lampen giver en
signifikant forøgelse af signal-til-støj forholdet og dermed følsomheden af
immunoassay systemet. Derudover rapporteres der om indledende tests af
en immunoassay analysator ved brug af optimeret LED excitation. Her må-
les på en standard troponin I og en nyudviklet high-sensitivity troponin
I assay. Udvikling af kardiologisk troponin assays med forøget følsomhed
muliggør bestemmelse af biologisk variation i sunde populationer, dermed
en mere præcis fortolkning af kliniske resultater, hvilket åbner muligheden
for en tidligere diagnose og udelukkelse af akut myokardieinfarkt. Med det
optimerede LED baseret system er grænsen for detektion forøget med en
faktor 5 for standard troponin I, og med en faktor 3 for den nye troponin
I assay med forøget følsomhed, i forhold til blitz lampe excitationen. Den
opnåede grænse for detektion var 0.22 ng/L målt på plasma med troponin
I assay med høj følsomhed og 1.9 ng/L målt på tris-saline-azide buffer inde-
holdende bovine serum albumin med standard troponin I assay.
Der foreslås en model til beskrivelse af kilder til baggrundsstøj i et hete-
rogen tidsopløst fluoroimmunoassay. Den foreslåede model kan anvendes
til fluoroimmunoassays ved brug af dry-cup konceptet. Optimeringen af ti-
ming parametre i tidsopløst detektion af lanthanid fluoroscens diskuteres.
Lyskildens indflydelse på immunoassay parametre diskuteres. Potentiale og
begrænsninger af immunoassay målinger undersøges.
Der rapporteres om en omkostningseffektiv passiv Q-switchet 343 nm so-
lid state laser, der leverer op til 20 µJ pr. puls, med en pulsbredde på 2.3
ns ved en puls repetitionsfrekvens på 100 Hz. 343 nm opnås gennem tred-
je harmonisk generering af en passiv Q-switchet 1030 nm Yb:YAG laser
med pulsenergi på 190 µJ ved 100 Hz og en pulsbredde på 5.4 ns. IR-UV-
konverteringseffektiviteten er 10.4%, hvilket er sammenlignelig med hvad,
der kan opnås med mode-locked IR-lasere. Lyskilden styres elektronisk for
at få en simple synkronisering med et detekteringskredsløb. Den lave ju-
sterbare puls repetitionsfrekvens er specifikt målrettet mod anvendelser, der
v
udnytter millisekundlevetiden for lanthanider anvendt i fluorimmunoassay-
målinger til tidsopløst fluorescensspektroskopi. Lav puls repetitionsfrekvens
og endda pulse-on-demand operation demonstreres. De vigtigste udfordrin-
ger ved design af en passiv Q-switchet solid state laser ved 343 nm diskute-
res.
Endelig præsenteres resultaterne af laserinducerede tidsopløste fluores-
censmålinger i immunoassays. Betragtninger omkring størrelsen af det laser
belyste områdes størrelse, laserens smalle emissionsspektrum og en væsent-
ligt højere topkraft sammenlignet med LED’en diskuteres.
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1
I N T R O D U C T I O N
1.1 motivation
Specific detection of analytes in biological samples is critical for medical dis-
ease diagnosis and monitoring. The measurements require high sensitivity
and specificity to enable early diagnosis and accurate interpretation of the
results. Point-of-care (PoC) immunoassay instruments, in contrast to cen-
tral laboratory, are employed in testing performed near the patient (e.g., in
emergency units and intensive care departments), with the focus on a short
turnaround time and automated testing [1, 2]. PoC instruments have to be
easy to use, fast, reliable, and portable, and at the same time have the quality
of results not inferior to that of central laboratory.
Immunoassay testing is widely employed in both PoC environment and
in laboratories. It targets infectious, respiratory, cancer diseases, and cardio-
vascular testing. Immunoassays employ a unique antibody-antigen recog-
nition to detect analytes, and are especially suited for the analysis of com-
pounds at low concentration and in samples with little or no preparation,
since their detection limits are very low. Because biological liquids exhibit
high background, often an analyte needs to be physically separated from
the other substances in a sample (heterogeneous assays). However, even het-
erogeneous immunoassays are limited or suffer from the background signal
present without the analyte. One of the most sensitive immunoassays, time-
resolved fluorescence immunoassay (TRFIA), is based on the combination of
time-resolved fluorescence techniques and lanthanide based fluorescent la-
bels. State-of-the-art PoC fluoroimmunoassay instruments have approached
the performance of central laboratories in terms of sensitivity and specificity
with equal or marginally inferior performance [3, 4].
Time-resolved fluorescence is a powerful tool that has been used in im-
munoassays detection to suppress short-lived background fluorescence and
allow for high sensitivity [5, 6]. It relies on employing high-fluorescent flu-
orophores with long fluorescence lifetime and light sources emitting excita-
tion pulses terminating prior to the gated measurement. A high sensitivity
is reached when the excitation and detection events are separated in time.
Moreover, the fall time of the excitation pulse has to be shorter than the
delay between the excitation and detection [7, 8]. Time-gated fluorescence
detection delayed by tens or even hundreds of microseconds exhibits im-
proved signal-to-background ratio (S/B) and often improved signal-to-noise
ratio (SNR) compared to steady-state measurements as it reduces interfer-
ence from unwanted fluorophores having a fluorescence lifetime typically in
the range of nanoseconds [5].
Many fluorophores with long fluorescence lifetime belong to the group of
lanthanides which are commonly employed due to their long fluorescence
lifetime and large Stokes shift [9, 10]. Europium Eu3+ is a lanthanide ion
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which has been widely used as a marker in time-resolved fluorescence in-
struments due to its large Stokes shift and long fluorescence lifetime (µs-ms)
[11]. Europium chelates are excited in the UV-A region and emit fluores-
cence with an emission peak at 615 nm with a FWHM of 10-20 nm. The
excitation peak of many lanthanides (europium, terbium) is approximately
at 340 nm [10]. The excitation peak wavelength may vary slightly depending
on the composition of the chelate. Moreover, many other fluorophores can
be excited at this wavelength, including NADH [6, 12].
So far, flash lamps have been widely used as an excitation light source
in fluoroimmunoassays (FIAs) with long fluorescence decay labels [13, 14].
Flash lamps are rather cost-effective, and have long lifetime (up to 109 flashes
[15]). However, they require high voltage of hundreds of volts. Flash lamps
emit highly divergent light output, and are shown to exhibit a relatively
long afterglow decay after emission of a pulse (hundreds of microseconds)
[14]. Moreover, the employment of flash lamps is not efficient due to spatial
and spectral filtering: only a small fraction of emitted light is used after col-
lecting and spectrally filtering the light from their broad emission spectrum
(180-2000 nm). Therefore, alternative light sources, which will potentially
improve the measurements sensitivity, have been investigated.
UV LEDs have emerged as a new attractive light source for time-resolved
excitation as shown in the following. LEDs have smaller footprint, less
heat dissipation, higher wall-plug efficiency and higher operational stabil-
ity compared to Xenon flash lamps. They are compact and cost-effective.
Their narrowband emission spectrum, compared to flash lamps, allows bet-
ter matching to particular peaks of the europium chelates excitation spectra.
Moreover, LEDs exhibit no significant afterglow when compared to flash
lamps [16]. Output power and temporal parameters of LEDs can be con-
trolled easily by simple driver electronics in contrast to flash lamp systems.
The technological advancement of LEDs has already resulted in the devel-
opment of the lanthanide chelates based time-resolved systems using LED
excitation at 365 nm: a 100 mW single LED at 365 nm with pulse duration
of 101 µs and a gate delay of 5 µs was employed for excitation in time-gated
luminescence microscopy [17]. UV LEDs at 365 nm have also been imple-
mented for flow cytometry [18, 19, 20] and fluorescence microscopy [17, 21].
However, these LEDs do not match the excitation spectra of lanthanides well.
340 nm LEDs have until now been hampered by limited power [22]. Closest
prior art has been LEDs at 340 nm with an output power up to 1 mW and di-
mension <100 µm in diameter which were employed in fluorescence lifetime
measurements [23].
Laser sources have many advantages compared to other light sources,
such as very narrow emission spectrum, high spatial beam quality, and
the possibility to generate short pulses. The narrow (<1 nm) spectral band-
width of the laser allows precise targeting of the lanthanides absorption
peak. Moreover, the spatial beam quality of the laser enables easy light shap-
ing and additionally makes 2D scanning of a sample possible with a high
spatial resolution. With this in mind, we believe the precise spectral and
spatial targeting of lanthanide fluorophores will allow for improved signal-
to-noise-ratios in fluoroimmunoassay measurements. However, higher cost
and increased complexity of a laser, compared to a LED, may be prohibitive
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factors in relation to a PoC product, but very interesting for the system per-
formance analysis.
One approach to design a UV laser source is based on a Q-switched NIR
laser followed by a cascade of nonlinear conversion processes from the in-
frared to the UV wavelength, i.e. using third harmonic generation (THG)
of the solid-state laser. Laser transitions of an Yb:YAG crystal allows for
emission at the 1030 nm wavelength, which can then be tripled to obtain
the desired 343 nm wavelength. The long upper state lifetime of Yb:YAG (1
ms) promotes high pulse energies and low repetition rates in a Q-switched
configuration. Other advantages of Yb:YAG crystals are the small quantum
defect and relatively simple energy level diagram, however, the latter at the
same time leads to reabsorption due to the materials quasi-three-level op-
eration. Advantages of passively Q-switched lasers include simplicity, cost-
effectiveness and compactness compared to actively pulsed light sources.
For excitation of lanthanides with long fluorescence lifetime (approximately
1 ms), low repetition rate is required to avoid cross talk between successive
measurements. Such low repetition rates cannot be obtained with mode
locked lasers without using pulse pickers [24].
In prior work at 343 nm, the following pulse energies have been obtained:
28.6 µJ at a repetition rate of 3.5 MHz, obtained from a mode locked IR laser
delivering 177 µJ and a peak power of 240 MW, corresponding to an IR-UV
conversion efficiency of 16% [25]. 780 µJ at 300 kHz, pumped with a mode
locked thin disk laser amplifier with 4.7 mJ and a peak power of 590 MW, cor-
responding to IR-UV conversion efficiency of 17% [26]. These laser sources
possess a high degree of complexity and are therefore expensive. However,
the high peak power of mode locked lasers promotes high conversion effi-
ciency of the third harmonic generation. High-power passively Q-switched
Yb:YAG/Cr4+:YAG lasers have been demonstrated [27]. The highest pulse
energies at 1030 nm have been achieved with composite Yb:YAG/Cr4+:YAG
microchip lasers: 1.6 mJ at a repetition rate of 50 Hz (pumped with 86 mJ at
50 Hz and a peak diode power of 100 W) [28], 3.6 mJ (pumped with 60 mJ at
20 Hz and peak diode power of 120 W) [29]. Third harmonic generation of
passive Q-switched lasers has been demonstrated at the wavelength of 355
nm with pulse energy of 57 µJ at 38.6 kHz [30]. A UV laser, based on a fre-
quency tripled mode-locked Nd:YAG laser, has been used for time-resolved
fluorescence detection [31].
Moreover, the high spatial beam quality and brightness of lasers allows
for for single molecule detection even in a solution, where biological liquid
background is very high [32]. A single molecule detection immunoassay
employing a laser as an excitation source has been demonstrated [33, 34].
1.2 historical overview
The quantitative immunoassay testing revolutionized the detection of biolog-
ical analytes in early 1960s [35]. The first labeled immunoassays employed
radioisotopic elements as labels were described in [36]. For a long time be-
fore the advent of fluorescence and enzyme immunoassays, the radioisotopic
assays (RIA) were the most sensitive assays. However, RIA testing was based
on counting trace quantity of radioactivity, and has severe drawbacks as the
radio hazard and problems with radioactive waste. Therefore, alternative
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immunoassays, employing non-radioisotopic labels, have been investigated
and developed.
Fluorescence immunoassays (FIAs), employing fluorescence labels, have
been gradually developing and at first were inferior to radioisotopic assays,
until they reached the same sensitivity compared to RIAs in late 1970s and
1980s [5, 37]. Time-resolved FIAs based on lanthanide labels, exploiting its
long fluorescence lifetime to obtain higher sensitivity were presented in [38,
39]. Since then, separation-based, time-resolved fluorescence immunoassays
have outperformed radioimmunoassays.
The first time-resolved FIAs employed flash lamps with mechanical chop-
pers [13], and argon lasers with a chopped modulator [7, 8] as excitation
sources. In addition, nitrogen lasers have been implemented [40, 41, 42]. Ni-
trogen lasers emit at 337 nm and operate at very low repetition frequencies
(typically 20 Hz). Because of the low repetition rate, only a few laser pulses
can be used for the measurement, which limits its dynamic range. Nitrogen
lasers are bulky, expensive, and the wall-plug efficiency is low.
1.3 project objectives
The main objective of this project is design, development and investigation
of a time-resolved fluorescence measurement system based on novel light
sources for next generation of Radiometers immunoassay analyzer for in
vitro diagnostics. Novel LEDs and UV solid-state lasers are investigated
and bench marked against Radiometers current flash light source for use in
the next generation Radiometer immunoassay analyzer. The project goals
include:
1. Design of an LED based time-resolved fluorescence measurement sys-
tem.
2. Design of a solid-state passively Q-switched UV laser at 343 nm with
sufficient pulse energy, low repetition rate, and good stability.
3. Design of a laser based time-resolved fluorescence measurement sys-
tem.
4. Assessment of the light sources potential and limitations for the use in
time-resolved fluorescence system for immunoassays.
5. Investigation of potential improvements of the measurement sensitiv-
ity.
In addition, we investigate the impact of the light sources on the instrument
performance, analyze the optimal configurations, and perform optimization
analysis. The overall aim is to point to the optimal light source for next
generation of Radiometers immunoassay analyzer, as well as to establish a
platform for fundamental investigations of novel chelates.
1.4 thesis structure
In Chapter 2, the concepts of immunoassay testing and time-resolved fluores-
cence spectroscopy are explained. Most important concepts that constitute
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the basis of the time-resolved fluoroimmunoassays are discussed, such as
light sources, detectors, lanthanide based fluorophores, all-in-one dry con-
cept technology, and analytes. In Chapter 3, the developed LED based time-
resolved fluorescence system is described. Chapter 4 presents measurements
of cardiac marker troponin I with the developed LED based immunoassay
analyzer. Moreover, an investigation of background noise sources in time-
resolved fluoroimmunoassays is presented, and consequently, optimization
of the measurement analytical sensitivity is performed. Next two chapters
report on the developed laser system and the laser induced time-resolved
fluorescence measurements. In Chapter 5, the passively Q-switched solid
state light source at 343 nm, obtained by third harmonic generation of a
Yb:YAG laser at 1030 nm, is developed and investigated. Chapter 6 presents
the results of the laser excited time-resolved fluorescence measurements of
troponin I. Finally, the work is summarized in Chapter 7.

2
I M M U N O A S S AY S
2.1 overview
Immunoassays (IAs) are quantitative analytical tests which can be used to
measure biological analytes. IAs are based on highly specific recognition re-
action between an antibody and a respective determinant site of an antigen.
An antigen is an immunogenic compound which can elicit the response of
the immune system. It can be a peptide, protein, polysaccharide, or a poly-
meric compound [35]. The immunodeterminant side of an antigen is called
an epitope and is recognized by the antibody. Figure 2.1 shows an antibody
with an antigen attached to one of its binding sites. Antibodies are labeled to
detect presence, localize, or measure the concentration of an antigen. IA in-
struments are widely employed in in vitro clinical diagnosis as an aid for the
detection of various diseases, including bacterial, viral, parasitic and autoim-
mune. Measurement can be performed on a patient’s blood, serum, plasma,
urine, or saliva. In addition, the antibody-antigen reaction can also be em-
ployed in flow cytometers, which are particle counters with applications in
clinical research (immunology, hematology, microbiology).
Antigen-binding
site
Antigen
Antibody
Figure 2.1: The
specific recogni-
tion of an antibody
and an antigen.
IAs are most often classified according to the employed labeling technol-
ogy and in terms of how the immunoreaction occurs, although more clas-
sification types exist. Alternative to radioisotope labels which pioneered
the first IAs, antibodies can be labeled by enzymes (biological proteins that
catalyse specific reactions and produce an amplification effect), fluorescent
markers, chemi-, and bioluminescent labels [43]. The immunoreaction takes
place either in a solution (homogeneous IA) or in a solid phase (heteroge-
neous IA). The latter IAs are also called separation based, due to a physical
separation of the bound labeled antibodies from the free unbound reagents
prior to measurement. The bound fraction is then measured. Typical solid
phases for a heterogeneous IA include microtitre plates, membranes and tis-
sue slices, to which the antigen is either bound directly or on which it is
captured by use of an appropriate antibody. A typical homogeneous assay
utilizes two differently labeled antibodies which interact with one another
in some way (e.g. by luminescence resonance energy transfer) in the pres-
ence of the target antigen. For a detailed table on immunoassay types, see
Appendix A.1.
Depending on target analyte and application, different labels are used.
Fluoroimmunoassays (FIAs) employing fluorescent labels as the means of
detection are some of the most sensitive IAs and are discussed below. The
main challenge with the fluorescent probes is background interference. In
time-resolved fluorescence immunoassays (TRFIA), this issue is significantly
alleviated. Employing the novel light sources, the sensitivity of FIAs can be
potentially enhanced.
It should be noted that here and throughout the thesis the term sensitivity
is not applied in the context of clinical research, where it relates to the rate
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of true positive tests identified correctly. Here, it relates to the detection
capabilities of an assay.
2.2 fluoroimmunoassays
Fluorescence labels are highly specific as the collected fluorescence signal
is defined by the label excitation and emission spectra and sometimes also
by the decay lifetime (time-resolved techniques). The variety of fluorescent
probes includes organic fluorophores: fluorescein (FITC) and the derivatives,
rhodamines, etc., organometallic: lanthanide chelates, fluorescence enhance-
ment assays and others.
The fluorescence of endogenous constituents of a biological sample (plasma,
serum, blood cells) is a problem in homogeneous assays and increases the
background interference [44]. In heterogeneous assays, the problems of en-
dogenous interference are solved by separating the analyte from the other
components in the sample. However, in diagnostic testing, very low concen-
tration of analytes are measured and thus high sensitivity is required. The
main issue with heterogeneous assays remains to be the background fluores-
cence. Therefore, the materials used in heterogeneous assays must be chosen
carefully. Some optical materials, such as glasses and plastics, exhibit high
fluorescence [35]. Standard fluorophores emitting on a nanosecond scale
(organic fluorophores) cannot reach the high sensitivity since they interfere
with the background. In contrast, the TRFIAs, employing time-resolved fluo-
rescence and lanthanides as labels, allow measuring very low concentrations.
Another factor hampering the performance of a heterogeneous assay is non-
specific binding, when antibodies attach to substances and surfaces other
than the target analyte.
In the following, we discuss the core of the time-resolved fluorescence
concept, and the lanthanide labels, especially europium which is employed
in the experiments.
2.2.1 Time-resolved fluorimetry
Time-resolved fluorescence techniques can be classified based on the dura-
tion of the fluorescence emission, i.e. the fluorescence lifetime of the fluo-
rophores excited state, see Appendix A.2. In heterogeneous immunoassays,
the background light includes scattering (decay time τ = 0), background flu-
orescence from the sample and the reagent constituents (1-10 ns) and back-
ground luminescence of solid materials (plastic disposable, filters, lenses
(µs-ms). In time-resolved immunoassays the fluorescence decay time should
preferably to be longer than 100 µs to eliminate the most significant parts of
the background. Employing the fluorophores with long fluorescence life-
time (milliseconds), belonging to the lanthanides group, high sensitivity
time-resolved immunoassays can be designed, which are able to detect fluo-
rescence emission of tens and hundreds of photons per second.
Figure 2.2 shows the principle of time-resolved fluorescence spectroscopy.
The excitation pulse (blue) and the measurement event (green area) are sep-
arated in time, so that when the measurement is taking place, the scattered
light and the short-lived fluorescence background have decayed. Only a
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part of the total emitted fluorescence signal is collected. We therefore want
to determine the efficiency of the collection.
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Figure 2.2: The principle of time-resolved fluorescence shown schematically: τp -
excitation pulse width, t1 - pre-delay time before the measurement, and
t2 - measurement window duration.
The efficiency of a time-resolved fluorescence system consists of several
factors [45]:
E = q · ETRF · EO ·Q (2.1)
q is the quantum yield of a fluorescent label, ETRF is the efficiency of the
time-resolved fluorescence measurement, EO is the total collection efficiency
of the optical system (excitation and fluorescence), Q is the quantum yield of
the photodetector. The efficiency of the time-resolved fluorescence measure-
ment ETRF corresponds to the part of the fluorescence exponential decay that
is measured. It can be conveniently decoupled into a product of two parts:
ETRF =W ·Y, whereW depends on the pre-delay time and the measurement
window duration, and Y corresponds to the fluorescent signal decrease due
to longer excitation pulse width compared to a delta-like excitation.
To calculate Y, we use a simple model. We denote the population of ex-
cited molecules, N which is described by a simple rate equation:
dN
dt
= R(t) − kN (2.2)
R(t) is pump rate proportional to excitation pulse peak power; k is decay rate
constant of the fluorophore (inverse proportional to fluorescence lifetime τ).
The formal solution to Eq. 2.2 is
N(t) =
∫
R(t)e−ktdt (2.3)
We assume an excitation pulse of a rectangular shape so that R(t) = const
when t = [0; τp], where τp is the excitation pulse duration. Then, the number
of molecules, N0 when the excitation pulse is switched off is:
N0 =
R(τp)
k
[
1− e−k·τp
]
(2.4)
Combining Eq. 2.2 and Eq. 2.4, the decay of excited molecules follows:
N(t) = R(t) · τ
[
1− e−
τp
τ
]
· e− tτ (2.5)
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We calculate the decrease of the number of excited fluorescent molecules
Y due to a longer excitation pulse relative to the number of molecules N∗0
when excited by very short excitation pulse τ∗p so that τ∗p  τ:
Y =
N0
N∗0
=
τ
τp
[
1− e−
τp
τ
]
.
(2.6)
In turn, W is a function of the fluorescence decay lifetime τ, the pre-delay
time t1 and the measurement window duration t2:
W = e−
t1
τ
[
1− e−
t2
τ
]
. (2.7)
The timing parameters t1, t2 and τp are shown in Fig. 2.2.
We will later use Eq. 2.6 and 2.7 to investigate and optimize the efficiency
of the time-resolved fluorescence system. Therefore, the efficiency of a time-
resolved fluorescence measurement ETRF is
ETRF =W · Y = e−
t1
τ
[
1− e−
t2
τ
]
· τ
τp
[
1− e−
τp
τ
]
. (2.8)
In turn, the overall efficiency of the optical system is the product of: 1)
the efficiency of the excitation light propagation from the light source to the
sample, and 2) the efficiency of the fluorescence emission propagation from
the sample to the detector:
EO = ηexc · ηfl · Iim, (2.9)
where ηexc is the energy transfer efficiency of the excitation light (from the
object plane to the sample plane), and ηfl is the energy transfer efficiency of
the fluorescence emission (from the sample plane to the detector). Iim is the
overlap factor of the excitation illumination area and the chemically active,
thus fluorescent, area.
detectors In immunoassay testing, measurements of extremely low con-
centrations are of interest [46]. This will be discussed later specifically for
the measurements of cardiac markers. During the measurement time (about
10 s), only a few hundred of photons are detected. These low light levels
correspond to analyte concentrations of ng/L. For comparison, the concen-
tration of proteins in plasma is 76 g/L [47]. These proteins are sources of
background interference. Therefore, detectors employed in time-resolved
IAs have to be simultaneously highly sensitive at the emission wavelength
of the fluorophore, and have low dark current (or dark counts) in order to
detect low analyte concentrations.
Photomultiplier tubes (PMTs) have been mostly used for this application.
PMTs amplify the weak fluorescence signal with a high gain (106), and con-
tribute only slightly to the measurement due to their very low dark noise.
They also have large photocathode area, which is beneficial for the fluo-
rescence measurements from the large emitting area of samples, about 4x4
mm2. The area of a PMT photocathode can be up to 24x8 mm2, which
is significantly larger than that of semiconductor detectors. Drawbacks of
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PMTs include lower quantum efficiency in the visible range compared to
solid state detectors, high required voltage, and large form factor. PMTs
have high cathode sensitivity and thus offer the best option for extremely
low light level measurement. Configured in a photon counting mode, PMTs
are able to detect single photons.
The usage of semiconductor detectors, such as avalanche photodiodes
(APDs), and silicon PMTs, has been hampered by their significantly larger
dark current and smaller area compared to PMTs, despite their advantages
such as high quantum efficiency and low cost.
quenching and bleaching Bleaching and quenching processes can
impact measurements of fluorescence of biological samples significantly. Flu-
orescent signal can decrease either permanently or temporarily, impacting
the measurement results. The effect can be especially severe in low sig-
nal conditions, when the measurement is repeated many times to improve
the signal-to-noise ratio, thus with a higher excitation dose. Therefore, the
bleaching and quenching processes are discussed below.
Bleaching is a photochemical reaction that causes the fluorescent signal
to fade permanently when the fluorophore molecules are damaged. The ex-
act mechanisms of the photobleaching process are not very well understood.
Bleaching depends on the excitation dose applied to a fluorophore. At low
excitation doses, the phenomena is not interfering. However, bleaching can
be a problem with high intensity excitation, i.e. using lasers, and when con-
tinuous measurements are required. For organic fluorophores, the number
of measurement cycles is therefore limited [48]. Bleaching of organometallic
fluorophores, i.e. lanthanide chelates, is significantly reduced compared to
organic fluorophores [10], thus preferred when possible.
In contrast, quenching is a reversible process. It is caused by noncovalent
interactions between a fluorophore and its molecular environment. Often,
it takes place when measuring in a solution. On the contrary, inner filter
effect, or concentration quenching, can take place both in a solution or on a
dried surface. It is a decrease in the quantum yield of a fluorophore after the
increase of the number of fluorophore molecules per an antibody. However,
this effect takes place for fluorophores with small Stokes shift.
2.2.2 Lanthanide labels
As discussed in previous section, fluorophores employed in time-resolved
fluorescence measurements should have fluorescence lifetime which is sig-
nificantly longer than the fast decaying background. Lanthanide based flu-
orophores have fluorescence lifetimes of about a millisecond, and thus con-
stitute the basis of time-resolved fluorescence spectroscopy. Therefore, lan-
thanide based fluorophores are discussed below.
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Lanthanides are metal ions with an electronic configuration of 4fn and
generally refer to elements from cerium to lutetium in the periodic table.
Most lanthanide ions are fluorescent. Lanthanides’ unique property is a
long decay lifetime in the range of 0.5 - 3 ms. They have their 4f energy level
filled and the orbitals shielded from the environment. Therefore, the emis-
sion transitions from the 4f orbital are electrically dipole forbidden, and thus
the absorption coefficients are very low and the lifetimes of the excited states
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are long. The latter allows the use for time-resolved spectroscopy. However,
due to the low absorption coefficient when excited directly, lanthanides are
usually excited through chelated organic ligands, in order to improve the ex-
citation rates. The chelated ligand absorbs an excitation photon and transfers
the energy to the lanthanide ion. The excitation spectrum reflects then the
excitation spectrum of the ligand used. Therefore, because the absorption
and the fluorescence emission are performed by different entities: a ligand
and a lanthanide ion, the resulting lanthanide chelate has large Stokes shift.
The fluorescence is most intense when the metal ion has the oxidation state
of 3+. Commonly used lanthanide metals include samarium(III) (Sm3+), eu-
ropium(III) (Eu3+), terbium(III) (Tb3+), and dysprosium(III) (Dy3+). Large
Stokes’ shift, narrow emission bandwidth, sufficiently good quantum yield
and the remarkably long fluorescence lifetime make lanthanide ions very
good candidates for the time-resolved fluorescence techniques. The energy
level diagram of an europium ion with the main emission line of transition
5D0 to 7F2 is shown in Fig. 2.3. The major challenges with lanthanide
chelates are stability and fluorescence quenching in aqueous solutions [43].
Although the excitation wavelength depends on the chelated ligand, it has
to be below 360 nm for europium and below 330 nm for terbium and dys-
prosium due to efficient energy transfer requirements [43]. The large Stokes’
shift of lanthanides allows for easy spectral separation of the excitation and
emission, and moreover prohibits self-quenching.
An excitation light source employed for the excitation of europium chelates
has to emit pulses in the spectral range of 340-345 nm, with a repetition
frequency low enough to match the long fluorescence lifetime and with a
sufficient pulse energy.
2.2.3 All-in-one dry reagent technology
One of the challenges in point-of-care (PoC) testing is maintaining high sen-
sitivity of measurements, while increasing the processing speed comparing
to central laboratory [2]. The technique of all-in-one dry reagent technology
allows for rapid automatic measurements and simultaneously high sensitiv-
ity, and is therefore discussed below.
The technique of two specific antibodies in one assay is sometimes called
sandwich assay and enhances the assay specificity [35]. In this case, two
recognition reactions take place: between the capture antibody and one epi-
tope of an antigen, and the tracer antibody and another epitope of the anti-
gen. An antigen with two bound antibodies is shown in Fig. 2.4. Combined
with the dry cup concept, this technique is employed in TRFIA automated
measurements in PoC testing. The process is described in the following.Capture 
antibody
Tracer
antibody
Antigen with two
epitopes
Label
Figure 2.4: Sand-
wich immunoas-
say.
The test cups are produced corresponding to the all-in-one dry reagent
technology [49, 50, 51]. The original empty cups are made of polystyrene.
Polystyrene materials absorb UV light [52]. Analyte-specific capture and
tracer antibodies are placed in the bottom of the cup and are separated and
immobilized by means of an insulation layer, see Fig. 2.5. The insulation
layer contains trehalose which stabilizes antibodies. The tracer antibodies
are marked with a europium chelate label. The europium chelate synthesis
and the labeled structure are described in [53]. The test cups are prepared
for the experiments as in the following. The capture and tracer antibodies,
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as well as the insulation layer which prevents contact between them during
storage, are all in a ready-to-use dry format (1). The test cup is processed
with a 20 µL sample solution and an assay buffer. During the incubation, the
cup is incubated at 37◦C for 15 minutes and shaken to reduce the reaction
time (2). After the reaction, the cup is washed and the unbound tracer
antibodies are washed out (3). The separation step of the bound antibodies
from the unbound reagents is critical. The labeled tracer antibodies bound
to the antigen are then excited by a UV light source in the measurement step
(4). The fluorescence is then detected at 615 nm.
We introduce a few terms which we will later use in the experimental
chapters. Hereafter, a sample cup refers to a test cup processed with a
sample with a known concentration. In turn, a blank cup refers to a test
cup processed with a null concentration solution.
Whole blood, 
plasma
1
Ready-to-use
2
Incubation
3
Washing and
drying
4
Measurement
µL
µL
340 nm
615 nm
Assay buer
Antigen (target analyte)
Capture antibody
Tracer antibody
Europium chelate
Figure 2.5: The preparation cycle of a test cup.
2.3 performance parameters
The most relevant parameters of an IA are the performance parameters, i.e.
assay sensitivity and dynamic range. These are discussed below. In addi-
tion to that, the IAs employed in a PoC testing have extra requirements such
as speed, i.e. short turn-around time, automated operation, ease of opera-
tion, safe waste disposal, and no manual preparation of reagents [2]. In this
section, we focus only on the performance parameters which are then later
employed to evaluate the impact of the novel light sources.
snr , s/b and cv The sources of background noise in a time-resolved
fluorescence immunoassay include the detector dark current (or counts per
second), the fluorescence from the sample and reagents, and the fluorescence
from components such as optics and used cuvettes. The photon counting
statistics of the instruments is described by the Poissonian model. The useful
fluorescence signal Sf is defined as Sf = S−Btotal, where S is the measured
signal, and Btotal is the subtracted total background noise. Then, we define
signal-to-noise ratio (SNR) as the useful fluorescence signal divided by the
noise taking into account both the signal and background variations:
SNR =
Sf√
σ2S + σ
2
Btotal
. (2.10)
Since SNR is a function of an analyte concentration, it should be reported
with the concentration.
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Figure 2.6: The distribution of replicates of a blank sample (blue) and a sample with
low analyte concentration (purple).
Signal-to-background ratio (S/B) is defined as the relation of the useful
fluorescence signal Sf and the background noise:
S/B =
Sf
Btotal
. (2.11)
Thus, the SNR is Eq. 2.10 takes into account the noise fluctuations, while the
S/B in Eq. 2.11 takes into account only the absolute value of the background
noise.
The second important parameter is the coefficient of variation (CV). Gen-
erally, CV of a set of measurements is defined as a relation of a standard
deviation σ of this set of measured values to its mean value µ. Through this
report, the variation of measured signal and background is denoted as CVi:
CVi =
σi
µi
(2.12)
with i is either S, for measured signal, or B, for measured background noise.
At the same time, the CV as an assay performance parameter calculated for
a given concentration is denoted CVC. CVC is defined as: CVC = σSSf . A
plot showing CVC of replicate measurements for different concentrations is
referred to as the precision profile, see Fig. 2.7. The precision profile is one
of the most relevant characteristics of an assay and shows the measurement
accuracy as a function of concentration.
lob , lod, loq The most relevant analytical parameters in immunoassays
are limit of blank (LoB), limit of detection (LoD), and limit of quantification
(LoQ). In simple terms, these parameters can be thought of as follows. LoB
is the highest measurement result that is likely to be observed on a blank
sample. LoD is the lowest analyte concentration that can be statistically dis-
tinguished from blank. LoQ is the lowest concentration that can be reliably
quantified with a pre-defined accuracy.
There are many ways in literature to define these parameters accurately.
In this report, the definitions given in Clinical and Laboratory Standards In-
stitute (CLSI) guidelines are used [54]. The definitions of LoB and LoD are
shown in Fig. 2.6. LoB is defined relative to the distribution of blank sample
replicates, so that only α of the distribution exceed the LoB. For LoD, the
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probability of falsely claiming the absence of an analyte is β, and the proba-
bility of falsely claiming its presence is α. In other words, α is the probabil-
ity of a false-positive result and β is the probability of a false-negative result.
They are also referred to as Type I and Type II error, respectively. Nominal
values for α and β are 5% [54]. 95% (α is 5%) of the blank sample replicates
(blue curve) are below the LoB. For the sample with a concentration equal
to LoD, 95% (β is 5%) of the replicates (purple curve) are above the LoB.
At this point we introduce the limit of quantification as the lowest concen-
tration C∗ that can be measured with a defined coefficient of variation CV0,
see Fig. 2.7:
LOQ = C∗(CVC = CV0) (2.13) Concentration
CVC
CV0
LoQ
Figure 2.7: Pre-
cision profile of
an assay with the
limit of quantifica-
tion shown.
In this work, the LoB and LoD are calculated using the parametric ap-
proach [54]. The LoB is calculated with blank cups processed with a null
concentration sample as:
LoB = µB + cp · σB (2.14)
µB and σB are the average value and the standard deviation of the measured
blank cups, respectively; cp is a multiplier for the 95th percentile of the
normal distribution of the blank samples, see Fig. 2.6 and is calculated as:
cp =
1.645
1− 14(B−K)
(2.15)
where B is the number of blank cups replicates measured (of all blank sam-
ples in total), and K is the number of blank samples used in the experiment
(number of subsets of blank cups).
The LoD is calculated from LoB according to:
LoD = LoB+ cp · SDL (2.16)
with cp used as a multiplication factor which is now calculated for low con-
centration samples:
cp =
1.645
1− 14(L−J)
(2.17)
SDL is a pooled standard deviation for all low concentration samples:
SDL =
√√√√∑Ji=1(ni − 1)σ2i∑J
i=1(ni − 1)
(2.18)
where L is the total number of low concentration sample results, i.e. the total
number of replicates of all concentrations used in the calculation. J is the
number of the low concentration samples used in the experiment, ni is the
number of results for i-th low concentration sample, and σi is the standard
deviation of the distribution of replicates of i-th low concentration sample.
The LoQs are calculated by fitting a power fit function to the precision profile
(CV vs. concentration curve) shown in Fig. 2.7.
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The background and noise sources in an immunoassay detection system
determine the measurement performance, i.e. LoB and LoD. The back-
ground value measured with blank cups, i.e. LoB, determines the lower
limit of a response curve of the assay, shown in Fig. 2.8. Thorough discus-
sion of the background and noise of an IA is given in Section 4.6. The upper
limit of the response curve can be determined by the detector nonlinearity,
fluorophore saturation and high-dose hook effect [55].
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2.4 analytes
Time-resolved fluorescence immunoassays target disease-specific protein mark-
ers. Examples of different analytes currently available for PoC immunoassay
testing include cardiac markers (troponins, myoglobin, CK-MB), infection
markers (CRP, PCT), thrombosis markers (D-dimer), hormones (hCG), and
diabetics markers (glycated hemoglobin). In this study, the developed sys-
tems are tested on a cardiac troponin marker which is described below.
2.4.1 Cardiac troponins
Cardiovascular diseases (CVDs) are a major cause of human death in the
world [56]. CVDs are a class of several diseases, including acute myocardial
infarction (AMI). For patients with suspected AMI, the early diagnosis is crit-
ical as the mortality risk is strongly connected to time until treatment. The
mortality rate is 1% when treatment is implemented within one hour after
the acute event and 10-12% within first 6 hours [57]. The AMI symptoms
are often non-specific, such as chest pain. Therefore, the measurement and
monitoring of cardiac markers is critical for the diagnosis and rule-out.
Cardiac troponin (cTn) is the preferred biomarker for aid in the diagnosis
of AMI [58]. A troponin protein complex consists of troponin I, troponin T
and troponin C, where the first two exist in cardiac-specific forms and these
are widely used for the AMI diagnosis. The recommended decision limit
for the myocardial injury is the 99th percentile of the healthy reference pop-
ulation, as shown in Fig. 2.9. However, troponin levels often do not reach
the detection limit of standard troponin assays until about 6 hours after the
acute event. Moreover, recent studies suggest that the troponin values in
healthy individuals are sex and age dependent [59, 60, 61, 62]. Determining
the biological variation has not been possible with contemporary cTn assays
because the assays cannot reliably measure and quantify the cTn concentra-
tions of a healthy population. Most of the assays only detect measurable
values in <15% of healthy individuals [46]. The measurement of troponin
variations in healthy populations will allow for the adjustment of the 99th
percentile values, which in turn will assist to determine accurate decision
limits. This will help in the clinical interpretation of the results leading to
earlier and improved diagnosis and rule-out of AMI [46, 63, 64, 65].
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For these reasons there has been a need for the development of a high-
sensitivity troponin (hsTn) assay [63, 66]. However, the lack of standardiza-
tion of troponin I is a known issue. Therefore, the detection limits of two
different platforms cannot be compared on an absolute scale. Instead, rel-
ative numbers, such as the 99th percentile value (and CVC at this value)
2.4 analytes 19
and its relation to the detection limits can be compared to evaluate assays.
Recently, as high-sensitivity assays are being developed, the percent of the
detection of the healthy population is also used for comparison. A manufac-
turer of an assay provides its own upper reference limit (the 99th value) and
the analytical parameters. With this in mind, two criteria for hsTn (can be
troponin I or T) assays are defined [46]:
1. The CV at the 99th percentile value has to be smaller than or equal to
10%.
2. The troponin values of at least 50% (ideally >95%) of the healthy pop-
ulation have to be measurable, i.e. above the LoD.
Contemporary cTn assays do not satisfy these criteria [46]. Recently, Abbott
[62, 46, 64, 66], Siemens Healthcare Diagnostics [59] and Roche [61, 46, 65]
have been developing assays which potentially meet these hsTn assay crite-
ria. However, these assays are only intended for laboratory use.
In this study, we use both standard and recently developed high-sensitivity
troponin assays to test the developed systems. We will demonstrate that
with the developed point-of-care system we potentially fulfill the hsTn cri-
teria, thus move towards earlier diagnosis and rule-out with the designed
system combined with the high-sensitivity assay.

3
L E D B A S E D T I M E - R E S O LV E D F L U O R E S C E N C E S Y S T E M
This and the following chapter are based on the developed light emitting
diode (LED) based fluorescence time-resolved system. The objective was to
develop an LED based optical unit for the Radiometer AQT90 immunoas-
say (IA) analyzer. Besides the performance requirements, the mechanical
requirements dictated that the developed system has to be compatible with
the IA analyzer. Moreover, the new excitation system has to fit into the
currently used Xenon flash lamp based system. The designed LED based
optical system is compared against the currently used flash lamp based sys-
tem. In order to compare the impact of the light sources only, the detection
optical system remained unchanged. With these mechanical requirements
in mind, we design the system for maximum excitation light efficiency.
3.1 setup and optical design
etendue Etendue d2G of a light source corresponds to a volume (or an
area in 2D) in phase space and is defined as:
d2G = n2dScosθdΩ (3.1)
where n is medium refractive index, dS is a unit emission area, θ is a pro-
jection angle, and dΩ is a unit emission solid angle. We express the solid
angle in spherical coordinates and assume the etendue being uniform over
the solid angle. Then, one obtains:
dG = n2dS
∫
cosθdΩ = n2dS
∫∫
cosθsinθdθdφ = pin2dSsin2α (3.2)
α is the 2D emission half-angle. Under the assumption that the source S
distribution is uniform, and assuming that every small unit area radiates in
the same angle cone, we can integrate over all area and obtain:
G = pin2S ·NA2. (3.3)
Figure 3.1: Draw-
ing of a test cup.
In an ideal optical system, etendue is conserved. An etendue of a light
beam can never decrease as it passes through an optical system. It is the
optical equivalent of the entropy as defined in the second law of thermody-
namics. The etendue conservation corresponds to the Abbe sine condition
in nonparaxial notation, and to the Lagrange invariant in paraxial notation.
An etendue of an optical system is limited by the optical component with
the smallest etendue. In our excitation system, that component is the test
cup. The test cup is shown in Fig. 3.1 and measures 6.7 mm in diameter and
10.7 mm in height. The acceptance half-angle is 17.4◦ and the solid angle is
0.29 sr. Relative to the full sphere 4pi it is 2.3%. Thus, the etendue of the cup
is 9.9 mm2· sr. However, the fluorescence system collection efficiency has to
be taken into account. The first lens in the emission light path accepts a light
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Figure 3.2: a) Angle distribution of a Lambertian light source of different orders (1-
7); b) collection efficiency from a first order Lambertian light source as a
function of half-angle.
cone with the half-angle of 12.1◦. The field of view (FOV) of the detector is
area of 5 mm in diameter. Therefore, the image plane etendue is only 2.7
mm2· sr.
A single emitter LED is a first order Lambertian light source and emits in
the full hemisphere of 2pi. Figure 3.2(a) shows the normalized intensity of
a Lambertian light source of different orders (1-7) as a function of emission
half-angle. For the first order Lambertian source, the light intensity drops by
50% at the half-angle of 60◦. The higher the order, the narrower the angular
spectrum is. It is rather difficult to collect light from an LED efficiently.
Figure 3.2(b) shows collection efficiency from a first order Lambertian source
as a function of collection half-angle. At the angle of 45◦, which corresponds
to a rather high numerical aperture (NA) of 0.7, 50% of the emitted light is
collected. The options like coupling to an optical fiber are not preferred
due to resulting low efficiency. Assuming the emitting angle to be 60◦, a
single emitter LED with the dimensions of 1x1 mm2 has the etendue of 2.4
mm2·sr, which is smaller than the image plane etendue (2.7 mm2· sr). Thus,
theoretically it is possible to focus all the LED light at the bottom of the test
cup.
Two optical systems were developed with two different image magnifica-
tions. The magnification of the first system is −5, i.e. the maximum magni-
fication dictated by the FOV of the detector. The second system is designed
with a smaller magnification of −4. Hereafter, we refer to the systems as
system 1 and system 2.
The first designed optical system, system 1 is shown in Fig. 3.3. The exci-
tation light is collected from a Lambertian emitter with an area of 1x1 mm2
(SMD LED YL-6363F-340nM manufactured by Seoul Vyosys Co., Ltd) by an
aspheric lens with a short focal length and high NA. The next two plano-
convex lenses and a biconvex lens form an image 50 mm away. All lenses
are made of UV grade fused silica to ensure high transmission in the UV-A
region and to minimize autofluorescence from the lens material. The im-
age is formed in the bottom of the UV absorbing test cup which is made
of polystyrene. The excitation system is designed for maximum collection
efficiency reaching 80%. If smaller magnification is needed, the first lens,
f1 needs to have a larger focal length and thus smaller object side NA, or
alternatively, the last lens, f4 needs to have shorter focal length, thus larger
image side NA. The first option reduces the collection efficiency. The second
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option is not feasible due to the limited acceptance angle of the test cup and
the mechanical requirement of a minimum distance between beam splitter
and test cup, imposed by the mechanical design of AQT90 system. Thus,
there is a trade-off between the magnification and collection efficiency when
selecting the first lens, f1. A diffuse reflector is placed under the test cup in
order to increase the fluorescence collection efficiency. The reflector is mod-
eled as a flat Lambertian reflector. A dichroic beam splitter separates the
excitation and detection light paths. The emitted fluorescence is collected by
two aspheric PMMA lenses and focused on a photocathode of a photomulti-
plier tube (PMT) with a magnification of −1. The PMT has a photocathode
effective area of 8x24 mm2 and is configured for a photon counting mode.
Two bandpass filters in the excitation and detection systems ensure that only
emitted fluorescence at 615 nm reaches the PMT. The reference photodiode
is used to monitor the light source power.
Reference UV 
photodiodeUV light
source
Photomultiplier 
tube
Sample
Emission
bandpass lterUV bandpass
lter
Dichroic 
mirror
   
Diﬀuse
reﬂector
Figure 3.3: Schematic layout of the optical system (system 1) with the excitation and
detection light paths.
Using commercial ray tracing software the image of the light source was
modeled. The image is a square with 90% of the power encircled in a 5x5
mm2 area, see Fig. 3.4(a). The obtained experimental image was in a good
agreement with the model, as shown in Fig. 3.4(b). The low-intensity de-
caying edges are not observed experimentally due to limited dynamic range
of the camera used. The LED image covers 71% of cup bottom area, which
is three times larger than the flash lamp image. The exploited illumination
area is limited by the PMT photocathode area and its FOV. The calculated
FOV corresponds to a 5 mm diameter circle at the bottom of the cup, thus
using a larger LED emitting area is not an advantage.
It will be shown later that the system 1 is not optimal for the fluorescence
measurements due to poor overlap between the illumination area and the
fluorescent area. Therefore, a system with smaller magnification, system 2 is
designed.
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Figure 3.4: Images formed in the test cup and its normalized intensity distribution
in system 1, a) modeled LED image using commercial ray trace software;
b) experimentally obtained LED image; the blue circle shows the bound-
ary of cup bottom which is 6.7 mm in diameter; c) image of flash lamp
arc (current light source). The illuminated area is 2x4 mm2, thus three
times smaller than that of the LED image.
In system 2, the formed image is 4x4 mm2 in size and takes up 45% of cup
bottom area, as shown in Fig. 3.5. The design of the excitation optics was
modified to obtain smaller magnification at the cost of less collected light
compared to system 1. The detection optical path remains unchanged.
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Figure 3.5: a) Experimentally obtained LED image in system 2; the image is 4x4 mm2
and takes up 45% of the cup area. b) Normalized intensity distribution
of the LED image.
The connection diagram of the fluorescence measurement system is shown
in Fig. 3.6. The LED is controlled by an LED driver, which is synchronized
with the detection system. An FPGA controls both the excitation and de-
tection systems using a trigger pulse train, which is transmitted to the LED
driver via a pulse generator, and at the same time to the PMT PCB. The
FPGA is a part of the main board (MB). The inlet PCB and the flash driver
are used with a flash lamp based system. The MB, inlet PCB, flash driver,
and AQT power supply are all parts of an analyzer.
The LED based optical units (OUs) are compatible with the flash lamp
based immunoassay analyzers and can be integrated for automated mea-
surements in a standard point-of-care (PoC) environment. The excitation
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Figure 3.6: Electric diagram of the LED based optical unit (OU). MB - main board;
PMT - photomultiplier tube.
energy of the LED based instruments is equal to that of the flash lamp based
instruments.
flash lamp based system The currently used flash lamp system em-
ploys the Xenon flash lamp L9455 from Hamamatsu with an average power
output of 5 W in the emission spectral range of 185-2000 nm. It delivers from
8.8 to 19.8 mJ per pulse depending on discharge voltage. However, due to
mostly spectral, but also spatial filtering only about 5.1 µJ is delivered to the
test cup. Out of the broadband spectrum, only 48 nm are spectrally selected
for the sample excitation. The Xenon flash lamp used in the current optical
system has a lamp arc length of 1.5 mm. It is imaged with a magnification of
−2 in the sample cup, see Fig. 3.4(c). The repetition rate can be varied in the
range of 250-530 Hz. In the system, the flash lamp is triggered by the FPGA
with a repetition frequency of 250 Hz. The object side NA is smaller (<0.5)
compared to that of the UV LED, thus the collection efficiency is smaller
due to vignetting. The flash lamp was modeled as a Lambertian emitter that
measures 0.75x1.5 mm2 in size, corresponding to the arc size, and emitting
as the 4th order Lambertian source, see Fig. 3.2(a). The optical excitation
efficiency is 0.4. Therefore, combined with the spectral filtering the overall
efficiency is much smaller for the flash lamp, about 0.02.
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The LED emission spectrum is centered at 343 nm with a FWHM of 10
nm, as shown in Fig. 3.7(a). Filters WG320 and Schott DUG11 transmit a
window with a FWHM of 48 nm of the flash lamp emission spectrum. When
increasing the LED current from 100 mA to 1 A in pulsed mode, no visual
shift in peak wavelength was observed, see Fig. 3.7(b). Similar results were
also reported in [23], thus indicating that UV LEDs are spectrally stable. The
inset figure shows the normalized LED irradiance in a logarithmic scale. The
light emission drops fast to 1% and 0.1% of the peak emission at 372 nm and
404 nm, respectively.
In continuous wave (CW) operation, the LED emits up to 55 mW at the
specification current of 500 mA. The LED pulse width of 200 µs is chosen
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Figure 3.7: a) Normalized emission spectra of the LED (red) and the filtered flash
lamp (blue); b) normalized emission spectra of the LED for different
LED currents ranging from 100 mA to 1 A (curves overlap); inset figure:
normalized irradiance of the LED in a logarithmic scale.
in order to deliver the same excitation energy as the flash lamp (5.1 µJ) and
to obtain a good signal-to-noise-ratio (SNR) of the instrument without over-
driving the LED. The LED is capable of delivering up to 15 µJ at a current of
1.5 A, which is still only three times above the maximum continuous wave
current as specified with the dotted line in Fig. 3.8.
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Figure 3.8: Excitation pulse energy delivered to the cup vs. LED current. The pulse
width is 200 µs and the duty cycle is 0.05. System 1 (red circles): at the
current of 370 mA, the delivered energy is equal to that of the currently
used Xenon flash lamp. Energy levels up to 15 µJ are achieved when
overdriving the LED three times above the specified maximum current
of 500 mA (indicated by the dotted line). System 2 (magenta squares):
at the current of 455 mA, the delivered energy is equal to that of the
currently used Xenon flash lamp.
Figure 3.9(a) shows the LED current pulse (magenta) and the optical pulse
(light green), triggered by the FPGA pulse (dark blue) through the pulse
generator (light blue). The flash lamp pulse width is 200 ns, shown in Fig.
3.9(b) and exhibits a long fall time of 400 ns (90% - 10%) relatively to its
width. The LED pulse width is about three orders of magnitudes longer than
the flash lamp pulse. The LED pulse width can be longer, thus increasing the
excitation energy and improving the SNR, as long as the pulse terminates
before the measurement. A delay of 8 µs between the trigger pulse and the
LED current pulse is observed and the fall time of the LED pulse is smaller
than 3 µs.
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In the following, we discuss the efficiency of the LED based time-resolved
fluorescence system as described in Eq. 2.1 in Section 2.2. The quantum
yield of the employed europium chelate is 0.13 [53]. The PMTs quantum
yield is 0.04 (R4220 at 615 nm). The efficiencies of the excitation light paths
are 0.8 and 0.5 for system 1 and system 2, respectively. The efficiency of the
fluorescence optical path is 0.01, modeled for the UV illumination area of
4x4 mm2. The overlap factor is theoretically unknown. One of the goals of
the experiment is to estimate its value. Assuming the factor to be 1, EO is
0.008 and 0.005 for the two systems, respectively.
We have chosen the pre-delay time, t1 of 400 µs between the end of the
excitation pulse and the measurement window in order to match a typical
timing parameter used in the flash lamp excitation system. In the flash lamp
excitation system, this parameter is required due to the flash lamp afterglow
which was reported to last for hundreds of microseconds after the emission
pulse [14]. This parameter can be optimized in the LED based excitation
system. Reduced gate delay will increase the signal and improve the SNR,
in contrast to the flash lamp based system. For a typical decay time τ of
1 ms, and both t1 and t2 of 400 µs, the measured part of the fluorescence
decay W is 0.22.
a) b)
Figure 3.9: a) The time response of the LED pulse triggering system; trigger pulse
from the FPGA (dark blue); pulse generator (light blue); LED current
pulse (magenta); and optical output (light green). The delay between
the LED current pulse and the trigger is 8 µs and the LED fall time is
below 3 µs. b) The Xenon flash lamp pulse showing a FWHM of 200 ns
and a fall time of 400 ns.
In the following, we assess the factor Y, defined in Eq. 2.6, which re-
flects the fluorescence signal decrease due to the longer LED excitation pulse
width. The much longer LED pulse affects the excitation efficiency of eu-
ropium chelates, but only slightly as discussed below. The LED pulse width
is comparable to the fluorescence lifetime, whereas the flash lamp pulse is
in the range of hundreds of nanoseconds. Therefore, the number of the flu-
orophore excited molecules at the end of the pulse, N0 is smaller in the first
case. Figure 3.10(a) shows the number of excited molecules, N when illu-
minated by an excitation pulse of 200 ns and 200 µs respectively (blue and
orange curve). N builds up exponentially during the pulse proportional to
the excitation peak power, reaches the value N0 at the end of the pulse, and
then decays exponentially with the lifetime, τ when the pulse is switched
off. This curve can also be obtained as the convolution of the excitation
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Figure 3.10: a) Excitation pulse and number of excited molecules, N for a LED pulse
of 200 µs (orange curve) and a 200 ns flash lamp pulse (blue curve);
during the excitation pulse the number of excited molecules builds up
exponentially and reaches the maximum value by the end of the pulse;
then it decays exponentially with the decay rate constant, k, related to
the europium chelate lifetime of 1 ms. The number of excited molecules
is 10% smaller for the longer excitation pulse. b) The number of excited
molecules, N0 vs. excitation pulse width with a constant total energy
plotted for two different fluorophore lifetimes.
pulse and the fluorescence decay. The factor Y is equal to the number of
molecules by the end of the pulse, N0, normalized to that when excited by
a very short pulse (see Eq. 2.4 and 2.6). Thus, Fig. 3.10(b) also shows the
factor Y as a function of the excitation pulse width.
The main conclusion is that the difference of three orders of magnitude
in pulse widths only gives rise to a 9% decrease in the number of excited
molecules, thus in the fluorescence signal, as shown in Fig. 3.10(b). Thus, Y
is 0.91 and ETRF is 0.20. Overall efficiency E is 8·10−5 and 5·10−5 for system
1 and system 2, respectively.
3.3 conclusion
Two LED based optical systems were designed for maximum excitation col-
lection efficiency with the mechanical limitations dictated by the Radiome-
ters AQT90 analyzer. The first optical system was designed to collect up to
80% of LED light, emitted from the 1x1mm2 Lambertian chip and simulta-
neously be focused to an area of 5x5 mm2 in the bottom of a test cup with
a 6.7 mm diameter. The image area was three times larger than the image
of the Xenon flash lamp, however still small enough to excite fluorescence
efficiently and subsequently be imaged on the PMT photocathode. The LED
was operated at 370 mA in pulsed mode. It was later concluded that an illu-
mination area of 5x5 mm2 was not optimal in this system. In the following
chapter, we will discuss the impact of the illumination area on the fluores-
cence signal. The second system with a smaller magnification was designed,
which collected up to 50% of LED light, with an illumination area of 4x4
mm2 in the bottom of the test cup. The LED current is then 455 mA and still
below the specified maximum current.
Spectral, temporal and spatial parameters of the LED based systems were
investigated. The LED pulse width was 200 µs and the pulse energy was
5.1 µJ when operated below the specified maximum current limit, equal to
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the pulse energy from the Xenon flash lamp. A three orders of magnitude
increase in pulse width of the LED excitation compared to the flash lamp
was estimated to reduce the fluorescence signal by a mere 9% due to the
long fluorescence lifetime of europium. The efficiencies of time-resolved
detection were discussed.

4
T R O P O N I N M E A S U R E M E N T B Y L E D B A S E D A N A LY Z E R
In this chapter, the developed LED based systems, both system 1 and system
2, are tested for the measurements of cardiac marker troponin I, discussed in
Section 2.4. The systems are first tested on a test bench setup, so that cup-to-
cup variation is eliminated. Then, fully automated, LED based immunoassay
analyzers are built and tested for troponin I measurement. In the following,
we aim to perform a comparative study of the currently employed flash
lamp excitation, and the novel LED excitation. In addition, we investigate
the impact of the LED excitation on the most relevant analytical parameters
of immunoassays and perform an optimization analysis of the time-resolved
fluorescence measurements. We suggest a model describing the background
noise sources in a time-resolved fluoroimmunoassay system.
4.1 assays and chemistry
In the following, the samples employed for the troponin I measurement are
described. The test cups are prepared at Radiometers daughter company,
Radiometer Turku, according to the all-in-one dry cup technology [49] with
the europium chelate as a fluorescence marker. The assays used in the ex-
periments are described below.
• Assay 1: the standard troponin I (TnI) assay of Radiometer AQT90
FLEX [67, 68]. It is used to determine the improvement of signal-to-
noise ratio (SNR) and limit of detection (LoD) obtained by the light
emitting diode (LED) excitation source compared to the standard flash
lamp based system.
• Assay 2: a high-sensitivity TnI (hsTnI) research assay [69] utilizing
three biotinylated capture antibodies and one europium-labeled tracer
antibody.
• Assay 3: an hsTnI research assay used in the optimization study is
similar to assay 2 but with two tracer antibodies binding to separate
epitopes on the TnI molecule.
The research hsTnI assays 2 and 3 have been developed with the standard
TnI assay (assay 1) as a starting point by modifying the chemical components
in order to increase analytical sensitivity. The research hsTnI assays are also
based on the all-in-one dry cup technology. All assays are developed at
Radiometer Turku.
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of europium
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The main parameters of the assays are shown in Table 4.1, data from [69].
The emission spectrum peak of all assays is at 615 nm as shown in Fig. 4.1.
The europium chelate used for the tracer antibody in the standard TnI assay
(assay 1) has an excitation peak at 325 nm with a FWHM of 64 nm, shown
in Fig. 4.2, yellow. The chelate structure and synthesis are described in [53].
Both hsTnI assays (assay 2 and 3) have their excitation peak at 345 nm, as
shown in Fig. 4.2, green. The LED emission spectrum has approximately
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20% larger overlap with the assay 1 excitation spectrum than the filtered
flash lamp. The hsTnI assays have 73% and 28% better spectral overlap
(calculated using the emission spectra normalized to have equal area under
the spectral curve) with the LED and the filtered flash lamp emission spectra,
respectively, compared to the standard TnI assay. For both standard and
high-sensitivity TnI assays the LED excitation is more optimal compared to
the filtered flash lamp. Calculated spectral overlap for the filtered flash lamp
and the LED excitation is shown in Table 4.2.
Table 4.1: Absorption maxima (λabs) and excitation maxima (λexc), luminescence
decay times (τ), molar absorption coefficients (), brightness (Φ) and
quantum yields (Φ) as the enhanced brightness on dried surface. Data
from [69] with permission.
Assay λabs, nm λexc, nm τ, ms , M−1cm−1 Φ, M−1cm−1 Φ, %
1 325 325 1.01 55000 8000 9
2&3 344 340 0.97 55000 16100 10
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Figure 4.2: Normalized emission spectra of the LED (blue), filtered flash lamp (red)
and normalized excitation spectra of the standard TnI (yellow) and the
research high-sensitivity TnI assays (green).
Table 4.2: Normalized spectral overlap between the emission spectra of the light
sources and the excitation spectra of the assays.
Excitation Assay 1 Assays 2&3
Filtered flash lamp 0.46 0.78
LED 0.58 1
Test samples used in the experiments can be based on either tris-saline-
azide buffer containing bovine serum albumin (BSA-TSA), LQC, whole blood
(WB), or serum. An LQC is a solution of spiked serum. The samples based
on BSA-TSA consist of ternary troponin ITC complex (produced by HyTest)
and troponin complex (by BBI Solutions) diluted in BSA-TSA. In WB sam-
ples, the fluorescence signal is lower proposedly because blood constituents
are quenching the signal.
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4.2 measurement on the standard tni assay 1 with the led
based system 1
The LED based system is tested for time-resolved fluorescence measure-
ments of the cardiac marker, TnI on the standard TnI assay (assay 1). The
employed LED system is system 1. The measurements are performed on
a test bench, not on the Radiometer analyzer. The LED based system is
compared to a flash lamp based system. The sensitivity of the standalone
flash lamp system was adjusted before the experiment to a known europium
standard. In turn, the LED current of the LED based optical unit (OU) was
adjusted to deliver the same excitation energy per pulse as the flash lamp
unit. The experiment with the test cups was performed manually. Each test
cup was measured consequently on the flash lamp unit and the LED unit
without rotation (in the same cup holder). The samples used in these experi-
ments are LQC. Fifteen sample cups (with 200 ng/L), and fifteen blank cups
(0 ng/L) were produced for the experiment with the standard TnI assay.
Table 4.3 shows the parameters of the light sources as well as the statistical
data of the measurements. Samples were exposed to 777 pulses with a pulse
energy of 5.1 µJ each using a repetition frequency of 250 Hz correspond-
ing to 1.27 mW average power. The measurements were performed without
bleaching effects due to the small exposed energy. The average counts are
listed with confidence intervals for the sample mean value which are calcu-
lated from the t-parameter Student’s distribution, corresponding to a 95%
confidence level. The sample standard deviations σ are given with confi-
dence intervals calculated from the ξ2 distribution [70]. For a confidence
level of 95% and 15 samples, standard deviation confidence intervals (CI)
are [0.73·σ; 1.58·σ]. Figure 4.3 presents the data for a total of 30 cups (15
sample and 15 blank cups).
Table 4.3: Parameters of the excitation light sources and statistical data presented for
the sample concentration of 200 ng/L and blank cups (null concentration)
measured on assay 1. Data calculated for 15 replicates. Measured with
system 1 on a test bench.
Total signal (TnI 200 ng/L) Background (0 ng/L)
Flash lamp LED Flash lamp LED
Average power, mW 1.27
Number of pulses 777
Frequency, Hz 250
Pulse energy, µJ 5.1
Average counts 2114.1 1574.3 119.1 73.3
(±95%CI) ±28.6 ±26.8 ±12.4 ±7.1
Sample std. dev. 51.6 48.3 22.4 12.9
[95%CI] [37.8; 81.4] [35.4; 76.2] [16.4; 35.3] [9.4; 20.3]
CVS(B) 2.4% 3.1% 18.8% 17.5%
S/B @ 200 ng/L 17.7 21.5
SNR @ 200 ng/L 35.5 30.0
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Figure 4.3: Total detected counts of 15 replicates with TnI 200 ng/L concentration
and 15 blank cups processed with a solution of null concentration, ex-
cited by the flash lamp and LED based systems with equal excitation
energy; each point represents one measurement of one test cup with 777
pulses.
It should be noted that a sample size of 15 cups is not sufficient to obtain
high statistical precision but it was not the primary goal in this investigation.
It would require about 200 replicates to achieve a confidence interval for
the standard deviation in the range, [0.91·σ; 1.08·σ] at a 95% confidence
level. CVS and CVB are coefficients of variation for the cups with 200 ng/L
concentration and blank cups, respectively. These values are calculated with
Eq. 2.12.
Following conclusions have been drawn from the obtained data. Firstly,
with the system 1, the fluorescence response of the sample cups is 26% lower
when excited with the LED unit compared to the flash lamp excitation. We
believe the main reason of the reduction is a less optimized spatial overlap
between the illumination area and the fluorescence emitting area. The UV
LED illumination area in the test cup can be decreased at the cost of collected
LED light, as discussed in Section 3. Another possibility is to change the size
of the fluorescence emitting area in a test cup. It can be done for example
by employing a spot coating [50]. In the spot coating approach, capture anti-
bodies are pipetted in a very small volume in the test cup, thus determining
the area of potential location of immunocomplexes. Combination of the two
approaches (manipulating the excitation area and the fluorescence emitting
area) allows maximization of the overlap. The factor of the area overlap ap-
pears to be dominating, as the other two factors of spectral and temporal
parameters nearly cancel each other. The longer excitation pulse duration re-
sults in a signal reduction of 10%, demonstrated in Fig. 3.10(b), whereas the
better spectral overlap of the LED emission is responsible for the 14% signal
increase, compared to the flash lamp with the equal pulse energy. More-
over, the information of the europium chelates distribution in the test cups
is missing but does probably contribute to the signal change as well. For
these reasons the second optical system, system 2, with a illumination area
was designed and implemented for the measurements.
Secondly, the background level is reduced by 39% when excited by the
LED based OU compared to the flash lamp excitation. A thorough discus-
sion of the reasons and the contributing factors is given later in Section 4.6
dedicated to the background noise analysis.
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In order to test the full implication of substituting the flash lamp with a
LED for the excitation of the europium chelates we performed a comparative
study with the SNR as a key performance parameter encompassing all the
different aspects as discussed above.
The SNR is calculated as in Eq. 2.10 and was 35.5 and 30.0 for the flash
lamp based optical unit and the LED based optical unit, respectively (blue
square and magenta rhomb in Fig. 4.4(a). The values are calculated based on
15 replicates. The position of the data point for the flash lamp corresponds to
the value of the LED current where the pulse energies of the flash lamp and
LED units are equal. The fluorescence response of the sample cups was 26%
lower when excited with the LED unit, however the SNR decreased only by
15% for the LED compared to the flash lamp unit. Therefore, the SNR of the
LED based unit was comparable to that of the flash lamp unit, with the equal
excitation energy. Several properties of the LED based system contribute to
the reduced signal level, as discussed above: the increased excitation pulse
width and the enlarged illumination area.
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Figure 4.4: a) SNR averaged for four cups vs. LED current (excitation pulse energy)
for the TnI concentration of 200 ng/L; the SNR grows with square root
with the excitation power; blue square and magenta diamond show the
mean values for the experiment with 15 replicates for the flash lamp
and LED based unit, respectively; b) S/B ratio as a function of the LED
current.
Four extra sample and blank cups were measured to demonstrate the SNR
dependence on the excitation energy. The LED was operated at the repeti-
tion frequency of 125 Hz however still with the same excitation energy so
that it does not affect the signal, but only the measurements take longer time.
The SNR grows with square root as a function of the excitation energy as Fig.
4.4(a) demonstrates for a TnI concentration of 200 ng/L (fitted blue curve).
The SNR was calculated for four replicates, shown as red circles. The exci-
tation energy was increased by changing the LED current. The LED current
was increased up to 1 A, which is by a factor of 2 above the specified maxi-
mum current of 0.5 A. The behaviour is explained by the Poisson distributed
signal and noise in the system. The outliers at 0.8 and 0.9 A are presumably
effects of the large variation of the data, as discussed above. The variation
of the data is large due to the small sample size. Higher statistical precision
can be achieved increasing the number of samples.
There are several possibilities to improve the SNR of the LED based OU
by optimizing different system parameters. The SNR can be improved by in-
creasing the excitation energy using higher LED current and/or longer pulse
width. Moreover, for a constant excitation energy the SNR can be improved
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in following ways. Firstly, decreasing the excitation pulse width, while keep-
ing the excitation energy constant, will enhance the signal however limited
to a 10% improvement, see Fig. 3.10 in Chapter 3. Secondly, a better spectral
overlap between the chelate excitation spectrum and the light source emis-
sion, will further improve the signal. Many lanthanide based chelates (such
as Eu3+ or Tb3+) have the excitation peak at 340 nm and therefore are a
better match to the 340 nm LED [71]. An improvement by a factor of two
is expected, if the light source emission peak matches the excitation peak.
Thirdly, the delay time between the excitation and detection can be reduced
in the LED based system due to the absence of the long afterglow compared
to flash lamps. This will result in the increased fluorescence signal. At the
same time, the measurement window duration can be increased for the same
reason. Lastly, the roughly three times enlarged illumination area compared
to the flash lamp system causes a signal reduction, if the spatial overlap is
non-optimal and/or the chelates distribution in the cup is non-uniform and
the chelates concentration is higher in the center of the cup than in the edges.
It was observed that a misalignment of the flash lamp image in the order of
1 mm in the test cup decreases the signal by up to 30% compared to a cen-
tered setup. The optimal illumination area with the largest overlap with the
chelates distribution will result in higher fluorescence signal.
In order to demonstrate the impact of the LEDs narrower emission spec-
trum and its absence of afterglow we calculate signal-to-background (S/B)
as in Eq. 2.11. The S/B was in our experiments improved by 18% when
using the LED illumination compared to the flash lamp system. The S/B be-
haviour depends mostly on the dominating background contributor, which
will be thoroughly investigated later in Section 4.6. The S/B ratio grows
rapidly when the excitation energy is small (lower current) and the signal
is comparable to the detection system noise, see Fig. 4.4(b). The S/B de-
pendence on the excitation energy (Ep) is explained by Eq. 4.1 as in the
following.
S/B(Ep) =
Sf(EP)
Btotal(EP)
=
A · Ep
Bdark +C · Ep≈
A
C
. (4.1)
The S/B reaches a constant value when the intensity-dependent unwanted
fluorescence contributors, B(Ep) = C · Ep, which grow with the excitation
energy linearly with a coefficient C, are considerably higher than the inde-
pendent detection background sources, Bdark. The specific signal, Sf(Ep) =
A · Ep, also grows linearly with the excitation energy, with a coefficient A.
At this point the S/B reaches a plateau and is independent on the excita-
tion energy. The intensity-dependent background noise is much larger than
the dark noise, C · Ep  Bdark. Now, the background fluorescence is the
dominating source.
4.3 measurement on the standard tni assay 1 with the opti-
mized led based system 2
In previous section, the fluorescence signal was lower by 26% when excited
by the LED compared to the flash lamp. This was mainly due to the non-
optimal spatial overlap of the UV illumination area and the chemically active
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area. For assay 1, the size of the active fluorescent area was estimated with a
scanning fluorimeter in Radiometer Turku to be approximately 4 mm in di-
ameter. Considering these conclusions, the illumination area was decreased
by 36%, from 5x5 mm2 to 4x4 mm2, in order to increase the detected fluores-
cence signal. In this section and hereafter we have therefore run the exper-
iments with system 2. The performance of the LED based instruments was
again tested with the standard TnI assay (assay 1). Moreover, the LED based
optical units were mounted into the immunoassay analyzers. Five fully au-
tomated immunoassay (IA) instruments were used in the experiment. The
experiment procedure was as in the following. Firstly, the measurements
from the instruments with flash lamp OUs (AQT90 FLEX manufactured by
Radiometer Medical) are used as a reference baseline for the measurements.
Secondly, the flash lamp OUs were replaced with the LED OUs. Finally, mea-
surements were performed with a single measurement consisting of 3x861
excitation pulses at a repetition frequency of 250 Hz resulting in the total
measurement time of 10.3 s. The number of cycles was increased to be equal
to that of the first flash lamp based instrument. The samples are BSA-TSA.
The sample TnI concentration was 139 ng/L for instrument 1, and 30 ng/L
for instruments 2-5. The IA instruments 1-5 are equivalent.
Table 4.4 shows the relative change of the average fluorescence signal of
the sample and blank cups for the five instruments. The relative change of
signal of the blank cups (processed with assay buffer (AB), i.e. background)
has decreased with the LED excitation for four out of the five instruments,
whereas the fluorescence signal of the sample cups increased when excited
by the LED. The data for the individual test cups measured on instrument
2 is shown in Fig. 4.5. Compared to the previous experiment, the smaller
illumination area provides an increased fluorescence signal, all other pa-
rameters being equal. With the optimized LED system with instrument 1,
the fluorescent signal is higher by 57% compared to the flash lamp system
(measured on BSA-TSA samples with TnI concentration of 139 ng/L), see
Table 4.4. On average for 5 instruments, the signal increased by 31%, and
background dropped by 22%, compared to the flash lamp excitation. As
previously reported, with system 1 the signal with the LED system was by
26% lower compared to the flash lamp system, see Table 4.3. This change
corresponds to the better overlap factor Iim in Eq. 2.9.
Table 4.4: Relative change of the averaged fluorescence signal of sample cups with a
concentration of 30 ng/L and blank cups, after the flash lamp OUs were
replaced by the optimized LED based OUs measured with the TnI assay
1.
Instrument 1 2 3 4 5 Average
Relative change of sample +57* +25 +40 +18 +17 +31
cups averaged signal, %
Relative change of blank -28 -26 +17 -28 -47 -22
cups averaged signal (null
concentration, %
*data for 139 ng/L sample
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Figure 4.5: Fluorescence signal of 16 replicates measured on instrument 2 for the
flash lamp based analyzer (baseline measurement) and with the opti-
mized LED based unit: for blank cups (processed with AQT90 FLEX
assay buffer) and BSA-TSA buffer containing 30 ng/L TnI. The fluo-
rescence signal at the concentration of 30 ng/L has increased by 25%
whereas the background (concentration of 0 ng/L) dropped by 26%.
In the following, we aim to determine limit of blank (LoB) and LoD of as-
say 1 measured with the LED based instruments according to the procedure
described in Section 2.3. We ran a dilution series with the TnI concentrations
of 1; 2.5; 5; 15; 30 ng/L in BSA-TSA. The blank cups were processed with AB.
The sample volume was 35 µL. For the first instrument we had 16 replicates
for 1; 2.5; 5 ng/L and 8 replicates for 15 ng/L and 30 ng/L. For the other
four instruments we had 16 replicates at all concentrations. The LoD was
calculated with the low concentration samples of 1; 2.5; 5 ng/L. The SNR
and CVC values are shown as a function of the sample concentration in Fig.
4.6(a) and (b), respectively. The limits of quantification (LoQs) were calcu-
lated by fitting a power fit function to the CVC vs. concentration curves. The
dashed line in Fig. 4.6(b) shows the precision profile of a flash lamp based
AQT analyzer constructed using the data taken from [67].
The LoBs are calculated to be in the range from 0.8 ng/L to 1.1 ng/L,
and the LoDs are in the range from 1.5 ng/L to 2.1 ng/L for the five LED
based instruments as shown in Table 4.5. We compare the calculated values
of the LoB and LoD to the data of the standard TnI assay measured in the
current platform AQT90 FLEX [67], where the reported experiment was per-
formed according to the CLSI EP17-A protocol [72]. The reported LoB was
4.3 ng/L, the LoD 9.5 ng/L, and the concentration that corresponded to the
CVC of 10% and 20% was 24 ng/L and 18 ng/L for WB, and 24 ng/L and 16
ng/L for plasma, respectively. In our experiment the LoB was improved by
a factor of 4.7 corresponding to the decreased background value. The LoD
was improved by factor of 5. However, it should be noted that our experi-
ments are preliminary in the sense that they do not contain the full required
number of replicates as recommended by [54].
In an automated immunoassay analyzer, the alignment of an optical unit
and a test cup takes places automatically for each cup, without any manual
correction. An imprecise alignment would result in an increased variation
of the measurements. Therefore, the alignment of the LED illumination
area positioning was tested in the following. A photosensitive paper was
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Figure 4.6: SNR (a) and CVC (b) of the five LED based IA instruments measured on
the TnI assay 1. The flash lamp CVC data is from [67].
Table 4.5: LoB, LoD and LoQ of the five LED based instruments measured on BSA-
TSA buffer based TnI samples with TnI assay 1 compared to the current
state-of-the art flash lamp based instrument.
BSA-TSA buffer based samples* Plasma/WB
Instrument 1 2 3 4 5 Radiometer
AQT90 FLEX
[67]
LoB, ng/L 0.8 0.9 1.1 0.8 1.0 4.3
LoD, ng/L 1.5 1.9 2.1 1.9 2.0 9.5 (plasma)
LoQ (CVC 20%), ng/L 1.9 2.5 3.3 2.7 2.4 18 (WB)
16 (plasma)
LoQ (CVC 10%), ng/L 5.8 6.9 8.4 7.3 6.8 24 (WB)
24 (plasma)
Averaged background 204 214 281 195 149
value µB, counts
Background standard 19 18 20 15 14
deviation σB, counts
*LOB determined on AB samples
placed inside 5 test cups, and the cups were then processed automatically
by the analyzer. Pictures taken after the processing are shown in Fig. 4.7.
The numbers indicate different positions in a process wheel. The pictures
demonstrated very good alignment of the LED based system inside an IA
analyzer. The illumination area was centered for all processed test cups.
4.4 measurement on high-sensitivity tni assay with the opti-
mized led based analyzer
In this section we present the results of the LED based instrument using the
research hsTnI assay (assay 2). The structure and description of the novel
assay are published in [69]. We ran nine BSA-TSA samples, four lithium hep-
arin (LiHep) plasma samples, five ethylenediaminetetraacetic acid (EDTA)
plasma samples and two serum samples. The concentration values and num-
ber of replicates for each level are shown in Table 4.6. The sample volume
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Figure 4.7: Alignment of a LED based optical unit and a test cup inside an analyzer.
Pictures are taken after processing in the IA analyzer with the optimized
LED based OU (system 2). The numbers indicate different process wheel
positions.
was 80 µL (increased compared to 35 µL used previously), the shaking speed
was increased by a factor of 2.5 to improve the chemical reaction efficiency.
Additionally, a parabolic shaped specular reflector was placed under the test
cup instead of a flat diffuse reflector. These changes were proven to make
a positive impact on the detected signal (unpublished data). The LoB is
calculated according to Eq. 2.14 based on the measurements of both BSA-
TSA and AB processed blank cups. The LoD is calculated according to Eq.
2.16 based on a combination of 1) low sample signals from the three low
level BSA-TSA samples, 2) estimated standard deviation from all BSA-TSA
samples, 3) the specific signal level (signal/concentration) of the plasma and
serum samples.
The LoD measured with the LED based instrument on plasma with the
hsTnI assay was 0.22 ng/L. The hsTnI assay showed a LoD of 0.67 ng/L
measured with the flash lamp based instrument and no hardware changes
compared to the AQT90 FLEX instrument. The CVC as a function of sample
concentration for the BSA-TSA and plasma samples is shown in Fig. 4.8,
measured on the hsTnI assay 2 using both the AQT90 FLEX instrument and
the optimized LED based instrument. The CVC was improved significantly
using the LED based OU. The obtained LoD of the LED based instrument is
improved by a factor of 3 compared to the LoD of the AQT90 FLEX instru-
ment, see Table 4.7.
Table 4.6: Samples used in the hsTnI assay 2 measurements.
Sample BSA-TSA
Concentration, ng/L 0.29 0.59 0.83 1.4 2.2 4.1 8.9 17 46
Number of replicates 10 10 10 10 5 5 5 5 5
Sample Lithium heparin (LiHep) plasma
Concentration, ng/L 0.64 1 1.8 9.3
Number of replicates 5 5 5 5
Sample EDTA plasma
Concentration, ng/L 0.8 1.1 0.62 8.4 0.23
Number of replicates 5 5 5 5 5
Sample Serum
Concentration, ng/L 0.77 12.4
Number of replicates 5 5
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Table 4.7: LoB and LoD measured with the LED based instrument and the flash
lamp based instrument (AQT90 FLEX) on the hsTnI assay 2.
Instrument LED based AQT90 FLEX (flash lamp based)
LoB, ng/L 0.12 0.35
LoD on plasma, ng/L 0.22 0.67
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Figure 4.8: CVC vs. concentration measured on BSA-TSA samples (a) and plasma
samples (b) with the LED based analyzer and the AQT90 FLEX analyzer
(flash lamp based instrument) with the research hsTnI assay 2.
In order to estimate the required LoD to fulfill the hsTn assay criteria dis-
cussed in Section 2.4, we use the data of a prototype hsTnI assay measured
with the Dimension Vista® 1500 System (Siemens Healthcare Diagnostics),
with the reported LoD of 0.8 ng/L and the 99th percentile value of 48 ng/L
[59]. The ratio between the 99th percentile and the LoD is 60, and measur-
able values of hsTnI were detected in 88% of the healthy reference cohort.
Using the 99th percentile value determined for the standard TnI assay of 26
ng/L for plasma, based on 298 plasma samples (152 female and 146 male)
[67], we estimate the required LoD to be 0.43 ng/L. The obtained LoD is
about a factor of two lower than this value. Based on the set arguments
above we expect that the obtained improvement will allow us to meet the
hsTnI criteria for PoC applications. The final proof will involve the determi-
nation of the 99th upper reference limit with the LED based instrument and
include a large study of the healthy reference population.
4.5 photobleaching study
As discussed in Section 2.2, photobleaching effects can impact fluorescence
measurements significantly. It is known that lanthanide based fluorophores
exhibit lower bleaching compared to organic fluorophores [10]. However,
no data on lanthanides photobleaching rates has been reported, to the au-
thors best knowledge. Therefore, photobleaching of the europium chelates
employed in the experiments, is investigated below.
The photobleaching study was performed on assays 1 and 2 with the op-
timized LED based test bench unit. The sample cups were exposed several
hundreds times in a row.
Figure 4.9 shows the normalized fluorescence signal of three test cups (K2,
K3 and K5) of the standard TnI (assay 1) as a function of excitation energy
and time, measured with system 1. The TnI concentration was 200 ng/L.
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Figure 4.9: Normalized fluorescence signal as a function of excitation energy and
time showing photobleaching, of: sample cups (K2, K3, K5) processed
with a concentration of 200 ng/L with standard TnI (assay 1); blank
cups processed with assay buffer (AB1-AB3); empty cup. Measured with
system 1. The data were fit to single exponential functions for the sample
cups and double exponential for the blank cups and the empty cup. Inset
figure: fluorescence signal of the sample cups decreasing with a number
of measurements (each measurement contains 1200 cycles).
The test cups were measured on a test bench setup with the LED current
of 1.5 A and the pulse widths of 400 µs, 200 µs, and 100 µs, thus different
pulse energies of 25.5 µJ, 12.5 µJ, and 6.4 µJ for the sample cups K2, K3 and
K5, respectively. The inset figure shows the normalized fluorescence signal
decreasing with number of measurements. Each measurement consisted
of 1200 cycles. The power density was 2.6 mW/mm2. In addition, the
normalized fluorescence signal of three blank cups (AB1-AB3), processed
with assay buffer, are shown. The blank cups were exposed to 25.5 µJ (AB1)
and 12.5 µJ (AB2, AB3). The empty cup was exposed to 25.5 µJ.
The measured data were fit to single exponential functions (the sample
cups) and double exponential functions (the blank cups and the empty cup).
We introduce bleaching time constants τb and bleaching energy density con-
stants jb. When a sample is exposed to a bleaching energy density, its flu-
orescence signal drops to 1/e, or approximately to 37% of the initial value.
The constants calculated for assay 1 are presented in Table 4.8. The sample
cups bleach at a rate of 171 s at the exposure level of 2.6 mW/mm2 (average
for K2, K3 and K5). The blank cups clearly exhibit double exponential de-
cay with one short bleaching rate of 2.3 s (average for AB1-AB3) and a long
bleaching rate approximately in the same range as for the sample cups, 235
s on average. The empty cup bleaching rate constants were not calculated
due to too varying data.
For the hsTnI assay (assay 2), the normalized fluorescence signal showing
photobleaching is shown in Fig. 4.10. The measured cups include sam-
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Table 4.8: Photobleaching rate constants of the sample cups with a TnI concentra-
tion of 200 ng/L (K2, K3, K5), the blank cups (AB1-AB3) obtained by
curve fitting for replicates measured with assay 1. The exposure level
corresponds to 2.6 mW/mm2 CW.
Assay 1. LQC2, 200 ng/L
K2 K3 K5 Average
τb1, s 158 164 190 171
95% CI [155; 162] [162; 166] [186; 194] [168; 174]
jb1, mJ/mm2 404.4 409.8 484.2 432.8
95% CI [395.8; 413.3] [404.0; 415.7] [474.8; 494.0] [425; 441]
Assay 1. Blank cups, 0 ng/L
AB1 AB2 AB3 Average
τb1, s 1.9 2.4 2.5 2.3
95% CI [1.2; 4.6] [1.4; 9.5] [1.5; 6.2] [1.4; 6.8]
τb2, s 168 303 233 235
95% CI [121; 278] [193; 709] [142; 644] [152; 544]
jb1, mJ/mm2 4.9 6.1 6.2 5.7
95% CI [3.1; 11.8] [3.5; 23.7] [3.8; 15.5] [3.5; 17]
jb2, mJ/mm2 429.5 757.2 581.6 589.4
95% CI [308.3; 708.1] [481.5; 1772.1] [355.2; 1604.0] [382; 1361.4]
Table 4.9: Photobleaching rate constants of test cups with a hsTnI concentration of
30 ng/L (LQC1), blank cup (AB) obtained by curve fitting for replicates
measured with assay 2.
LQC1 AB
jb1, mJ/mm2 17.7 2.0
95% CI [15.2; 21.1] [1.5; 3.2]
jb2, mJ/mm2 233.2 42.7
95% CI [226.2; 240.6] [30.7; 70.4]
ple cups with a concentration of 30 ng/L (LQC1), 200 ng/L (LQC2), and
a blank cup. The photobleaching constants are shown in Table 4.9. Firstly,
the samples with different concentrations exhibit very similar exponential
decay (light blue and dark blue), e.g. the photobleaching constants are in-
dependent of the analyte concentration. Secondly, the hsTnI assay samples
are photobleached faster than the standard troponin assay, probably due to
significantly better spectral overlap as discussed in Section 4.1 (see Table 4.2).
The exponential decays of assay 1 samples are shown for comparison (green
triangles). Thirdly, the blank cups processed with different assays exhibit
very different behaviour, compare magenta stars and red squares: the hsTnI
blank cups are bleached significantly faster. The reason behind is unknown.
Understanding of the photobleaching effects required further investigation.
The main conclusion of the photobleaching study is the following. The
excitation energy density of one measurement cycle is 0.31 mJ/mm2 (1000
pulses of 5.1 µJ), which is by two orders of magnitude below the smallest
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Figure 4.10: Normalized fluorescence signal as a function of excitation energy and
time showing photobleaching, of: sample cups with a concentration of
30 ng/L (LQC1) and 200 ng/L (LQC2), blank cup (AB) all processed
with hsTnI (assay 2); The data were fit to double exponential functions.
For comparison, the exponential decays measured with assay 1 are also
shown.
photobleaching constant, jb1 of 17.7 mJ/mm2, for assay 2 measured with
LQC1, see Table 4.9. For AB samples, the excitation energy density of one
measurement cycle is by an order of magnitude larger than the correspond-
ing photobleaching constant (2.0 mJ/mm2). For assay 1, the photobleaching
constants are even larger than for assay 2 (433 mJ/mm2 and 235 mJ/mm2,
averaged for LQC2 and AB cups, respectively, see Table 4.8). Therefore, the
photobleaching effects can be neglected in the measurements.
4.6 optimization of the led based optical unit
4.6.1 Background contributions analysis
The background and noise sources in an immunoassay detection system de-
termine the measurement performance, i.e. LoB and LoD, as discussed in
Section 2.3. Therefore, it is crucial to understand the main background con-
tributors. We discuss the background and noise sources in the following
model. The background contributions in a time-resolved fluoroimmunoas-
say system are the following:
Btotal = BOU +Bcup +Bchem +Bdark (4.2)
BOU is the background fluorescence from the optical unit (no temporal de-
pendence), Bcup is the fluorescence of an empty cup (with a decay time of
hundreds of µs), Bchem is the contribution originated from the non-specific
binding of the tracer antibodies with fluorescent markers to the inner walls
of the cup (with a decay time of the europium chelate of ms) and Bdark
is a temperature-dependent constant contribution from the detector (dark
counts of the photomultiplier tube (PMT). The background from the OU it-
self comes from autofluorescence of the employed materials and contamina-
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tion. The empty cup, i.e. polystyrene only, absorbs UV light [52], and there-
fore must emit unwanted light. Indeed, empty cups are known to exhibit
the background fluorescence with decay constants about 100 µs [42, 38]. A
blank cup, processed with a null concentration solution, contains the chemi-
cal layer of antibodies in the bottom, as discussed in Section 2.2. Therefore,
the background from a blank cup includes the fluorescence of polystyrene,
streptavidin coating, non-specific binding, and contamination, i.e. both Bcup
and Bchem. These sources are independent from the useful fluorescence sig-
nal. We distinguish between the background contributors that are depen-
dent on the optical system and excitation light and those which are inde-
pendent from it. The first three sources of the background depend on the
excitation light intensity, whereas the detector contribution is independent
of the excitation light but is a function of temperature. The PMT dark counts
are very low (less than 10 counts per second at 25◦C).
Correspondingly, we distinguish the following contributions to the noise
in the measurements:
N = Ns.shot +Nb.shot +Nc +Nl +Ni (4.3)
N represents variance, or squared standard deviation, andNs.shot is the shot
noise of the useful fluorescence signal, Nb.shot is the shot noise of the total
background defined in Eq. 4.2. The so far mentioned noise contributors refer
to the measurement on one test cup. The noise contributions Nc, Nl, Ni are
cup-to-cup, lot-to-lot and instrument-to-instrument variations, respectively.
These three noise contributions are not directly related to the background
contributions. The cup-to-cup variation can originate both from the varia-
tion of individual empty cups (Bcup), from the difference in the chemical
compositions of the cups (Bchem) and from the variation of cups process-
ing in the instrument (e.g. washing). The lot-to-lot variation is caused by
both Bcup and Bchem. The instrument-to-instrument variation includes the
variation of the background of the instrument (BOU) and the variation of
the optical component parameters in the OU. The noise contributions are
independent from each other and therefore additive. The dominating noise
source determines the signal-to-noise ratio of the measurements.
We first measure the background contributions on a test bench, thus ex-
cluding the noise sources of the lot-to-lot and instrument-to-instrument vari-
ations. We therefore aim to evaluate all background contributions in Eq. 4.2.
The measurements were performed with the LED based system 1 and com-
pared to the measurement with the flash lamp based system with the same
excitation pulse energy and number of cycles. The background of the OU
itself was measured with a light tight fixture made of black polyoxymethy-
lene (POM). The fixture is a closed volume without a test cup. All count
values below are given for the total time of measurement (777 pulses at a
repetition frequency of 250 Hz). For the LED based OU, system 1 the back-
ground from the unit itself measured with the black POM was 26±3 counts
(including the PMT dark counts), measured with an empty cup 57±5 counts,
and 73±12 counts when measured on the blank cups, see Fig. 4.11(b). The
average values and the standard deviations are calculated from the 10 repet-
itive measurements with the black POM and the empty cups; and from the
data of 15 replicates for the blank cups. The flash lamp based OU exhibits
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51±5 counts from the unit itself, 95±21 including the empty cup and 119±22
measured with the processed cup. The proportion of the four contributions
is approximately the same for the two light sources but the total background
level in the LED based unit is reduced by 39%. The points in Fig. 4.11(a) are
repetitive measurements performed on one black POM fixture (referred to
as OU) and the empty cups.
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Figure 4.11: The background contributions of the LED (system 1) and the flash lamp
based systems, a) the repetitive measurements of the OU itself, mea-
sured with the black POM closed volume fixture, and the empty cups;
b) differentiated background sources for the LED based (system 1 and
system 2) and the flash lamp excitation: the PMT dark counts, the op-
tical unit background, the empty cup (polystyrene only) and the blank
cup (processed cup with a null concentration, assay 1 and 2).
The background reduction when measured with the LED system 1 is par-
tially explained by several factors. Firstly, the LEDs emission spectrum is
narrower compared to the flash lamp spectrum and thus the spectral match
to the background excitation spectrum is worse. Secondly, the intensity of
the long-lived part of the background contributing to time gated measure-
ments depends on the excitation pulse width. With a longer pulse width,
the number of molecules emitting unwanted light is lower (see discussion
in Section 3.2 and Fig. 3.10) and it drops faster if the background lifetime
is shorter than the fluorophore lifetime. Finally, the amount of stray light is
reduced in the LED based unit due to the optical system and the absence
of reflectors in the excitation light path, in contrast to the flash lamp based
system.
The background contributions were also measured with LED system 2, see
Fig. 4.11(b). The optical unit background is 19±4 counts and is approxi-
mately as low as of the system 1. The empty cup background is 91±6 counts.
The blank cup signal, measured with assay 2, is 337±54 counts, which is
almost 5 times higher than that for the assay 1. The reason is that the assay
2 is more sensitive and has a larger spectral overlap with the LED spectrum,
compared to assay 1, see Table 4.2.
4.6.2 Optimization of the timing parameters of time-resolved fluorescence measure-
ments
In this optimization study we used the research hsTnI assay (assay 3) to
experimentally determine optimum timing parameters of the time-resolved
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detection of the europium chelates. Four LED based instruments were em-
ployed in the experiments, where the LED OUs were supplemented with a
parabolic shaped specular reflector. No other hardware changes were made
(normal sample volume, normal shaking speed). We ran a dilution series of
ternary troponin complex diluted in a BSA-TSA buffer with the concentra-
tions of 0; 0.25; 0.5; 1; 5; 30 ng/L. Here the blank samples were processed
with a BSA-TSA null concentration buffer.
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Figure 4.12: The fluorescence decays of empty cup (red), blank cup (green), and cup
processed with the sample of 0.25 ng/L with the hsTnI assay 3 (blue).
Table 4.10: Fluorescence decay lifetime constants of an empty cup and BSA-TSA
samples with a TnI concentration of 0 ng/L (blank cup), 0.25 ng/L and
30 ng/L obtained by curve fitting for the replicates measured on one
instrument.
Empty cup Blank cup BSA-TSA BSA-TSA
(BSA-TSA + 0.25 ng/L + 30ng/L
+ 0 ng/L TnI) TnI TnI
Decay 155.6 (84.1) 124.0 (43.6) 128.6 (42.8) 1168.1 (8.8)
constant(s)*, µs 1049.6 (168.1) 1108.0 (142.7)
Replicates 16 32 32 8
*Average (std. dev.)
We have analyzed the decay time constants of empty cups (polystyrene
only), blank cups (processed with BSA-TSA with null concentration), low
concentration sample of 0.25 ng/L and high concentration sample of 30
ng/L. The data is averaged for 16 replicates for the empty cup, 32 repli-
cates of the blank cup and the 0.25 ng/L sample, and for 8 replicates using
30 ng/L. The 16 replicates of the empty cups showed the variation CV of
10.7% of detected counts. We fitted a single exponential function to all repli-
cates and obtained an average lifetime fluorescence decay of 155.6 µs with a
standard deviation of 84.1 µs (CV 54.0%) with added constant background
from the optical unit as shown in Fig. 4.12 (red curve) and Table 4.10. The
constant term is calculated to be 23.4±4.0 counts. The blank cup which in-
cludes the chemical immunocomplexes before the processing, exhibits dou-
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ble exponential fluorescence decay with time constants of 124.0±43.6 µs and
1049.6±168.1 µs. We believe that the short fluorescence decay of 124.0 µs
comes from the empty cup and that the long decay is caused by the non-
specific binding of tracer antibodies (with europium chelate attached) to the
inner walls of the cup. However, due to high variation of the empty and
blank cups the fitting data should be interpreted with caution. The decay
curve of the cup processed with a low concentration sample of 0.25 ng/L
shows the same double exponential behaviour. The cup processed with the
high concentration sample of 30 ng/L shows only a single long lifetime ex-
ponential decay of 1168.1±8.8 µs because the europium fluorescence decay
dominates the signal.
Table 4.11: Statistical data measured on four instruments with the hsTnI assay 3.
BSA-TSA + 0 ng/L TnI BSA-TSA + 0.25 ng/L TnI
Inst. Averaged Standard CVS, % Averaged Standard CVS, %
signal, deviation, signal, deviation,
counts counts counts counts
6 1128 56 4.9 1510 56 3.7
7 1441 82 5.7 1866 67 3.6
8 1410 57 4.0 1862 67 3.5
9 1306 82 6.2 1850 125 6.7
Average 1320 142 10.7 1773 172 9.7
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Figure 4.13: SNR calculated for four LED based instruments measured on BSA-TSA
samples with a TnI concentration of 0.25 ng/L as a function of the
timing parameters: t1 as pre-delay time (i.e. time after the end of the
excitation pulse before the measurement), and t2 as duration of the
measurement time window.
Table 4.11 presents statistical data for the blank cups and the sample cups
with a concentration of 0.25 ng/L for four LED based instruments measured
on the hsTnI assay 3. The cup-to-cup variation of the blank cups, measured
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Figure 4.14: SNR calculated for four LED based instruments with the currently em-
ployed settings with the pre-delay time of 400 µs and the measurement
window duration of 400 µs, measured on BSA-TSA samples with the
novel hsTnI assay 3. The black star points represent the average value
for the LED based instruments measured on the standard TnI assay 1.
on one instrument, does not exceed 10% for all four instruments. However,
the instrument-to-instrument variation is 10.7%. For the sample cups with
a concentration of 0.25 ng/L, the variation between the instruments is also
larger than the cup-to-cup variations. In the following, we average the data
for the cup replicates but present the instruments separately, thus only the
cup-to-cup variations are present.
The optimal timing parameters such as pre-delay time, i.e. the time be-
tween the end of the excitation pulse and the measurement window, and
the duration of the measurement time are determined by the fluorescence
decay constants of the europium chelate and the background noise in the
system. In the following, we analyze the impact of these timing parameters
on the SNR as shown in Fig. 4.13 for a concentration of 0.25 ng/L, where t1
is the pre-delay time and t2 refers to the duration of the measurement. The
optimum pre-delay time has to be longer than the decay time of the short
fluorescent cup background signal (see Table 4.10), i.e. 300-400 µs after the
excitation pulse. The longer measurement window improves the SNR due
to higher signal. At high concentrations such as 30 ng/L the impact of the
timing parameters is not evident due to the high europium signal, however,
at low concentrations the SNR is improved as suggested. The data contains
the cup variation as described above. The noise of the measurement and the
SNR are dominated by the cup-to-cup variation as explained in the follow-
ing. With one set of cups as presented here, division of the replicates into
two equal sized groups, a calculation of the SNR for the two groups lead
to slightly different results, where the behaviour of the SNR is not necessar-
ily maintained. This confirms the conclusion that the cup-to-cup variation
is larger than the effect of timing parameters on the SNR. Correspondingly,
when increasing the excitation energy the improvement is not obtained be-
cause the cup-to-cup noise contribution dominates over the shot noise.
The SNR calculated for the LED based instruments configured with the
standard timing parameters (pre-delay of 400 µs and measurement window
of 400 µs) is shown in Fig. 4.14. The SNR is improved for the hsTnI as-
say 3 compared to the TnI assay 1 when measured with the LED based
instruments, compared to Fig. 4.6. The SNR generally improves at lower
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Figure 4.15: LoD calculated for four LED based instruments as a function of the
pre-delay time t1 and the duration of the measurement time window
t2.
concentrations. However, at a concentration of 30 ng/L the improvement is
not seen supposedly due to high cup-to-cup variations.
The LoD was calculated according to Eq. 2.16 from the samples with low
concentrations of 0.25; 0.5; 1 ng/L as shown in Fig. 4.15. The LoD is in the
range of 0.8-1.2 ng/L and is optimum for the longer pre-delay time and the
longer measurement time as discussed above. However, it did not exhibit a
strong dependence on the parameters, excluding the case with the shortest
both pre-delay time and measurement window. The LoD is higher than that
obtained in Section 4.4, probably because the experiment was performed on
the BSA-TSA samples, with the slightly different hsTnI assay 3 (two tracer
antibodies vs. one tracer antibody) and without the two mentioned platform
changes: larger sampling volume and accelerated shaking.
4.7 conclusion
For the first time to our knowledge, a time-resolved fluorescence system
based on a 340 nm LED was successfully employed for immunoassays de-
tection. With system 1, a test with real immunoassay samples of the cardiac
marker TnI (200 ng/L), showed comparable SNR for the LED and the Xenon
flash lamp, respectively, for the same excitation pulse energy. A SNR of 35
(measurement time 3 s), equal to that of the flash lamp system, was obtained
without overdriving the LED. The SNR can be further improved by increas-
ing the LED current. Moreover, for constant excitation energy, the SNR can
be improved by reducing the illumination area, having shorter excitation
pulse width and shorter delay time, and possibly better spectral match with
the europium chelate excitation spectrum. The signal-to-background was
improved significantly when excited by the LED, expectedly due to the ab-
sence of the flash lamps afterglow and narrower emission spectrum of the
LED.
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With system 2, we have tested a novel LED excitation based immunoassay
instrument intended for PoC use. The laboratory tests were performed with
a standard TnI assay (assay 1) and a research prototype hsTnI assay (assay 2).
The LoD was improved by a factor of 5, from 9.5 ng/L to 1.9 ng/L, for the
standard TnI assay when measured with the LED based instrument, signif-
icantly outperforming the state-of-the-art flash lamp OU based instrument.
The improvement was achieved primarily by optimizing the overlap between
the UV illumination area and the chemically active area where the immuno-
complexes are located. Including the LEDs small footprint, cheaper price,
better efficiency and heat dissipation, we conclude that UV LEDs will likely
soon replace Xenon flash lamp excitation in immunoassays time-resolved
detection systems based on long lifetime fluorophores.
In the implementation of the novel research hsTnI assay with the LED
based instrument we have obtained a detection limit of 0.22 ng/L measured
on plasma, showing an improvement by a factor of 3 compared to the flash
lamp based instrument. Using data for an existing hsTnI assay from an ex-
ternal manufacturer, we estimated the required value of LoD to be 0.43 ng/L
in order to meet the hsTnI criteria. The combination of the LED excitation
and the prototype hsTnI assay enabled the LoD of 0.22 ng/L, which is 49%
below the estimated requirement. We believe our preliminary results are an
important step in the development of the hsTnI assay in PoC testing and
that the hsTnI criteria will soon be documented in PoC systems using LED
excitation, ultimately leading to more accurate interpretation of clinical tests
and earlier diagnosis and rule-out of acute myocardial infarction (AMI).
We suggested a model which includes the background and noise contri-
butions to describe immunoassay detection. The model can be generally
applied to lanthanide-based heterogeneous time-resolved fluoroimmunoas-
says. We showed that the temporal decay of the background in the system
includes two exponential terms. We performed an optimization analysis of
the LED based fluorescence immunoassay measurement system. The SNR
can be improved by choosing the optimal pre-delay time to largely match
that of the short background decay time (about hundreds of µs), whereas
the long lifetime decay term originating from the non-specific binding of the
tracer antibodies to the cups inner walls cannot be filtered. We also demon-
strate that the cup-to-cup variation is a dominating noise contributor that is
limiting the instrument performance. We analyzed and explained the SNR
and S/B behaviour when the cup-to-cup variation is absent.
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PA S S I V E LY Q - S W I T C H E D S O L I D S TAT E U V L A S E R
The objective of this part of the project is to develop a low repetition rate
UV solid state laser emitting at 343 nm with sufficient pulse energy. The
developed laser benefits from passive Q-switching operation, resulting in
high energy pulses at low and at the same time controllable repetition rate.
No active components and complex electronics are involved. The 343 nm
laser is obtained by the third harmonic generation of a passively Q-switched
Yb:YAG laser emitting at 1030 nm. The following two chapters are based
on the developed UV laser source. In this chapter, the developed Yb:YAG
laser, and consequently cascaded nonlinear conversion are discussed. In the
next chapter, the results of the laser-induced fluorescence measurements of
immunoassays are discussed.
5.1 passively q-switched solid state yb :yag laser at 1030 nm
5.1.1 Yb:YAG laser medium
The Yb:YAG laser medium energy diagram is shown schematically in Fig.
5.1. A Yb3+ ion has two Stark splitted manifolds: the ground 2F7/2 state
with four sub-levels, and the excited 2F5/2 with three sub-levels. Because
the lower energy states are very close to the ground state, the laser medium
operates as a quasi-three-level laser. It can be pumped at the absorption
bands of 940 nm or 968 nm. The absorption coefficient at 968 nm is higher,
however the absorption spectrum bandwidth is significantly more narrow
at this wavelength compared to the absorption band at 940 nm [73]. The
Yb:YAG medium has a long upper level fluorescence lifetime (951 µs), large
gain bandwidth, and low quantum defect. The long upper state lifetime
potentially allows for storage of high energy and is especially beneficial for
a quasi-three-level laser. The upper state lifetime is about four times longer
than that of a Nd:YAG laser medium and the absorption bandwidth at 940
nm is 5 times wider than that for 808 nm of a Nd:YAG laser medium. The
quantum defect for the absorption at 940 nm is by a factor of 3 smaller
compared to that of Nd:YAG, i.e. 0.09 versus 0.32.
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Figure 5.1: Schematic energy diagram of a Yb:YAG laser medium.
53
54 passively q-switched solid state uv laser
As previously mentioned, the energy diagram forms a quasi-three-level
system. At room temperature, the lower states are populated, which causes
the reabsorption of the laser emission and therefore reduces the laser gain.
Thus, the population inversion is difficult to obtain which results in a high
lasing threshold. The lasing transitions include 1024 nm, 1030 nm, and 1048
nm and terminate at different lower levels. In contrast to four-level lasers,
the emission wavelength and the gain bandwidth depend on the excitation
level and thus on the doping level and the cavity loss. The Boltzmann oc-
cupation factor of the lower level for the transition at 1030 nm is 0.046 at
the room temperature. The thermal population of the lower level causes the
reabsorption of the laser wavelength and therefore net population inversion
is not easily obtained under low pump power. The Boltzmann occupation
factor of the lower level of the transition at 1048 nm is 0.02. Thus, lasing
at 1048 nm can be observed under low pump power. Moreover, a change
of the cavity loss can result in a different laser wavelength. Although the
emission cross-section is higher at 1030 nm than at 1048 nm, for low cavity
loss, 1048 nm operation is favoured by the quasi-three-level nature (strong
reabsorption at 1030 nm). In literature, a laser operation at 1050 nm [74], a
dual wavelength laser at 1030 and 1049 nm [75], and a tunable laser in the
range of 1023-1054 nm [76] were reported. The thermal load of the quasi-
three-level structure limits the laser efficiency. However, the energy diagram
of Yb:YAG medium also exhibits a few advantages. Firstly, the quantum
defect is low, 0.087. Secondly, since there are no higher-lying energy levels,
the problems of excited-state absorption and upconversion are eliminated.
For a laser medium operating as a quasi-three-level laser, it is critical to
maintain the laser crystal temperature as low as possible. With higher tem-
perature, the population of the lower laser levels increases, leading to in-
creased reabsorption and thus reduction of the population inversion. More-
over, to mitigate the effect of the thermal lensing, it is critical to have good
thermal contact between the laser crystal and the mount. The aspects of
different mounting options have been investigated in [77].
Yb:YAG lasers have most often been pumped at 940 nm, although Yb:YAG
lasers pumped at 968 nm have also been reported [78]. The potential reason
is the lack of diode lasers at 968 nm compared to that at 940 nm and the
difference in the absorption bandwidth.
5.1.2 CW operation
During the development and characterization of the Yb:YAG laser, a few
conclusions were made regarding the laser operation which are not directly
related to the objective of the thesis. Therefore, these results are reported in
Appendix A.3 and only briefly discussed here.
In this work, the Yb:YAG laser is pumped at the 940 nm absorption band.
The broad absorption band at 940 nm of the Yb:YAG medium conveniently
absorbs possible wavelength fluctuations of the pump laser diode. Even
though the central wavelength of the laser diode often varies in the range
from 935 nm to 945 nm, it is not beneficial to temperature tune the pump
diode spectrum. The decrease of the diode output power with increased
temperature dominates over the temperature compensated spectrum of the
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diode. For our experiments, the shifted pump wavelength is therefore ac-
cepted. This point will be discussed in more details later.
As discussed above, in a quasi-three-level laser the emission wavelength
depends on the losses in the cavity. Thus, in a standard cavity the emission
wavelength is a function of the output coupler reflection. In a continuous
wave (CW) mode, the laser operates at 1058 nm, 1048 nm, and 1030 nm with
the output coupler (OC) reflection of 0.998, 0.98 and 0.9, respectively. All
OCs are curved mirrors with a radius of curvature (ROC) of 100 mm. The
pump beam diameter is 210 µm in the laser crystal (LC). The slope efficiency
and threshold as a function of the OC reflection are shown in Fig. A.3. With
the OC reflection lower than 0.9, the laser operates at 1030 nm. The power
output is 1.7 W and 0.8 W for OC reflections of 0.98 and 0.9, respectively, at
an incident pump power of 7.4 W. The cavity length is 30 mm. With the OCs
being plane mirrors with a reflection of 0.6, 0.7, and 0.8, the output power
reaches 2.1 W, 2.1 W, and 1.9 W, respectively, at an incident pump power of
9.1 W. The cavity length is in this case 20 mm. The slope efficiency is 0.43,
0.43, and 0.39, and the lasing threshold is 3.0 W, 2.98 W, and 2.94 W for the
OC reflection of 0.6, 0.7, and 0.8, respectively, with a cavity length of 15.5
mm. The slope efficiency and threshold as a function of the cavity length
are shown in Fig. A.4. The nonsaturable intracavity round-trip dissipative
optical loss is experimentally determined to be 3%.
The cavity was first built with a magnification of the pump lens focus-
ing system of −2, resulting in the pump mode diameter of 210 µm in the
laser crystal. The pump magnification was later increased to −3.33, cor-
responding to the pump mode diameter of 349.7 µm in the laser crystal.
This was done due to damage of the saturable absorber (SA) crystals, which
will be thoroughly discussed later. Correspondingly, the pump diameter
is increased by a factor of 1.7, and consequently, the pump mode area is
increased by a factor of 2.8.
With a pump mode diameter of 349.7 µm, an output power up to 0.5 W
at an incident pump power of 8.3 W is obtained with an OC reflection of 0.8
(cavity length of 13 mm) and 0.9 (cavity length 30 mm). The slope efficiency
is 0.20 and 0.21, and the lasing threshold is 5.7 W and 5.9 W for an OC
reflection of 0.8 and 0.9, respectively. Compared to a pump magnification
of −2, the slope efficiency decreased and the threshold increased nearly by
a factor of 2 for the OC reflection of 0.8 (with the magnification of 2 it is
0.39 and 2.9 W, respectively). The CW operation with an OC reflection lower
than 0.8 could not be obtained due to even higher lasing threshold, resulting
in overheating of the laser crystal. It has been demonstrated that as small as
possible pump mode volume is preferred even in a quasi-three-level system
[79].
For the sake of compactness, following notations are introduced in this
chapter. An OC with a reflection of 80% is denoted as R0.8 (R for reflec-
tion and 0.8 is the partial reflection). A pump lens focusing system with a
magnification of −2 is denoted as M2 (M for magnification).
5.1.3 Thermal lens analysis
In a plane-parallel cavity, the combination of the thermal lens and the soft
Gaussian aperture in the laser crystal determines the optical axis and the
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laser mode size. Therefore, the thermal lens defines the stability of the laser
operation and the laser mode size. We aim to investigate the thermal lensing
in a Yb:YAG laser in the following.
The Yb:YAG laser medium has a positive thermo-optic coefficient which
forms a positive thermal lens. The focal length of the thermal lens depends
on the pump power and also on the intracavity laser power. We calculate the
focal length theoretically and determine it experimentally in the following.
The focal length of a thermal lens fth is calculated as:
fth =
2kA
dn
dT Pth
(5.1)
where k is the thermal conductivity, A is the area of the pump mode in
the laser crystal, dndT is the thermo-optic coefficient, and Pth is the thermal
power dissipated in the laser crystal. The thermal conductivity is 7.5
W
m ·K ,
determined for 10%Yb:YAG in [80], and dndT is 9.86
−6 K−1 [81]. It should
be noted that the exact material parameters are unknown thus introducing
uncertainty in the calculations.
Besides the unknown material parameters, the thermal power is not easily
determined. The thermal power is a fraction of the absorbed pump power,
Pabs: Pth = ηh · Pabs, where ηth is the fractional thermal load. The latter is
defined as:
ηh = 1− ηp
[
(1− ηl)ηr
λp
λf
+ ηl
λp
λl
]
(5.2)
where ηp is the pump extraction efficiency, ηl is the laser extraction effi-
ciency, ηr is the radiative quantum efficiency, λp and λl is the pump and
laser wavelength, respectively. λf is the fluorescence wavelength and is equal
to 1007 nm [82]. The radiative quantum efficiency ηr is
ηr =
τnr
τnr + τLC
(5.3)
where τnr is the nonradiative lifetime and τLC is the upper state lifetime.
ηr was experimentally determined in [82] to be 0.7, then the nonradiative
lifetime is calculated to be 2.2 ms.
In some literature the fractional thermal load is defined to be equal to the
quantum defect ηq of the laser medium which is equal to 0.09 for Yb:YAG.
However, this is only the case when both the pump efficiency, ηp, and the
laser extraction efficiency, ηl, are equal to 1. The fractional thermal load
is then ηth = 1 − λlλp . In most cases, when measured experimentally, the
fraction of the absorbed pump power is higher than defined by the quantum
defect due to laser extraction efficiency, ηl being smaller than 1. Therefore,
in the following we aim to investigate the dependence of the thermal lens
focal length on the laser extraction efficiency.
The laser extraction efficiency is defined as [83]:
ηl =
Qstim
Qstim +Qspont +Qnr
(5.4)
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Figure 5.2: a) The laser extraction efficiency ηl as a function of the intracavity laser
intensity Il, calculated considering the reabsorption at the lasing wave-
length (blue and yellow curves) and neglecting the reabsorption (red
curve); b) fractional thermal load ηh as a function of the laser extraction
efficiency.
where Qstim is the stimulated emission rate, Qspont is the spontaneous
emission rate and Qnr is the nonradiative relaxation rate. Qstim is defined
by the number of the stimulated photons emitted when an excited atom
decayed from level 2, minus the number of the reabsorbed photons by the
atoms in level 1: Qstim = σeN2Il − σaN1Il, where Il is the intracavity in-
tensity expressed in photons·s−1cm−2, σa is the absorption cross-section at
the lasing wavelength, σe is the emission cross-section at the lasing wave-
length, N2 and N1 are the population of the upper and lower laser levels,
respectively. In turn, Qspont and Qnr are defined as the number of photons
spontaneously emitted and nonradiatively decayed from the level 2, respec-
tively: Qspont = N2τLC and Qnr =
N2
τnr
. Combining the definitions into Eq. 5.4,
one obtains:
ηl =
Il
[
(σa + σe)
N2
N − σa
]
Il
[
(σa + σe)
N2
N − σa
]
+ N2N·τLC +
N2
N·τnr
(5.5)
where N is the total population (N = N1 +N2). We use the theory for
the quasi-three-level laser operation given in [84] in order to calculate the
fraction of the upper laser level population N2N in the steady state:
N2
N
=
σapIp + σaIl
(σep + σap)Ip + (σe + σa)Il +
1
τLC
(5.6)
where σap is the absorption cross-section at the pump wavelength, Ip is
the intracavity pump intensity, and σep is the emission cross-section at the
pump wavelength.
Eq. 5.5 takes into account the reabsorbtion at the laser wavelength, as
described. When the reabsorption of the laser wavelength is neglected, as in
the case of a four-level laser (σaN1  σeN2), Eq. 5.5 is simplified to:
ηl =
σeIl
σeIl +
1
ηrτLC
(5.7)
Both Eq. 5.5 and Eq. 5.7 describe the laser extraction efficiency which
depends on the intracavity laser intensity Il. In the following, the impact of
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Figure 5.3: Beam waist and focal length of the thermal lens as a function of absorbed
pump power for an output coupler reflection of 0.6 and 0.7 and cavity
lengths of 20.0 mm (a) and 15.5 mm (b), respectively. The pump diameter
is 210 µm (M2) or 349.7 µm (M3.33).
*Fractional thermal load from [85].
the reabsorption in a quasi-three-level laser is demonstrated. Figure 5.2(a)
shows the laser extraction efficiency as a function of the intracavity laser
intensity, calculated considering the reabsorption at the lasing wavelength
(yellow and blue curves) and neglecting the reabsorption (red). The pump
extraction efficiency ηp is assumed to be 1. The parameters used in the cal-
culation are given in Table 5.1. The higher the intracavity laser intensity, the
closer the laser extraction efficiency to 1. ηl decreases due to reabsorption
and also depends on the pump mode size and the pump power, decreasing
with larger pump mode size. The linear dependence of the fractional ther-
mal load on the laser extraction efficiency is shown in Figure 5.2(b). The
smaller the laser extraction efficiency, the larger the fractional thermal load
is, resulting in the stronger thermal lens. Therefore, it is beneficial to operate
several times above the lasing threshold, where the laser extraction efficiency
is closer to 1 and the fractional thermal load approaches the quantum defect
limit. The reabsorbtion loss should not be neglected for a quasi-three-level
laser. Several values of the fractional thermal load have been reported in
literature: 0.18 [80], 0.11 [85].
f th M2M1 
L1 L2 
w0w1
Figure 5.4: A
plane-parallel cav-
ity with a thermal
lens.
In the following, we first calculate the beam waist and the focal length of
the thermal lens theoretically, using the plane-parallel resonator geometry
with an intracavity lens, and then measure the values experimentally. The
theory of the plane-parallel laser geometry can be found in [86]. The beam
waist and the focal length of the thermal lens as a function of the absorbed
pump power are plotted in Fig. 5.3 (solid lines). These are calculated with Eq.
5.1 assuming the plane-parallel resonator geometry with an intracavity lens
with the focal length fth, as shown in Fig. 5.4. The values were calculated
with the fractional thermal load equal to the quantum defect (denoted as
ηq in the figure) and the fractional thermal load reported by Fan [85]. The
values are calculated for both a pump mode diameter of 210 µm and 349.7
µm, and for a cavity length of 20 mm (a) and 15.5 mm (b), respectively.
Firstly, as seen comparing the lines for M2 and M3.33, the larger pump beam
area results in larger laser beam waist, or weaker thermal lens. This result is
obtained assuming that the fractional thermal load ηh in Eq. 5.1 is constant.
However, this is not the case as will be discussed in the next paragraph.
Secondly, with the shorter cavity length, the beam waist is smaller. Finally,
larger values of the fractional thermal load ηh (yellow and purple) result
in the smaller beam waist size. Even a relatively small difference of the
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fractional thermal load used, e.g. 0.09 vs. 0.11 [85], results in a significant
(tens of µm) change of the beam waist size. The largest beam waist for a
given cavity, pump power and pump diameter, is limited by the quantum
defect.
In the next step, we aim to determine the focal length of the thermal lens
experimentally. The beam size is measured with a beam scanner at several z
positions. From the far-field divergence angle, the beam waist is determined,
which is located at the OC in a plane-parallel cavity. We calculate the cavity
parameters of the plane-parallel cavity with a thermal lens located in the
laser crystal [86], as shown in Fig. 5.4. When the beam size w0 is known,
the focal length of the thermal lens fth is calculated by solving the following
equation [86]:[
w20pi · (fth − L1)
λlL · (fth − L2)
]2
=
f2th(fth − L1)
(fth − L2) · (f2th − [fth − L2] · [fth − L1])
(5.8)
where w0 is the measured beam waist, L1 and L2 are the distances between
the first plane mirrorM1 and the thermal lens, and between the thermal lens
and the second plane mirror M2, respectively, λl is the lasing wavelength,
and L is the total distance, L = L1+ L2.
The experimentally determined beam waist and the focal length of the
thermal lens, calculated with Eq. 5.8, are shown in Fig. 5.3 as a function
of the absorbed pump power for a cavity length of 20 mm (a) and 15.5 mm
(b). The data is obtained in CW operation under continuous pumping. The
absorbed pump power is determined under non-lasing conditions. Firstly,
the beam waist decreases with both increased pump power and decreased
cavity length, as expected. Secondly, the beam waist decreased with the
lower output coupler reflection (compare R0.8 and R0.7), because in the latter
case the intracavity laser density is lower for the same pump power and
the threshold is higher, so that the laser operating point is closer to the
threshold. Thus, the laser extraction efficiency decreases, and the fractional
thermal load is higher, resulting in the stronger thermal lens. The beam
waist decreases from 130 µm to 125 µm for an OC of R0.8, and from 127 µm
to 117 µm for an OC of R0.7, for absorbed pump power in the range from 3.5
W to 6.0 W (cavity length of 20 mm). This corresponds to the thermal lens
focal length ranging from 145 mm to 130 mm for an OC of R0.8 and from 140
mm to 108 mm for an OC of R0.7, in the same range of the absorbed pump
power. Thirdly, the measured values for M2 are larger than calculated, which
is not possible because the largest beam waist is determined by the quantum
defect limit and cannot be larger. Therefore, the material parameters (k and
dn
dT in Eq. 5.1) are not precise. It is not trivial to determine analytically the
absolute value of the thermal lens focal length due to the uncertainty of the
material parameters. Fourthly, for the larger pump mode volume, M3.33,
the measured beam waist does not increase as Eq. 5.1 dictates, but is in the
same range as with M2. This is likely due to the larger thermal load for
the larger pump size, as predicted in Fig. 5.2(a). The increased pump mode
volume impacts the laser extraction efficiency significantly, resulting in the
higher thermal load at the same pump power.
To conclude, although a Yb:YAG crystal is often cited for its small quan-
tum defect resulting in smaller heating issues, however one should take into
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consideration the increased thermal load due to the reabsorbtion and the
nonradiative sites. The fractional thermal load can deviate from the quan-
tum defect significantly. One should not assume the fractional thermal load
to be constant when varying the pump mode size or pump power. This will
result in a misleading calculation of the focal length of the thermal lens.
5.1.4 Q-switched operation
The passive Q-switched laser operation is obtained with a Cr4+:YAG crystal
as SA, which is selected due to the advantages such as low cost, relatively
high damage threshold, and simplicity.
Passively Q-switched Yb:YAG lasers have been reported as both bulk lasers
and microchip lasers, the latter being either in a standard resonator con-
figuration (external) or in a microchip resonator configuration. However,
high-power Yb:YAG lasers are mostly designed as composite microchip res-
onators [28]. They have high repetition frequency, high pulse energy, short
cavity length, thus short pulse width and high peak power. Often the mi-
crochip laser crystals are grown to have an undoped Yb region in the front
part of the crystal to overcome the mechanical surface deformation of the
laser crystal due to the thermal effect, and to mitigate the thermal lensing
effect. The Yb:YAG and Cr4+:YAG crystals can be diffusion-bonded and
have the same crystal orientation, at the same time forcing a linearly polar-
ized output. The air gap between a laser crystal and a SA in a bulk laser
significantly affects the laser performance [87].
In this work, a bulk passively Q-switched laser is developed. The bulk
design was preferred due to its flexibility, i.e. easy replacement of the com-
ponents. Moreover, diffusion-bonded composite crystals are considerably
more expensive.
5.1.4.1 Experimental setup
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Figure 5.5: a) Experimental setup of the passively Q-switched Yb:YAG laser; b) ab-
sorption coefficient of the laser crystal at 940 nm as a function of ab-
sorbed pump power, measured under non-lasing conditions; c) the ratio
of transmitted and incident pump power as a function of the laser diode
temperature; d) photograph of the Q-switched laser.
The experimental setup of the passively Q-switched laser is shown schemat-
ically in Fig. 5.5(a) and as a photograph in Fig. 5.5(d). The pump diode
(LD) is manufactured by Lumentum Operations LLC with a specified center
wavelength of 940 nm. The fiber has a core diameter is 105 µm, a NA of
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Table 5.1: Parameters of the passively Q-switched laser employing Yb:YAG as LC
and Cr4+:YAG as SA: absorption cross-section of ground and excited
state of SA (σgSA and σgSA), excited-state lifetime of SA and LC (τSA
and τLC), stimulated emission and absorption cross-section of LC at 1030
nm (σe and σa), absorption coefficient of LC at 940 nm (α), length of
LC (dl), nonsaturable intracavity round-trip dissipative optical loss (L),
absorption and emission cross-section of LC at 940 nm (σap and σep),
averaged fluorescence wavelength (λf), radiative quantum efficiency (ηr),
reflectivity of output coupler (R), cavity length (lc), diameter of the pump
beam in LC (dp), inversion reduction factor (γ), and nonradiative lifetime
(τnr).
Parameter Value Ref. Parameter Value Ref.
σgSA, cm2 3.2 · 10−18 [81] σe, cm2 2.3 · 10−20 [81]
σeSA, cm2 4.5 · 10−19 [81] σa, cm2 0.1·10−20 [73]
τSA, µs 3.4 [81] dl, mm 3
τLC, µs 951 [81] R 0.6
α, cm−1 (10 at.%) 6 Meas. lc, mm 13
L 0.03 Meas. dp, µm 210/349.7
σap, cm2 7.7 · 10−21 [81] γ 2
λf, nm 1007 [82] τnr, ms 2.2 [82]
ηr 0.7 [82] σep, cm2 0.07 · 10−20 [73]
0.15 and a power output of up to 10.6 W. The laser diode is operated at a
constant temperature of 18◦C. The light emitted from the pump diode is fo-
cused into the laser crystal with a magnification of either −2 or −3.33 (lens
system L1), resulting in a pump beam diameter of 210 µm or 350 µm, respec-
tively. The laser crystal (10%Yb:YAG) is manufactured by Castech Inc. and
has a transverse dimension of 5x5 mm2 and a thickness of 3 mm. The laser
crystal is wrapped in indium foil to improve the thermal conductivity at the
interface between the crystal and the heat sink. The laser crystal is coated:
HR@1030 nm and HT@940 nm at the front surface facing the pump diode
and AR@1030 nm at the intracavity surface. A temperature controller keeps
the temperature of the laser crystal fixed at 15◦C. For a quasi-three-level gain
medium the temperature is highly relevant to control, as the population of
the lower laser level increases with temperature thus reducing the laser ef-
ficiency. A Cr4+:YAG crystal is employed as a saturable absorber enforcing
Q-switched operation of the laser. The saturable absorber is placed approx-
imately 6 mm after the laser crystal at Brewsters angle to enforce a linearly
polarized light output. The OC is a partially reflective plane mirror. The
cavity length is in total 13 mm (optical length).
A summary of the laser parameters is given in Table 5.1. The length of the
Yb:YAG crystal is chosen so that it absorbs a minimum of 95% at 940 nm.
The density of laser active ions for 10% doping is calculated to be 1.37·1021
cm−3. The absorption coefficient is determined experimentally under non-
lasing conditions and is in the range from 0.53 mm−1 to 0.74 mm−1 for an
incident pump power ranging from 1.77 W to 10.63 W, see Fig. 5.5(b). The
central wavelength of the laser diode at room temperature is below 940 nm,
but can be temperature tuned to reach 940 nm. Figure 5.5(c) shows the ratio
of the transmitted pump power to the incident pump power as a function of
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the laser diode temperature at constant laser diode current. At a current of
2 A, the ratio decreases with the laser diode temperature due to the spectral
tuning. The central wavelength also depends on the laser diode current.
There are two competing effects: firstly, the junction temperature increases
with higher current, thus increasing the central wavelength, and secondly,
increase in the electron density at the junction with higher current, thus
decreasing the wavelength. Usually, the thermal effect dominates, resulting
in longer wavelength with increasing the current. Thus, the normalized
transmitted power is smaller at 10 A, compared to 2 A. Then, at the current
of 10 A, the ratio of the transmitted power does not decrease significantly as
at 2 A. In addition to that, the power output of a laser diode decreases with
higher operating temperature. Therefore, in out system it is not beneficial
to temperature tune the spectrum at a smaller current. In contrast, at higher
current, the central wavelength of the laser diode increases, so temperature
tuning is not needed.
The parameters of the employed SA crystals are discussed separately in
in the following section.
5.1.4.2 Saturable absorbers
The summary of the SA crystals employed for Q-switching in this work is
shown in Table 5.2. The reason of the variety of employed SAs is the ob-
served damage of the SAs, which is thoroughly discussed below. The total
population density of the SA, Ns0 is calculated from the small signal trans-
mission, T0, the SA length, dSA and using the ground state absorption cross-
section from [81]. Cr4+:YAG crystals with a small signal transmission of 80%
and 90% from three vendors were employed. All Cr4+:YAG crystals were
inserted under the Brewsters angle to enforce a linearly polarized output.
Thus, the SA crystals were uncoated. In addition, V3+:YAG crystals were
also tested as SA for the reasons described later. V3+:YAG crystals have an
absorption cross-section of the ground and excited state of 3·10−18 cm2 and
1.4·10−19 cm2, respectively [88]. V3+:YAG crystals have lower absorption at
1030 nm than Cr4+:YAG and are not commonly used for 1 µm lasers, but
rather for the lasers operating at 1.3 µm, where Cr4+:YAG crystals cannot
be employed.
In contrast to the CW operation, in the Q-switched configuration the laser
always operates at 1030 nm. In the following, the results were obtained with
a pump magnification of −2 (M2). With the SA from Casix, with T0 of 90%,
the obtained pulse energy is 130 µJ at a repetition rate of 2.8 kHz, resulting
in the average power of 360 mW (pumped with 8.2 W), using the OC of R0.6.
With the same SA but with the OC of R0.8, the measured pulse energy is
110 µJ at the repetition rate of 4.3 kHz, resulting in an average power of 470
mW (pumped with 7.9 W). With the SA from Altechna, with a T0 of 80%, the
obtained pulse energy is 250 µJ at a repetition rate of 2.2 kHz, corresponding
to an average power of 530 mW (pumped with 8 W), using the OC of R0.8.
We used the model of a passively Q-switched Yb:YAG laser given in [89] to
estimate the laser output parameters. The laser beam waist size in the model
is calculated with CW theory (see Fig. 5.3). Under continuous pumping as
employed here, the SA crystals were damaged so that it was not possible to
experimentally determine the actual beam size. Therefore, the model results
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Table 5.2: Summary of the Cr4+:YAG crystals employed in passive Q-switching.
The total population density of SA (Ns0) is calculated using the small
signal transmission (T0) and the SA length (dSA). S −D is the surface
quality (scratch-dig). All uncoated.
Nr. T0, % Manufact. Damag. dSA, mm S-D Ns0, ·1017 cm−3
1 80 Altechna yes 1.75 40-20 4.0
2 80 Casix yes 1 20-10 7.0
3 90 Casix yes 0.4 20-10 8.2
4 80 FEE no 1.74 10-5 4.0
5 90 FEE no 0.84 10-5 4.0
6* 90 Eksma no 1.0 20-10(?) 3.5
7* 95 Eksma no 0.5 20-10(?) 3.5
*V3+:YAG
are used as estimates only. With the model the pulse energy is 199 µJ at
11 kHz, pumped with 7.4 W, employing the SA from Casix (90%) and the
OC of R0.6. The model predicted a pulse energy of 283 µJ at 5.7 kHz, when
pumped with 6.5 W.
The major challenge faced when operating in the Q-switched configura-
tion was the damage of the SA crystals. After the first sign of damage, the
pump size was increased by a factor of 2.8, changing the pump magnifica-
tion from −2 to −3.33. It was done to limit the intracavity laser intensity and
thus avoid the SA damage. In addition, the OC reflection was changed from
R0.8 to to R0.6 to decrease the intracavity peak power. However, both SA
crystals, from Altechna and Casix, with a T0 of 80% and 90%, respectively,
were still damaged in the Q-switched operation under continuous pumping,
both using a magnification of M2 and M3.3. Therefore, in the following we
aim to determine the intracavity peak power density and compare to the
values reported in literature.
Only the laser cavity with V3+:YAG could operate with CW pumping
without damaging the SA, due to significantly lower pulse energies obtained.
With V3+:YAG, pulse energies up to 27 µJ are obtained, with a small signal
transmission of 10% and an OC of R0.9, corresponding to 0.37 mW at 14
kHz, with an incident pump power of 7 W.
We calculated the intracavity peak power density for the 1030 nm laser
based on the Gaussian effective area Aeff = piw
2
2
1
cosθB
, where θB is the
Brewsters angle. The beam area is calculated using the resonator geometry
and the measurements of the thermal lens in the CW regime. It was later
determined, that under high incident pump power, the laser beam in Q-
switched operation is larger than calculated with CW condition. The data
is shown in later sections. However, we still use the calculated beam waist
values to determine the maximum intracavity peak power density and the
maximum fluence. The values obtained in this work are shown in Table
5.3. As a result, with the SA from Altechna with the pulse energy of 250
µJ, the intracavity fluence is <7.0 J/cm2, or the peak power density is <0.70
GW/cm2, calculated for a laser beam radius of 99 µm (for a pump power
of 7 W and pump magnification M2). The pulse width was 10 ns. With
a pump magnification of M3.33, the fluence was <3.6 J/cm2, and the peak
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power density is <0.36 GW/cm2, for a laser beam radius of 117 µm. For
the SA from Casix with T0 of 90% and an OC of R0.8, the fluence was <3.1
J/cm2. The intracavity peak power density was <0.31 GW/cm2.
The laser induced damage threshold (LIDT) of Cr4+:YAG crystals is re-
ported to be >500 MW/cm2 (1064 nm, 10 ns) by most vendors, which cor-
responds to a fluence of 5 J/cm2. As seen in Table 5.3, only in one case,
i.e. with the SA from Altechna (T0 of 80%) and the magnification M2, the
calculated maximum values exceed the LIDT specified by the vendors. For
the SA crystals from Casix, and the SA from Altechna but with M3.33, the
peak power density and fluence are below the LIDT, but they yet were dam-
aged. It is known that the LIDT depends on the laser parameters: it de-
creases with shorter wavelength and higher repetition rate, and increases
with longer pulse width [86]. The LIDT is most often specified for 1064 nm
and 10 ns. The wavelength change from 1064 nm to 1030 nm corresponds to
the LIDT decrease only by 3%. The pulse width was measured to be slightly
longer than 10 ns, which would increase the LIDT.
Table 5.3: Summary of high power passively Q-switched lasers employing
Cr4+:YAG crystals. The LIDT provided by crystal vendors is >0.5
GW/cm2, or >5 J/cm2 (1064 nm, 10 ns).
Reference Configuration P, Fluence, t Dam.
GW/cm2 J/cm2
[90] Microchip reson. 70 11.2 ps yes
[90] Microchip ext. reson. 4 100 ns yes
[91] Microchip reson. 16 ns yes
[87] Microchip reson. 3 10.6 ns no
[28] Microchip reson. 20 31.8 ns(?) no
[81] Thin disk ext. reson. 0.05 1.5 ns yes
[29] Bulk ext. reson. 0.2 1.1 ns yes
[92]a Microchip ext. reson. 0.2 2.7 ns no
This work. Maximum valuesb
Altechna 80% Bulk laser <0.70; <0.36 <7.0; <3.6 ns yes
M2; M3.33
Casix 90% Bulk laser <0.18; <0.09 <1.8; <0.9 ns yes
M2; M3.33
FEE 90% M3.33 Bulk laser 0.18c 1.0c ns no
QCW pump
aLaser beam area estimated.
bLaser beam area calculated for CW operation, with ηh of 0.11. In reality the beam sizes
are larger. Thus, the maximum values are shown here. For details, see text.
cMeasured.
However, in literature, operation above the LIDT without damage is re-
ported. Moreover, a few LIDT values are reported which are different from
that specified by vendors. Table 5.3 summarizes some of the values reported
in literature. The reported values are obtained mostly with microchip lasers,
since high energy bulk lasers have not yet been reported (without dam-
age). The highest reported pulse energy obtained with a bulk, passively
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Q-switched Yb:YAG laser employing an undamaged Cr4+:YAG is 63 µJ [93],
which corresponds to an intracavity intensity that is significantly below the
vendors LIDT level of Cr4+:YAG. In [29], a high-power bulk passively Q-
switched Yb:YAG laser, pumped with InGaAs QCW diodes of 120 W, is
reported with an output energy up to 0.98 mJ, however with damage to the
Cr:YAG. In the following, we investigate the conditions under which the SA
crystals are damaged and aim to draw a few useful conclusions.
Firstly, the microchip resonator configuration, where the high-reflective
and partially reflective coatings (serving as the laser mirrors) are directly
applied onto the composite crystal surfaces avoiding air gaps in the cavity,
increases the LIDT considerably, compared to the external resonator config-
uration. In a microchip resonator, the fluence of up to 31.8 J/cm2 can be
obtained without damage for ns pulses, respectively [28]. Thus, the values
in our work cannot be directly compared to the values obtained with mi-
crochip resonators. Instead, we compare to the external resonator configura-
tion. Secondly, the LIDT of 2 GW/cm2 for the standard (external) resonator
is reported in [90]. With the external resonator, a fluence up to 2.7 J/cm2, or
intensity of 0.2 GW/cm2, was obtained without damage [92]. These values
of the intracavity intensity and the fluence are similar to values in our work
(except for the SA by Altechna with a T0 of 80%, M2), however in the refer-
ence the Cr4+:YAG crystals are not damaged. Finally, it is observed that the
SA crystal from FEE, although resulting in about the same power density
and intracavity fluence, is not damaged, unlike the SA by Casix under sim-
ilar conditions. The intracavity peak power density and fluence are similar
to those obtained in [81, 29] in an external resonator cavity, where the em-
ployed SAs are damaged. Therefore, we believe there is a direct correlation
between the crystal surface quality and the LIDT. As seen in Table 5.2, the
SA crystals by Altechna have the lowest surface quality compared to other
SA crystals, 60/40 scratch-dig (S-D). The SA crystals with the best surface
quality by FEE have 10-5 S-D, and no damage is observed.
Since the employed SA crystals are uncoated, the observed damage is
not caused by any AR coatings. A coating usually has the lowest damage
threshold, compared to surface and bulk damage. It is known that the sur-
face damage has a significantly lower LIDT compared to bulk damage; by
a factor of 5, according to [86]. We believe the SA crystals experienced the
surface damage. Surface damage mechanism is explained in the following.
Even after polishing, optical surfaces have residual scratches and imperfec-
tions on the surface. The surface damage happens in the proximity of these
defect centers. The damage caused by polishing defects appears as small
dots (pin-points) at the damaged surface [94]. The number of surface de-
fects is defined by the surface quality, which is described by the scratch-dig
parameter. Standard quality optics usually have scratch-dig of 80-50, pre-
cision quality optics have scratch-dig of 60-40, and high precision quality
optics have scratch-dig of 20-10.
Photographs of the damaged Cr4+:YAG crystal from Altechna are shown
in Fig. 5.6. The photographs are taken by an external research institute,
FEE GmbH. The damage pattern is replicated on both front (a) and rear
(b) surfaces and appears like small dots. Figure 5.6(c) shows the polishing
defects on the surfaces (green circles). As mentioned previously, most likely
it was a surface damage experienced here. Moreover, it was determined by
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FEE that the small signal transmission T0 of the SA from Altechna is 72.6%
at the Brewsters angle at 1030 nm, whereas the specified value is 80%. The
lower small signal transmission of an SA results in higher intracavity pulse
energy, increasing the damage probability.
a) b) c)
Figure 5.6: Photographs of the damaged uncoated SA crystal Cr4+:YAG manufac-
tured by Altechna with a surface quality S−D of 60/40: a) front surface;
b) rear surface; c) white arrows: laser damages (white) on the top side,
black arrows: laser damages (yellow) on the rear side, green circles: lots
of points (faults) in the surface (photographs taken by FEE GmbH).
The SA crystals from Altechna were also damaged under pulsed pumping
(with the OC of R0.8 and R0.6, M3.33), although in the pulsed pumping
mode the thermal load is significantly smaller, resulting in a weaker thermal
lens and thus larger laser beam. Only the SA crystals from Casix with T0
of 90%, and from FEE with T0 of both 80% and 90%, operated in a stable
fashion under pulsed pumping.
To conclude, in addition to the dependence of LIDT on the laser parame-
ters such as wavelength, pulse width, repetition rate, the LIDT also depends
on additional parameters such as the resonator configuration and the sur-
face quality. Thus, the LIDT should not be defined universally. For high-
power lasers, the surface quality is an extremely relevant parameter. The
lower the quality, the higher is the probability of surface damage. The
recommended surface quality for high-power lasers is 10-5 S-D. Moreover,
high-power lasers with intracavity intensities exceeding 0.18 GW/cm2, or
1.0 J/cm2 (1030 nm, 5 ns, 100 Hz) are recommended to be designed as mi-
crochip resonators with no air-crystal surface interface.
5.1.4.3 Results and discussion
With the application of the lanthanide fluorescence in mind and consider-
ing the following requirements, we designed a final Yb:YAG passively Q-
switched laser, operating in a stable fashion with high pulse energy. Figure
5.5(a) shows the experimental setup. In the following, important parameters
of the designed laser are discussed.
1. Pump modulation is employed for several reasons. Firstly, the trigger
pulse to the laser diode is simultaneously used to trigger the fluores-
cence measurement in a simple and elegant fashion. Secondly, the
thermal effects are significantly lowered due to lower thermal load, al-
though the obtained pulse energy is as high as with the CW pumping.
Thus, the thermal lens is weaker which increases the laser beam size
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in the SA and prevents damage. Thirdly, in order to achieve the low
repetition rates required by the lanthanides long fluorescence lifetime,
i.e. hundreds of Hz, the pump power has to be very low. In that case,
the CW pumped, Q-switched laser operates very close to the thresh-
old and thus unstable. This is avoided in our design. Besides, for CW
pump the operation point close to the threshold increases the fractional
thermal load, which results in stronger thermal lens and again poten-
tially leads to damage of the SA. The lowest repetition rate using CW
pumping was observed to be as low as 697 Hz with an average power
of 180 mW, resulting in a pulse energy of 258 µJ (obtained with the OC
of R0.6 and the SA from Casix with T0 of 90%).
2. The SA Cr4+:YAG crystal employed in the final design is manufac-
tured by FEE GmbH, with the main advantage of the high surface
quality of the crystal. Then, the crystal is designed for the small sig-
nal transmission of 90% when installed at the Brewsters angle and
measures 5x5x1 mm3. The SA with T0 of 90% is selected due to the
following. It is known that the higher the concentration of the SA, or
the thicker the SA, the higher the pulse energy obtained. With T0 of
80%, the pulse energy of 318 µJ was obtained, which corresponds to
an average power of 35 mW at 110 Hz. However, laser operation was
very unstable, probably due to the operation close to the threshold, just
overcoming the level of losses.
3. The cavity length is as short as possible to promote a short pulse du-
ration and thus higher peak power which is beneficial for nonlinear
frequency conversion.
4. The larger pump beam diameter, 349.7 µm versus 210 µm, was cho-
sen in order to avoid damage of the saturable absorber employed in
the cavity. With M3.33, the Q-switched laser does not operate under
continuous pumping due to too high thermal load.
5. The OC is a plane mirror with low reflection of 60% at 1030 nm, which
decreases the intracavity power and increases the output power.
As discussed in Section 2.2, lanthanide based chelates have long fluores-
cence lifetime in the range of one millisecond. The system designed and
developed in Chapter 4 operates at 250 Hz, which corresponds to a cycle
time of 4 ms. The low repetition rate is dictated by the long fluorescence
lifetime of the europium chelate used, of 1 ms. In our laser setup, the laser
diode is externally triggered at a repetition rate in the range from 10 to 180
Hz and with a pulse width of 2 ms. The same electronic trigger signal can
also be used for a detection circuit relevant for our target application. The
diode pump energy is 21 mJ per pulse with a peak power of 10.6 W. At 100
Hz, the average power is then 2.12 W. An important feature is that the repe-
tition rate of the Q-switched laser is controllable and dictated by the trigger
circuit for the pump diode. We have therefore characterized the Yb:YAG
laser operation as a function of repetition rate.
The generated spectra are measured with an optical spectrum analyzer
(OSA) AQ6317B with a resolution of 50 pm. The pulse width (FWHM) is
measured with a Melles Griot detector 13DAH001 with a bandwidth of 3
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GHz and an oscilloscope WaveSurfer 104Xs with a bandwidth of 1 GHz.
The optical spectrum of the passively Q-switched laser output is centered
at 1029.94 nm with a full width at half maximum (FWHM) of 0.33 nm mea-
sured at a repetition rate of 100 Hz, as shown in Fig. 5.7(a). The linewidth is
measured with no frequency selective element inserted in the cavity. Vary-
ing the repetition rate from 10 Hz to 180 Hz, the center wavelength is found
to fluctuate in the range of 1029.94-1030.68 nm (shown in inset of Fig. 5.7(a),
while the emission bandwidth remains constant. In the long term, the laser
will benefit from a frequency selective element locking the output spectrum
and center wavelength, e.g. an etalon or a volume Bragg grating.
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Figure 5.7: a) Spectrum of the 1030 nm output centered at 1029.94 nm with a FWHM
of 0.33 nm measured at 100 Hz; inset: center wavelength as a function
of repetition rate; b) pulse profile of the 1030 nm with a FWHM of 5.4
ns; inset: pulse width of the 1030 nm as a function of repetition rate.
The temporal pulse shape of the 1030 nm output is shown in Fig. 5.7(b).
The FWHM is 5.4 ns. The peak power at 1030 nm is then in the range of 25
to 36 kW at 10 to 180 Hz assuming a Gaussian pulse shape. The pulse width
fluctuates about 6.8% when changing the repetition rate, however, without
any clear correlation to the repetition rate, see the inset in Fig. 5.7(b).
The pulse energy at 1030 nm monotonously increases from 142 µJ at 10
Hz to 204 µJ at 180 Hz, as shown in Fig. 5.8(a), dark blue circles. The pulse
energy is calculated from measured average power. We believe the reason
of the pulse energy growing with the repetition rate is the following. With
increasing repetition rate, the thermal load increases and the crystal tempera-
ture rises because of higher incident pump energy. The stimulated emission
cross-section of the laser medium decreases with temperature [95], which
is experimentally confirmed in [95, 96, 97]. According to these references,
higher population inversion is needed to reach the threshold, hence a pulse
with higher energy is emitted. This explanation was also confirmed by mea-
surement of the the delay time of the Q-switched pulse relative to the leading
edge of the pump diode pulse: the delay time increases with higher repeti-
tion rate, thus with the higher thermal load, so that the Q-switched pulse is
emitted later, which can be seen in Fig. 5.8(b). With the increased delay time,
more pump energy is stored in the gain medium before the emission of the
pulse, corresponding to larger pump energy threshold, resulting in larger
pulse energy of the Q-switched pulse. Interestingly, starting approximately
at a the repetition rate of 130 Hz the Q-switched pulse is emitted after the
end of the pump diode pulse. Another effect which could reduce the pulse
5.1 passively q-switched solid state yb :yag laser at 1030 nm 69
energy, is the temperature dependence of the SA transmission. However, it
has been demonstrated that this effect is negligible [98].
The upper lasing limit of our system is 250 Hz, which corresponds to an
incident pump power of 5 W and a pump diode duty cycle of 50-60%. Op-
eration at higher repetition frequencies is hampered by the thermal load on
the laser crystal. Therefore, the Q-switched laser operation with continuous
pumping cannot be obtained because of a too high thermal load. At the
same time, there is no lower limit of the laser repetition rate. The system can
emit single Q-switched pulses on demand using single pump pulses. Poten-
tially, the repetition rate operation range can be extended by improving the
thermal design of the system.
The interesting fact that a Q-switched pulse is also emitted after the pump
pulse terminates, can be explained with the following. In a passively Q-
switched laser, it takes time to build up a pulse from the spontaneous emis-
sion. The pulse build-up time depends on the pump power and gain ef-
ficiency. The pulse build-up times in a passively Q-switched systems were
simulated in [99] and can reach several microseconds. Another suggestion is
the thermal stabilization of the thermal lensing in the laser crystal. However,
the complete understanding would require further investigation.
Interestingly, it is experimentally observed that the acceptable pump en-
ergy range is rather narrow. A slight increase of the pump energy above
the pump energy threshold results in emission of double Q-switched pulses.
The reason being that the employed saturable absorber has a long relaxation
time so that is relaxes slowly [100].
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Figure 5.8: a) Pulse energy of the 1030 nm output as a function of repetition rate,
employing following SA crystals: from FEE with T0 of 90% and 80%
(blue circles and red squares, respectively), from Casix with T0 of 90%
(green triangles), all with the OC of R0.6, M3.33; from Casix with T0
of 90%, with the OC of R0.8 and R0.9 (magenta rhombs and light blue
triangles), all M3.33; b) delay of the emitted Q-switched pulse relative
to the negative edge of the pump pulse for SA from FEE with T0 of 90%
and T80%, respectively; c) timing jitter as a function of repetition rate for
SA from FEE with T0 of 90% and 80%, respectively.
Figure 5.8(a) also shows the pulse energy at 1030 nm with different SA
crystals. With the SA from FEE with T0 of 80%, the pulse energy increases
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from 298 µJ to 333 µJ in the repetition rate range from 100 Hz to 133 Hz (red
squares). The pulse energy for T0 of 80% is higher than that with a T0 of 90%
approximately by a factor of 1.6. However, the laser operation was rather
unstable, as described above. The timing jitter fluctuates considerably with
the repetition rate, shown in Fig. 5.8(c). With the SA from Casix with a T0 of
90% and using an OC of R0.6, the obtained pulse energy is only marginally
inferior compared to that with SA from FEE with a T0 of 90%. With higher
OC reflection of R0.8 and R0.9, the obtained pulse energy is in the range
from 101 µJ to 120 µJ and from 81 µJ to 91 µJ, respectively.
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Figure 5.9: Laser beam waist and focal length of the thermal lens as a function
of the repetition rate and absorbed pump power, measured (magenta
dots) and calculated theoretically with constant fractional thermal load
(dotted curve). The inset figure shows the measured M2 value as a
function of the repetition rate.
The beam waist size as a function of repetition rate is measured in the
Q-switched regime with a 4f lens setup using the knife-edge method, shown
in Fig. 5.9. Moreover, the beam quality parameter, M2 is determined by
measuring the beam size at several axial positions and calculating the far
field divergence angle. Interestingly, the beam waist does not change sig-
nificantly and is in the range from 121 µm at 10 Hz to 139 µm at 180 Hz.
The beam waist is not larger at low repetition rates, but smaller. Then, the
beam waist slightly increases at higher repetition rates. The beam waist
and thermal lens calculated theoretically are shown in Fig. 5.9, dotted black
curve. The curve is explained in the following. At a repetition rate in the
range from 10 to 180 Hz, the laser diode duty cycle changes from 0.02 to
0.36, corresponding to an absorbed pump power in the range from 0.1 W to
3 W (with constant pump pulse duration). Thus, using Eq. 5.1 with a con-
stant fractional thermal load, the beam waist is significantly larger at very
low repetition rates due to small pump power, as predicted by the resonator
geometry with an intracavity lens. However, this is not confirmed experi-
mentally. We believe, this is because the fractional thermal load decreases
with increasing repetition rate. The fractional thermal load is a function of
the laser extraction efficiency, which increases at higher pump power and
higher repetition rates. Thus, the fractional thermal load increases with de-
creasing repetition rate. This means, that the fractional thermal load is very
high at low pump power, resulting in strong thermal lens. The thermal lens
5.2 third harmonic generation 71
actually is weaker for higher pump power. At the same time, the beam qual-
ity, M2 decreases with higher thermal load, from nearly 1 at 10 Hz to 1.3
at 180 Hz. Interestingly, it was reported that in passively Q-switched lasers
based on a laser medium with higher lying energy levels (above the upper
energy level) and thus experiencing energy-transfer upconversion (ETU), the
fractional thermal load increases with decreasing repetition rate [101]. An
example of such a medium is the Nd:YAG crystal. The ETU process reduces
the population inversion and leads to a loss that increases the temperature
of the crystal. The Yb:YAG laser medium does not have ETU loss due to
absence of higher energy levels, above the upper laser level. However, in a
quasi-three-level laser, the reabsorption increases the threshold and impacts
the thermal load significantly, as discussed in Section 5.1.3.
For pump-modulated Q-switched operation, the laser extraction efficiency
depends not only on the laser operating point, but in addition on the pump
pulse duration. In turn, the pump efficiency is also a function of the ratio
between the pump pulse duration and the upper state lifetime of the laser
crystal. For good pump efficiency, the ratio has to be lower than 0.2 [100].
However, in this work the long pump pulse duration (2 ms) is dictated by
the laser diode current, limited to 12 A, and the laser threshold energy.
5.2 third harmonic generation
The laser at 343 nm is obtained by third harmonic generation of the 1030
nm emission of the Yb:YAG passively Q-switched laser. The third harmonic
is obtained by a cascaded nonlinear process: first, second harmonic gener-
ation, and secondly, sum frequency generation. As discussed in Chapter 1,
passively Q-switched lasers at 343 nm lasers have not yet been reported. The
existing lasers at 343 nm are obtained with mode-locked solid state lasers or
laser amplifiers. Therefore, the objective of this section of the thesis is to
develop, investigate and characterize cascaded nonlinear generation of 343
nm with a passively Q-switched solid-state laser. We aim to achieve good
conversion efficiency and stable operation at 343 nm.
5.2.1 The model
The fundamentals of nonlinear frequency conversion processes are not given
here and can be found for example in [102, 103, 104]. Instead, we present a
mathematical description of the model employed for the calculations. The
derivation of the model is also found in the mentioned literature. Here, the
starting point is as follows. In the first stage, a single-frequency (monochro-
matic) laser with frequency ω1 propagates through the first nonlinear crys-
tal and is partially converted to the second harmonic generation (SHG) field
with frequency ω2. In the second nonlinear crystal, the interacting fields
with frequencies ω1 and ω2, respectively, generate the new field with the
resulting frequency ω3 (i.e. 343 nm). The nonlinear crystals are optical
crystals displaying a second-order nonlinear polarization response to ap-
plied electromagnetic fields. The crystals nonlinearity is characterized by the
second-order susceptibility tensor. The process is depicted schematically in
Fig. 5.10. For these processes, the energy and momentum conservation laws
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are valid. The energy conservation law states that  hω3 =  hω1 +  hω2. Thus,
for the first process, SHG: ω2 = 2ω1, and for the second, sum frequency
generation (SFG): ω3 = ω1 +ω2 = 3ω1. The momentum conservation law
for collinear interaction states  hk3 =  hk1 +  hk2 and is depicted in Fig. 5.11.
The momentum conservation corresponds to the phase matching condition
which is discussed later.
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Figure 5.10:
Scheme of the cas-
caded nonlinear
process.
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Figure 5.11: The
momentum conser-
vation.
The numerical model used to predict the SHG and THG conversion ef-
ficiencies is based on the coupled wave theory which is described below
[102]. The field amplitudes vary slowly with distance and time. The inter-
acting fields are sufficiently narrow to be treated as monochromatic. The
Rayleigh range of 1030 nm laser beam is 73 mm in free space (with the beam
waist of 123.7 µm, measured at 100 Hz and magnified by 1.25) and 117 mm
in an LBO crystal. The SHG beam is focused to have the same Rayleigh
range. Thus, the nonlinear crystal lengths, 15 mm and 20 mm, are much
shorter than the confocal parameter (twice the Rayleigh length). Therefore,
the plane wave approximation is valid. For focused beams, the divergence
should be taken into account, which increases the phase mismatch. Thus,
there can be an optimum of the focusing [105]. Using the plane wave ap-
proximation (large beam size), and considering quasi-stationary fields (long
temporal pulses) we calculate SHG and SFG power conversion efficiencies
by integration of temporal pulses. Furthermore, the beam walk-off and the
fundamental wave depletion are included in the SFG calculations. The mea-
sured values of beam size, peak power and pulse duration of the fundamen-
tal 1030 nm beam are used as input parameters in the model.
The coupled wave theory describes the energy flow between the interact-
ing fields:
daω1
dz
= iKgaω3a
∗
ω2
exp(i∆kz) −
α1aω1
2
daω2
dz
= iKgaω3a
∗
ω1
exp(i∆kz) −
α2aω2
2
daω3
dz
= iKgaω1aω2exp(−i∆kz) −
α3aω3
2
(5.9)
where aω1 , aω2 , and aω3 are variables equal to the square root of the
photon flux φωi at the light frequency ωi, so that |aωi |
2 = φωi , i =
1..3; K is the prefactor defined in [102], g is the gain parameter defined
as g = 0χ
(2)
eff
√
1
2η
3 hω1ω2ω3, χ
(2)
eff is the second-order effective suscepti-
bility, η is the impedance parameter η =
√
µ
 ; ∆k is the phase mismatch
∆k = k3− (k1+ k2), and α1, α2 and α3 are the absorption coefficients of the
nonlinear medium at the light frequencies ω1, ω2 and ω3. K is 1/2 for the
SHG and 1 for SFG.
The variables aωi , where i = 1..3, are related to the power Pi as:
aωi =
√
2Pi
ωi hpiw
2
i
(5.10)
where wi is the beam size of the field with frequency ωi.
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For the SHG process, the first two fields are identical, so that only two
frequencies take part in the interaction. The coupled wave equations in Eq.
5.9 are then reduced to two coupled equations.
The temporal distribution of the interacting fields is included as follows.
The temporal shape of the fields is approximated by a discrete, step-wise
Gaussian shape with a measured pulse width (FWHM). For each step the
conversion efficiency is calculated with the coupled wave equations. The
temporal shape of a Gaussian pulse is defined as
Pi(t) = P0ie
(−4ln2·t
2
τi
) (5.11)
where P0i is the amplitude of the pulse, and τi is the pulse width (FWHM).
The temporal Gaussian fields are then included in Eq. 5.9. Then, the fields
are integrated over time.
For the SFG, we introduce a walk-off factor Ib(z)|w0 as a multiplication
factor into the coupled wave equations in Eq. 5.9. The walk-off factor is
calculated as the spatial convolution of the interacting beams Iω1(x,y, z)
and Iω2(x,y, z), whereas the latter, the 515 nm laser beam, Iω2(x,y, z) is
translated in the transverse direction (e-polarized). In Eq. 5.9, the 515 nm
field aω2 is multiplied by the z-dependent walk-off factor:
Ib(z)|w0 =
∫∫
I1(s, t, z)I2(s− x, t− y, z)dsdt. (5.12)
The walk-off factor is defined at one fundamental beam size w0.
The SHG conversion efficiency is defined as the power of the generated
field, P2 relative to the input field, P1: ηSHG = P2P1 . Similarly, the third
harmonic generation (THG) conversion efficiency is defined as the power of
the generated field, P3 relative to the input field, P1: ηTHG = P3P1 .
5.2.2 Crystals and phase matching
Since the interacting fields are collinear (scalar phase matching), we treat
the wave vectors as scalar quantities. The phase matching condition has to
be fulfilled for efficient nonlinear conversion. There are several methods to
achieve phase matching: birefringent, non-critical, and quasi-phase match-
ing (QPM). Birefringent phase-matching is achieved using the dependence
of the materials extraordinary refractive index on the direction of propaga-
tion in combination with the polarization directions of the interacting fields.
Since the phase matching in this case depends on the angle of propagation,
it is also called critical phase matching. In the non-critical phase match-
ing (NCPM), the interacting fields propagate along a principal axis of the
crystal and the phase matching is achieved through the temperature depen-
dency of the refractive indices. In quasi-phase matching, a high voltage field
is applied to a nonlinear crystal to create a periodic (sometimes aperiodic)
structure with alternating dipole directions, thus compensating for the accu-
mulated phase mismatch. Quasi-phase matching is sometimes called type 0
phase matching, because all interacting fields are polarized in one direction.
Critical phase matching is commonly divided into two schemes. In a type
I phase matching scheme, the input fields have the same polarization and
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are polarized orthogonal to the generated field (oo-e or ee-o, o and e is for
ordinary and extraordinary refractive index, respectively). In a type II phase
matching scheme, the input beams are polarized orthogonal to each other
(oe-o, oe-e). For critical phase matching, the extraordinarily polarized inter-
acting fields experience walk-off, which can reduce the conversion efficiency
significantly. In the case of perfect phase matching, ∆k = 0. For SHG, we
have ∆k = k2 − 2k1. For SFG, ∆k = k3 − (k1 + k2).
In an anisotropic crystal, the propagation of a light wave is defined by two
angles, the polar angle, θ and azimuthal angle, φ. The coordinate system of
a uniaxial crystal is shown in Fig. 5.12. The geometry of a biaxial anisotropic
crystal is much more complicated than for its uniaxial counterpart [106]. A
thorough discussion of a biaxial crystal geometry with mm2 group (LBO,
KTP) can be found in [107].
ϕ
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Figure 5.12: Coor-
dinate system of a
uniaxial crystal.
The most relevant parameters when selecting a nonlinear crystal for an ap-
plication include: nonlinearity coefficient, damage threshold, and acceptance
bandwidths (spectral, angular, and temperature). The acceptance band-
widths are dictated by the material parameters and define the tolerance of
the phase matching condition, i.e. angle acceptance bandwidths limit the
maximum focusing in a nonlinear crystal. A summary of parameters of sev-
eral nonlinear crystals for SHG is shown in Table 5.4. It includes LBO in a
NCPM configuration, KTP for type II interaction, and 5%MgO:LiNbO3; the
latter can be employed as bulk crystal (NCPM) and periodically poled (PP).
Firstly, a PP MgO:LiNbO3 crystal (PPLN) can be employed for a quasi-phase
matching scheme. In this case, the highest nonlinear coefficient, d33 = 25
pm/V is accessed, when all interacting fields are polarized in one direc-
tion. The deff is then (2/pid33) = 16 pm/V. The required poling period
would be about 6.3 µm. The additional advantages include the use at room
temperature and with no walk-off. The laser beams polarized in one direc-
tion can then be phase matched in the second crystal with a type I scheme.
The major drawbacks of PPLN crystals are cost and lower damage thresh-
old compared to bulk MgO:LiNbO3. A PPLN crystal damage was reported
with 100 MW/cm2, or 2 J/cm2, of 1064 nm, 10 ns pulses [108]. In contrast,
the LIDT of the bulk crystal is >600 MW/cm2 [109]. Therefore, a PPLN
crystal cannot be used for the high power Q-switched laser. Secondly, a
KTP crystal used in a type II configuration (o-oe) has high deff of 1.9 pm/V.
However, the phase matching configuration dictates that the 1030 nm field
has to be polarized at 45◦. This introduces losses because a part of the 1030
nm cannot be used in the second nonlinear stage. Moreover, the walk-off
is present. Thirdly, a bulk 5%MgO:LiNbO3 has a high nonlinear coefficient
of 4.65 pm/V, high damage threshold, and can be operated in a noncritical
phase matching scheme at room temperature, thus experiencing no walk-off.
No walk-off is a significant advantage for the subsequent conversion in the
second nonlinear stage. Moreover, the crystal is cost-effective and does not
require an oven, only a TEC plate. The two nonlinear crystals, for SHG and
SFG, respectively, can be combined at one common TEC plate kept at room
temperature, resulting in a compact system. The fundamental beam (1030
nm) can then be focused into both crystals simultaneously. No relay lenses
are needed between the nonlinear crystals. The mentioned arguments make
the bulk 5%MgO:LiNbO3 our optimal crystal chosen for the SHG of 1030
nm.
5.2 third harmonic generation 75
Table 5.4: Summary of crystal parameters for the SHG of 1030 nm: orientation an-
gles (θ, φ), phase matching temperature (TPM), effective nonlinear coeffi-
cient (deff), and walk-off angle (ρ).
Parameter LBO KTP 5%MgO:LiNbO3
Flux-gr. Bulk PP
Configuration NCPM Type II NCPM Type 0
oo-e oe-o oo-e ee-e
Orientation along x YZ
θ, deg 90 75.6 90 90
φ, deg 0 90 0 0
TPM, ◦C 193 20 24.2 20
LIDT, GW/cm2 >1 at 1064 nm 0.9-1.0 [110] 0.6 [109] <0.1 [108]
(1064 nm, 10 ns) >0.24 at 532 nm
>0.2 at 355 nm [111]
25 [112]
Fluence, J/cm2 <2 [108]
(1064 nm, 10 ns)
deff, pm/V 0.85 [113] 1.4 [114] 4.65 [115] 16
ρ, deg - 1.8 [106] -
∆θ;∆φ, deg·cm 3.54; 2.57 [116] 0.11 [117] 0.063 [109]
∆T , ◦C·cm 3.9 [116]
However, during the experiment employing a 5%MgO:LiNbO3 crystal, an
insurmountable challenge is encountered. It is known that the doping level
of MgO influences the phase matching temperature significantly. Two nom-
inal 5%MgO:LiNbO3 crystals from different vendors (an unknown vendor
and Lambda Photonics) are tested with the developed Q-switched 1030 nm
laser in a single pass and with a CW Nd:YAG laser at 1064 nm in an intracav-
ity setup. The latter is shown in Fig. 5.13. For crystal 1, the phase matching
temperature for the 1064 nm beam is experimentally determined to be 70◦C.
However, the phase-matching temperature for the 1030 nm laser with crystal
1, and for both the 1030 nm and 1064 nm beams with crystal 2 is not found
within the temperature range of 14◦C-100◦C.
M3 M1
M2
LCNL
Figure 5.13: The
intracavity setup:
LC - Nd:YAG, M1
- HR@1064 nm,
M2 - HR 99.9%
@ 1064 nm, M3
- HR @ 1064 nm
& 532 nm, NL -
MgO:LiNbO3.
In addition, there is a discrepancy of the Sellmeier coefficients for crys-
tal 5%MgO:LiNbO3 reported in literature. The phase-matching temperature
is calculated using the temperature-dependent Sellmeier coefficients from
Gayer [118] and with the SNLO software [119]. In SNLO, the Sellmeier coef-
ficients for 5%MgO:LiNbO3 are from Zelmon [120]. The thermal coefficients
are said to be from [121], however, no thermal data is found in that refer-
ence. Thus, the temperature dependence in the SNLO software is based on
an unknown source. Table 5.5 summarizes the results. According to [118],
the phase-matching temperature TPM of 5%MgO:LiNbO3 is at 52.9◦C and
24.2◦C for the SHG at 1064 nm and 1030 nm, correspondingly. According
to [119], the phase-matching temperature is 110◦C and 23◦C for the SHG
at 1064 nm and 1030 nm, correspondingly. To the authors best knowledge,
there are no reports on bulk MgO:LiNbO3 used for the conversion of 1030
nm (only PPLN). Considering that the difference in the phase matching tem-
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peratures for the 1064 nm and 1030 nm is 87◦C [119], the phase matching
temperature of crystal 1 for 1030 nm is probably below 0◦C.
Table 5.5: Phase matching temperature (TPM) for 5%MgO:LiNbO3 crystal: 1) calcu-
lated based on different sources; 2) measured.
Ref. TPM for 1064 nm, ◦C TPM for 1030 nm, ◦C
Calculated
[119] 110 23
[118] 52.9 24.2
This work. Experimental 5%MgO:LiNbO3
Crystal 1 70 None*
Crystal 2 None* None*
Experimental 5%MgO:LiNbO3
[109] 107
*Not observed in the temperature range of 14◦C-100◦C.
In the following, we explain how the growth of MgO:LiNbO3 influences
the phase matching temperature and why it is important. The growth pro-
cess of MgO:LiNbO3 crystals is by no means an easy task. Most grown
LiNbO3 crystal are congruent, which means the melt and solid phases are
in the same position. A stoichiometric LiNbO3 crystal has one Li ion for
each Nb ion. However, congruent crystals are deficient in lithium and typ-
ically have 48.6%-48.7% of Li2O which corresponds to the Li to Nb ratio of
0.94. They are grown by means of the Czochralski technique. If required, a
stoichiometric LiNbO3 can be grown by a continuous refreshing of the melt
with lithium. For any other than congruently grown crystal, the melt and
solid concentrations differ. The phase matching temperature depends both
on the Li2O content and the MgO content. Figure 5.14 shows the depen-
dence of TPM for 1064 nm with MgO in the range of 4.5-9%, constructed
based on [122]. The Li2O content varies from 48.5% to 48.9%, however the
dependence is not strong, so that the curves overlap. In turn, the phase
matching temperature decreases from 116◦C to 10◦C with the MgO content
in the range from 4.8% to 9%. With the MgO content below 3%, the phase-
matching temperature decreases [122]. For a congruent LiNbO3 crystal with
no MgO, the TPM is at −66◦C [123]. Therefore, a nonlinear crystal requires
high precision of the MgO doping level, in order to obtain the phase match-
ing temperature in the required range. However, it was communicated by a
few crystal vendors that it is not possible to control the doping level of MgO
with the required precision. Caused by the growth technique, a grown crys-
tal might have a MgO content that is different in the front part and the rear
part of the crystal, resulting in an unpredictable modification of the phase
matching temperature.
To conclude, the growth a MgO:LiNbO3 crystal with the required doping
level and thus required TPM is very difficult to achieve. The phase matching
temperature depends on the melt stoichiometry and the MgO doping level,
thus special care should be taken when selecting a MgO:LiNbO3 crystal. As
mentioned, bulk MgO:LiNbO3 has not been reported for the SHG of 1030
nm (only PPLN). At the same time, LBO in the NCPM scheme has been
reported often for this application [75, 124, 125, 126].
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Figure 5.14: Non-critical phase matching temperature of 1064 nm in a congruent
MgO:LiNbO3 crystal as a function of the MgO content. The Li2O con-
tent varies in the range from 48.5% to 48.9%, curves overlap. Con-
structed based on data from [122].
Thus, an LBO crystal in the NCPM configuration is the preferred choice
for SHG of 1030 nm. LBO has a rather low nonlinear coefficient of 0.85
pm/V [113], however sufficient conversion efficiency can be obtained with
a long crystal benefiting from relatively large acceptance bandwidths. The
angular acceptance bandwidths are 3.54 deg·cm and 2.57 deg·cm [116], re-
spectively, and the temperature bandwidth is 3.9 ◦C·cm [116]. The tempera-
ture bandwidth has also been reported: 10.1◦C·cm [127] and 6.2◦C·cm [128].
The deff is calculated as follows [107]: for the XY plane, and oo-e interac-
tion, dooe = d32cosφ, where d32 is 0.85 pm/V [113]. The advantages of
LBO include no walk-off due to the NCPM configuration and high damage
threshold. However, the usage of an additional lens system between the non-
linear crystals is now necessary since the first LBO crystal has to be placed
in an oven to maintain a temperature of 193◦C.
Moving on to SFG step, we consider the second nonlinear crystal. A com-
parative summary of potential crystals for the SFG of 1030 nm and 515 nm
is shown in Table 5.6. Based on the selection of LBO (NCPM) for the SHG,
the SFG crystal phase matching scheme is required to be type II, in order
to avoid the insertion of extra polarizing components. LBO crystal was cho-
sen, due to significantly larger angular bandwidths and a smaller walk-off
angle. Moreover, it has high damage threshold, and can be operated at room
temperature. The deff for YZ plane, oe-o interaction, is calculated as [107]:
doeo = d31cosθ, where d31 is 0.67 pm/V [113]. LBO absorption coefficients
α1, α2 and α3 are 0.1 m−1, 0.3 m−1, and 3.1 m−1 at 1030 nm, 515 nm and
343 nm, respectively [111].
It was reported that acceptance bandwidths in nonlinear crystals can be
increased by a walk-off compensation, i.e. combining crystals with opposite
birefringence-induced walk-off directions [132]. This in turn can result in
an improved conversion efficiency. In this work, we attempted to use the
LBO crystals with lengths of 10 mm and 20 mm to implement the walk-off
compensation. However, it was not possible to obtain positive results due to
limited mechanical stability of our system. For the walk-off compensation,
better mechanical mounts are required with more precise position control.
Recently, novel ferroelectric structures have been developed: PP-LBGO in
QPM configuration for the SHG stage to generate 355 nm [133], and mono-
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Table 5.6: Summary of crystal parameters for the SFG of 1030 nm and 515 nm: ori-
entation angles (θ, φ), effective nonlinear coefficient (deff), walk-off angle
(ρ). All at the room temperature.
Parameter LBO BiBO BBO
Conf. type I type II type I type I type II
oo-e oe-o ee-o oo-e oe-e
Orient. XY YZ YZ
θ, deg 90 50.1 143.44 32.25 38.2
φ, deg 40.1 90 90 90 90
ρ, deg 0.99 [112] 0.54 [112] 3.8 [129] 4.1 [112] 4.5 [112]
deff, pm/V 0.67 [127] 0.53 [113] 3.1 [129] 1.57 [127] 1.41 [127]
LIDT, See Table 5.4 4.7 [129] 15.6 [112]
GW/cm2 (0.0035 ns)
(10 ns)
Ang. band., ∆θ, ∆φ ∆θ, ∆φ ∆θ ∆θ ∆θ
deg·cm 0.18 [Calc.] 0.014 [Calc.]
5.4, 0.1 [112] 0.31, 6.1 [112] 0.034 [129] 0.02 [112] 0.02 [112]
0.29, 4.87 [130]
∆T , ◦C·cm 3.8 [128] 3.7 [128] 1.1 [129] 15.5 [131] 13.3 [131]
lithic UV generation in a single device using PPMgSLT [134]. This design
promotes a compact and elegant system.
5.2.3 Optical setup
The experimental setup is shown in Fig. 5.15. The second harmonic and the
sum frequency generation is obtained with LBO crystals. The infrared beam
is magnified by a factor of 1.25 or 2 when focused into the LBO1 crystal (L2).
The second harmonic (515 nm) is obtained with a 15 mm long LBO crystal
kept at 193◦C (LBO1) using NCPM scheme. For the SFG stage both the 1030
nm and 515 nm laser beams, respectively, are focused in the center of a 20
mm long LBO crystal kept at 18◦C (LBO2). The 1030 nm and 515 nm beams
are designed to have the same Rayleigh range using a magnification of −1.
Achromatic lenses are used to compensate for the focal shift (L3). The SFG
crystal is cut for type II critical phase matching. The crystals orientations
are shown in Fig. 5.16. The lens L4 collimates the UV beam. The prism P is
placed at Brewsters angle for 343 nm beam.
Figure 5.15: Experimental setup including the diode laser (LD), the Yb:YAG laser
crystal, the Cr4+:YAG saturable absorber (SA), the laser output mirror
(OC), lens systems (L1-L4), two LBO crystals and a dispersive prism
(P).
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Figure 5.16: Cascaded third harmonic generation of 343 nm with two nonlinear crys-
tals: LBO1 in a NCPM configuration (SHG) and LBO2 in type II config-
uration (SFG).
5.2.4 Results and discussion
The calculated SHG conversion efficiency as a function of wavelength is
shown in Fig. 5.17(a). For the calculation we used a 15 mm long NCPM
LBO crystal at 193◦C and a beam radius of 123.7 µm, measured at 100 Hz,
see Fig. 5.9. For comparison, the spectrum of the 1030 nm beam is also plot-
ted. The calculated spectral acceptance bandwidth is 1.8 nm which is about
five times wider than the bandwidth of the laser emission.
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Figure 5.17: a) The calculated conversion efficiency as a function of wavelength with
the spectral acceptance bandwidth of 1.8 nm; b) the overlap integral of
two Gaussian beams with one of them experiencing walk-off as a func-
tion of crystal length. Calculated for LBO crystal of 20 mm, fundamen-
tal beam radius of 156 µm, and walk-off angle of 9 mrad.
The optical spectrum of the 515 nm output is centered at 515.28 nm with a
FWHM of 0.27 nm, see Fig. 5.18(a). The spectral bandwidth of the 1030 nm
and 515 nm beams is rather stable with the repetition rate, see Fig. 5.18(a),
inset, although the central wavelength fluctuates. The temporal pulse of the
515 nm output (FWHM of 3.2 ns) is shown in Fig. 5.18(b).
Although the infrared laser operates up to 250 Hz, the harmonic genera-
tion is measured only up to 180 Hz. At higher repetition rates, damage of
the achromatic lenses L3 is observed. The pulse energy of the 515 nm output
increases from 68 µJ at 20 Hz to 87 µJ at 180 Hz. The measured SHG power
conversion efficiency exhibits rather constant behaviour in the range of 40-
45%, see Fig. 5.19(a), red squares. The pulse energy increase corresponds
to the pulse energy increase of the 1030 nm beam. It should be noted, that
the SHG crystal angle was slightly readjusted to compensate for the fluctu-
ating center wavelength of the infrared laser for different repetition rates, as
shown earlier in the report. See inset in Fig. 5.7(a). The SHG conversion
efficiency is calculated to be 44% at 100 Hz and does not change with the
repetition rate, see Fig. 5.19(a), magenta dots. We believe this is because
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Figure 5.18: a) Spectrum of the 515 nm output centered at 515.28 nm with a FWHM
of 0.27 nm; inset: spectral bandwidth of 1030 nm and 515 nm as a
function of repetition rate; b) pulse waveform of the 515 nm output
with a FWHM of 3.2 ns.
the temporal shape of the fundamental field, 1030 nm, starts to saturate, the
beam size remains constant as a function of the repetition rate. The pulse at
1030 nm has a FWHM of 5.4 ns in the model, as measured experimentally.
Figure 5.20(a) shows the modeled temporal shapes of the 1030 nm beam be-
fore the first crystal LBO1 (P10, orange), after the first crystal (P11, yellow),
after the second crystal LBO2 (P12, blue), and the 515 nm beam before the
second crystal LBO1 (P21). It it seen that the 1030 nm beam starts to saturate
after the first crystal, LBO1. If the 1030 nm beam size is smaller, the 1030
nm field will saturate in the center, resulting in reduced SFG conversion effi-
ciency. The refractive indices are calculated as in [128] with the temperature
dependence found in [127]. The effective nonlinear coefficients are taken
from [113]. The calculated temperature acceptance bandwidth is 2.5◦C and
the angular acceptance bandwidth ∆φ is 2◦.
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Figure 5.19: a) Pulse energy at the 515 nm output (blue circles), measured (red
squares) and theoretically calculated (magenta dots) SHG conversion
efficiency as a function of repetition rate; b) pulse energy of the 343 nm
output (blue circles), measured (red squares), theoretically calculated
(magenta dots) THG conversion efficiency as a function of repetition
rate. Magnification M1.25.
The pulse energy of the 343 nm laser increases from 2 µJ at a repetition
rate of 10 Hz to 26 µJ at 180 Hz, shown in Fig. 5.19(b). The measured
THG conversion efficiency (IR-UV) increases from 1 to 13%. We explain the
low conversion efficiency at lower repetition rates as follows. The SHG crys-
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tal was not readjusted during the measurement of the SFG measurements.
Only the SFG crystal was slightly readjusted to compensate for the center
wavelength fluctuations. Thus, the phase matching in the first crystal, LBO1
might be not optimal. The theoretically predicted IR-UV conversion effi-
ciency is in the range from 17% to 22% at a repetition rate from 10 to 180 Hz.
The conversion efficiency is 22% at 100 Hz, which is by a factor of 2 higher
than measured. This is probably due to a misaligned spatial overlap of the
interacting beams, or uncertainty of the nonlinear coefficients. In addition,
the beam walk-off is not treated in a precise manner. Figure 5.17(b) shows
the calculated overlap integral of two interacting Gaussian beams, 1030 nm
and 515 nm. The spatial overlap integral is calculated for different beam
sizes of the 1030 nm beam and decreases as the fields propagate through the
crystal. The smaller the beam waist, the smaller the overlap is. An additional
factor reducing the efficiency can be the angular acceptance bandwidth of
the second nonlinear crystal, LBO2. The measured far field angle θ1/2 of
the 1030 nm beam is shown in Fig. 5.20(b) as a function of repetition rate.
Magnified by a factor of 1.25 (M1.25), the half-angles exceed the acceptance
bandwidth of LBO2 (0.075 deg, orange solid line), thus reducing the conver-
sion efficiency.
The temperature acceptance bandwidth is calculated to be 3.1◦C and the
angular acceptance bandwidth, ∆θ is 0.08◦. Figure 5.23(a) presents the mea-
sured temporal profile of the THG pulse having a FWHM of 2.3 ns. The
optical spectrum of the 343 nm output is not measured since it was beyond
the spectral range of the OSA available. However, the spectrum of the 343
nm beam results from a convolution of the two interacting beams, 1030 nm
and 515 nm. Thus, the FWHM of the UV spectrum is below 0.2 nm.
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Figure 5.20: a) Calculated temporal shapes of the 1030 nm beam before the first
crystal LBO1 (P10, orange), after the first crystal (P11, yellow), after
the second crystal LBO2 (P12, blue), and the 515 nm beam before the
second crystal LBO1 (P21). At 100 Hz, beam waist of the 1030 nm
is 155 µm in the LBO1 crystal. b) Internal half-angle in LBO of the
1030 nm beam as a function of repetition rate, based on the measured
values, magnified by 1.25 (blue circles) and 2 (red squares). Half-angle
acceptance bandwidths for LBO crystal of 10 mm (yellow) and 20 mm
(orange) are shown.
Figure 5.21: Un-
damaged front sur-
face (above) and
damaged rear sur-
face (below) of the
LBO1 crystal.
Unluckily, during the experiment damage of the first nonlinear crystal,
LBO1 was observed, shown in Fig. 5.21. Most likely, the AR coating was
damaged. To avoid further damage, magnification of the 1030 nm beam in
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the nonlinear crystal was increased from −1.25 to −2. After that damage
was not visual on the surface.
Figure 5.22(a) shows the measured pulse energy (blue circles) of the 515
nm beam using a magnification of −2. The pulse energy, thus the SHG
conversion efficiency decreased by nearly factor of 2 compared to the mag-
nification of −1.25. The pulse energy increases in the range of 29 µJ to 50
µJ, and the conversion efficiency (red squares) is rather constant, at 22%.
The theoretically calculated SHG conversion efficiency matches very well
the measured values.
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Figure 5.22: a) Pulse energy (blue circles) at the 515 nm output, measured (red
squares) and modeled (magenta dots) SHG conversion efficiency, as
a function of repetition rate; b) and c) pulse energy (blue circles) of the
343 nm output, measured (red squares) and modeled (magenta dots)
THG conversion efficiency, with LBO2 crystal of 20 mm and 10 mm,
respectively. Magnification M2.
In turn, the pulse energy of the 343 nm decreased only about by 15%,
shown in Fig. 5.22(b). The jumps in the pulse energy are explained by
spectral fluctuations of the input beams. The THG conversion efficiency was
9% at 100 Hz, versus 10% with magnification of −1.25. Interestingly, the
discrepancy by a factor of 2 between the measured and calculated values in
Fig. 5.19(b) is absent in this case. The possible reason is that the far field
angles were decreased according to the magnification and are within the
angular acceptance bandwidth ∆θ1/2, see Fig. 5.20(b).
Figure 5.22(c) shows the pulse energy at 343 nm and the THG conversion
efficiency measured with the LBO2 crystal of 10 mm. The 343 nm pulse
energy is in the range from 2 µJ to 12 µJ (blue circles), and the measured
THG conversion efficiency is in the range of 1% to 6% at repetition rate from
10 Hz to 180 Hz. The calculated THG conversion efficiencies is below the
5.3 timing jitter and peak power fluctuations of the passively q-switched laser 83
measured values probably due to uncertainty of the nonlinear coefficients,
as mentioned before.
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Figure 5.23: a) Pulse waveform of the 343 nm output with a FWHM of 2.3 ns; b)
peak power distribution of the 343 nm laser output with a pulse-to-
pulse amplitude fluctuation of 2.4% measured with 1048 pulses.
After the collimating lens, L4, the UV beam is measured using the knife-
edge method (data shown later). The beam is elliptic with radii of wx =
1.54 mm and wy = 0.95 mm, respectively, where wx and wy are the 1/e2
radii measured. The ellipticity is 1.5. It was observed using a CMOS camera
that when changing the LBO2 crystal from 10 mm to 20 mm, the UV beam
maintains the same wy, however wx increases. This means that the elliptic
shape of the UV beam is dominated by the beam walk-off effect.
5.3 timing jitter and peak power fluctuations of the passively
q-switched laser
The developed passively Q-switched laser at 343 nm will later be employed
in time-resolved measurements for immunoassays. For this measurement
technique, excitation and detection are separated in time to avoid fast back-
ground fluorescence and exploiting the long lifetime of fluorophores. As
discussed in Chapter 2, for immunoassay diagnostics the detection of ex-
tremely low light levels is required, and measurements of very low analyte
concentrations are of interest. At these low light levels, any noise sources
and instabilities are relevant. Timing jitter and peak power fluctuation of the
excitation light source contribute as noise sources to the fluorescence mea-
surements. Therefore, in the following section we discuss the different noise
sources from the laser source: the timing jitter and peak power fluctuation.
We aim to estimate the impact of these noise sources on the fluorescence
measurements.
The timing jitter of the 1030 nm pulses was measured relative to the neg-
ative edge of the pump pulse, and does not change significantly with the
repetition rate, as shown in Fig. 5.8(c). The timing jitter was on average 32.5
µs. Interestingly, the Q-switched pulse moves towards the end of the pump
pulse and eventually is emitted after the pump pulse, whereas the timing
jitter is nearly the same.
The 1030 nm pulse-to-pulse peak power fluctuation was 1.6% calculated
from 1014 measured optical pulses. The histogram and normal distribution
curve are shown in Fig. 5.24(a). The Q-switched pulse is emitted approxi-
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mately 1.9 ms after the positive edge of the pump pulse (operating at 100
Hz). The timing jitter of the 1030 nm pulses is 32.6 µs which is 0.3% relative
to the cycle duration of 10 ms. The 1030 nm timing jitter is measured as the
standard deviation of the delay time distribution of 1075 optical pulses, plot-
ted in Fig. 5.24(b). Since the Q-switched pulse is emitted only about 100 µs
before the end of the pump pulse, the pulse width fluctuation of the pump
is also measured. The standard deviation of the pump pulse width is 2.5
µs. The fall time is 21.5 µs, calculated from an average of 1000 pulses, with
a standard deviation of 114 ns. The timing jitter of a passively Q-switched
system is fundamentally limited by the spontaneous emission noise [135].
Additional factors include pump pulse fluctuations, resonator mode fluctu-
ations, and temperature fluctuations of the laser medium and consequently
the emission wavelength [136, 137, 138, 139]. A few methods of reducing tim-
ing jitter of passive Q-switched lasers have been suggested, such as the use
of composite pump pulses [137] and bleaching the saturable absorber [138].
In our system, the diode pump pulse amplitude fluctuation was measured
to be very low (0.06%).
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Figure 5.24: a) Peak power distribution of 1030 nm pulses (1000 measurements).
The pulse-to-pulse amplitude fluctuation is 1.6%. b) Distribution of
delay time of the Q-switched pulse relative to the positive edge of the
pump pulse, 1075 measurements, the average value is 1.9 ms, standard
deviation is 32.6 µs (variation 1.7%).
The distribution of the 343 pulse peak power values was measured us-
ing 1048 pulses, as shown in Fig. 5.23(b). The pulse-to-pulse peak power
fluctuation is 2.4%. The accuracy of the peak power measurement is lim-
ited by the rise time of the detector. The peak power fluctuation reflects
the pulse-to-pulse energy fluctuation as the pulse width does not change at
fixed repetition rate.
As mentioned before, the obtained cycle duration of 10 ms matches the
decay lifetime of lanthanides which are often used in time-resolved fluores-
cence spectroscopy. As mentioned, the measured timing jitter is only 0.3%
relative to the cycle of the measurement (10 ms) and 3.2% relative to a typ-
ical lifetime of europium (1 ms). We calculated the impact of the timing
jitter on the collected signal from a fluorophore with a decay lifetime of 1
ms. The timing jitter of 32 µs results in a fluctuation in the range of ±3%
of the emitted fluorescence signal, within one standard deviation and ±7%
within two standard deviations. Depending on the exact application this
noise source can be neglected. For example, in Chapter 4 we show that in a
state-of-the-art immunoassay measurement system, the variation from sam-
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ple to sample can be up to 6%, and from system to system up to 11%. We
note that the noise can be further reduced by signal averaging. For appli-
cations requiring higher sensitivity, or when employing short (nanosecond)
lifetime fluorophores, the timing jitter noise factor can be avoided by opti-
cally triggering the detection circuit. With a peak power fluctuation of 2.4%
the collected signal changes within 2.4% as well.
5.4 conclusion
A low repetition rate, simple and cost-effective 343 nm solid-state laser
source is developed through THG of a passively Q-switched diode-pumped
Yb:YAG laser source. At 343 nm, pulse energy of 20 µJ, pulse width of 2.3
ns and operation at a repetition rate of 100 Hz is obtained. The converted
light is generated from pulse energy of 190 µJ (1030 nm) and pulse width
of 5.4 ns. The conversion efficiency is 10.4% at 100 Hz which is compara-
ble to that obtained with mode locked lasers. The UV laser emits pulses
on demand and can be electronically synchronized with a detection circuit.
The low repetition rate matches particularly the millisecond scale lifetime of
lanthanide fluorophores, targeting applications in fluoroimmunoassays and
time-resolved fluorescence spectroscopy. The 343 nm output targets the ex-
citation peak of the lanthanides. To the authors knowledge, this is the first
demonstration of 343 nm passively Q-switched solid-state laser.
In addition, the obtained timing jitter can be neglected when using for
long fluorescence lifetime (about 1 ms) fluorophores, i.e. lanthanides widely
used in fluoroimmunoassays. The timing jitter, however, can be avoided
by implementing an optical feedback system. The UV pulse-to-pulse peak
power fluctuation is 2.4%. The impact of these noise sources can be further
decreased by signal averaging. High spatial beam quality and narrow spec-
tral emission of the laser will allow for further decrease of the unwanted
background contributions in fluoroimmunoassay measurements.

6
L A S E R I N D U C E D T I M E - R E S O LV E D F L U O R E S C E N C E
M E A S U R E M E N T S O F T R O P O N I N I
In this chapter, we report on the laser-induced time-resolved fluorescence
measurements for immunoassays, where the developed laser at 343 nm is
used as an excitation source. Only the high-sensitivity troponin I (hsTnI), as-
say 2 was used in the experiments since it has the highest sensitivity and the
best spectral overlap with the laser emission wavelength. In the following,
the aim is to investigate the performance of the laser excitation compared to
LED excitation.
6.1 experimental setup
The experimental setup is shown in Fig. 6.1. The laser setup before the
prism P is the same as in Fig. 5.15. The prism is used to spatially separate
the 343 nm laser beam from the other interacting laser beams. The prism is
inserted at Brewsters angle for the 343 nm beam to minimize the reflection
loss. The laser beam was attenuated using a half wave plate (WP) for 343
nm combined with a polarizing beam splitter (PBS). The mirror M3 is a
scanning mirror, which is placed in a mount AG-M050N-S from Newport.
It is controlled by a piezo-motor Agilis AG-UC2-UC8 also from Newport.
The lens system L5 consists of two cylindrical lenses working as a Galilean
telescope and is used to circularize the 343 nm laser beam. Then the laser
beam enters the optical unit. The optical unit housing and the fluorescence
optical system are the same as in the previous experiments (Chapter 4). The
excitation path is modified as in the following. When the focusing lens L6
is absent, the sample is illuminated by a collimated UV beam. With the
focusing lens L6 inserted, the laser beam is focused at the bottom of the cup.
The inset photograph in Fig. 6.1 shows the beam scanning system.
The laser emission is synchronized with the detection unit by the FPGA,
see Fig. 3.6. After each FPGA trigger pulse, one Q-switched pulse is emitted.
The trigger pulse train from the FPGA defines the repetition rate of the Q-
switched laser and the measurement.
The main differences between laser, the light emitting diode (LED) and
flash lamp excitation are summarized in Table 6.1. Firstly, the laser emission
spectrum is narrower by a factor of 50 and 240, compared to the LED and the
flash lamp, respectively. The spectral overlap is calculated for assay 2 and
is normalized for the largest overlap from the laser excitation. The spectral
overlap is decreased by 17% and by 35% for the LED and filtered flash lamp
excitation, respectively. Secondly, the laser emission exhibits significantly
shorter pulse width and correspondingly higher peak power: by 5 and 2
orders of magnitude for the LED and the flash lamp, respectively. Thirdly,
the laser beam is spatially coherent and thus has a Gaussian profile in a test
cup, while the LED and the flash lamp are spatially incoherent and approach
a top-hat distribution, see Fig. 3.4 and 3.5. Finally, the laser beam is linearly
87
88 laser induced time-resolved fluorescence measurements of troponin i
L
D
 
L
C
 
S
A
 
O
C
 6
0%
 L
B
O
1
 L
B
O
2
L
3
(o
u
t 
o
f 
p
la
n
e)
M
3
W
P
   
P
B
S
S
am
p
le(o
u
t 
o
f 
p
la
n
e)
P
M
T
 L
6
P
D
P
D
U
V
 l
as
er
P
M
T E
m
is
si
o
n
b
an
d
p
as
s 

lt
er
M
4
S
am
p
le
U
V
 b
an
d
p
as
s

lt
er
T
ri
g
g
er
L
2
L
1
L
4
P
L
5
M
3
M
2
M
1
P
M
1
M
2
M
4
Fi
gu
re
6.
1:
Ex
pe
ri
m
en
ta
ls
et
up
of
la
se
r
ba
se
d
flu
or
es
ce
nc
e
sy
st
em
:
LD
-
la
se
r
di
od
e,
L1
-L
6
-
le
ns
sy
st
em
s,
LC
-
la
se
r
cr
ys
ta
l,
SA
-
sa
tu
ra
bl
e
ab
so
rb
er
,O
C
-
ou
tp
ut
co
up
le
r,
LB
O
1
an
d
LB
O
2
-
no
nl
in
ea
r
cr
ys
ta
ls
,
P
-
pr
is
m
,
M
1-
M
4
-
m
ir
ro
rs
,
W
P
-
ha
lf
w
av
e
pl
at
e
at
34
3
nm
,
PB
S
-
po
la
ri
zi
ng
be
am
sp
lit
te
r,
PM
T
-
ph
ot
om
ul
ti
pl
ie
r
tu
be
,P
D
-
ph
ot
od
io
de
.
6.2 photobleaching study 89
polarized. However, the impact of the polarization on the fluorescence is
unknown.
Table 6.1: Summary of the most relevant parameters of the employed light sources:
spectral bandwidth, FWHM (∆λ), normalized spectral overlap with assay
2, pulse width (τp), spatial coherence and linear polarization.
Light source ∆λ, nm Spectral overlap τp Spatial coh. Polarization
Laser 0.2 1 2.3 ns yes yes
LED 10 0.83 200 µs no no
Flash lamp 48 0.65 200 ns no no
(filtered)
With these differences in mind, we performed laser induced fluorescence
measurements in immunoassays.
6.2 photobleaching study
The photobleaching study performed in Section 4.5 was repeated using the
laser excitation. The reason being that the peak power of the laser excitation
pulse is by 5 orders of magnitude (105) higher compared to that of the LED
excitation. We investigated if the considerably higher peak power affects
the photobleaching rates. The laser energy density is calculated using the
effective area Aeff that is equal to that of a Gaussian elliptic with beam radii
wx and wy.
Figure 6.2 shows the normalized fluorescence signal from sample cups
(LQC1) measured with hsTnI (assay 2) with a concentration of 30 ng/L and
blank cups (AB) as a function of laser excitation energy density. Data previ-
ously measured with the LED system (shown in Fig. 4.9) is also plotted here
for comparison. The laser exposure level was 1.8 kW/mm2. The measured
data were fitted to double exponential functions.
Photobleaching rate constants are shown in Table 6.2. The sample cups are
bleached approximately with the same rate when excited by the laser com-
pared to the LED. However, the blank cups are bleached significantly faster
with the LED excitation, compared to the laser for the same excitation energy
density. At the same time, it was shown in Fig. 4.9 that blank cups generally
exhibit high variation. Photobleaching of several blank cups were measured
in Fig. 4.9 and the corresponding photobleaching constants differed by 13%
and 28% for jb1 and jb2, respectively, see Table 4.8. The difference between
the photobleaching constants here is larger than the variation reported in
Table 4.8. The reason is unknown.
6.3 high-sensitivity troponin i measurement
The procedure is described in the following. The test cups were first pro-
cessed by a Radiometer AQT90 FLEX immunoassay (IA) analyzer. The ana-
lyzer employs the LED based excitation optical unit, developed in Chapter
4. The excitation system was system 2. The fluorescence optical system was
improved by increasing the acceptance angle of the first lens in the emis-
sion optics, which is facing the sample. The theoretical improvement of the
90 laser induced time-resolved fluorescence measurements of troponin i
0 0.02 0.04 0.06 0.08 0.1
Excitation energy density, J/mm2
0
0.2
0.4
0.6
0.8
1
1.2
A
ss
ay
 2
 n
o
rm
al
iz
ed
 f
lu
o
re
sc
en
ce
 s
ig
n
al
Laser LQC1
Laser AB
LED LQC1
LED AB
Figure 6.2: Normalized fluorescence signal as a function of excitation energy den-
sity showing photobleaching of: sample cup processed with 30 ng/L,
measured with hsTnI (assay 2); blank cup processed with assay buffer.
The data were fitted to double exponential functions. Laser exposure
level is 1.8 kW/mm2.
Table 6.2: Photobleaching rate constants of test cups with a hsTnI concentration of
30 ng/L (LQC1), blank cup (AB) obtained by curve fitting for replicates
measured with assay 2. The exposure level corresponds to 1.8 kW/mm2.
Laser LED
LQC1 AB LQC1 AB
jb1, mJ/mm2 30.0 9.8 17.7 2.0
95% CI [26.0; 35.5] [8.0; 12.6] [15.2; 21.1] [1.5; 3.2]
jb2, mJ/mm2 460.5 236.6 233.2 42.7
95% CI [427.2; 499.3] [198.9; 292.0] [226.2; 240.6] [30.7; 70.4]
collected fluorescence signal is 90% compared to the old system. In the an-
alyzer, the test cups were exposed to 5x1000 cycles of light pulses with a
pulse energy of 10.7 µJ each, corresponding to a LED current of 1200 mA
and a pulse width of 200 µs. The sample cups are processed with LQC sam-
ples. The blank cups are processed with assay buffer (AB). After processing,
the cups were removed from the analyzer and transported to Risø campus
facilities.
The test cups were then measured by the laser excited time-resolved flu-
orescence system. The laser beam size was determined with a knife-edge
method, measured after mirror M3 in the sample plane. The beam was col-
limated by the L4 lens. The cylindrical lenses L5 were not inserted. The
experimental data and corresponding Gaussian fitting curves are shown in
Fig. 6.3(a). The determined beam radii, wx and wy are 1.54 mm and 0.95
mm, respectively. This corresponds to an ellipticity of 1.6. The effective area
Aeff of the laser beam is calculated for a Gaussian elliptic beam with beam
radii wx and wy, respectively:
Aeff =
piwxwy
2
(6.1)
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The effective beam area is 2.3 mm2, which is by a factor of 7 smaller than
the LED illumination area.
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Figure 6.3: Intensity profiles of the laser beam at 343 nm: a) collimated, with the
beam radii wx and wy of 1.54 mm and 0.95 mm, respectively; the effec-
tive area was 2.3 mm2; b) shaped with the cylindrical lenses L5, with
beam radii wx and wy of 2.05 mm and 2.26 mm, respectively; the effec-
tive area was 7.3 mm2. The dots are measured values using the knife-
edge method, solid lines are Gaussian fits.
Table 6.3 shows the measurement parameters and the statistical data. 9
replicates of the sample cups were processed with LQC1 with a concentra-
tion of 30 ng/L. 12 replicates of blank cups were processed with AB. The
data from the analyzer was divided by a factor of 5, so that only 1000 cycles
were taken into account. This was done in order to avoid bleaching effects,
which would impact the measurements if the samples were exposed to ex-
tra 5000 cycles during the laser excitation measurement. Instead, only 1000
cycles are compared. The timing of the laser and LED were equal: pre-delay
time of 300 µs, and a measurement window of 1600 µs. The repetition rate
of the laser based system was 100 or 90 Hz and not higher in order to avoid
damage of the achromatic lenses, L3. The laser measurements are performed
with a magnification of the 1030 nm laser beam in the LBO1 crystal equal to
−1.25 (lens system L2).
Following conclusions are drawn from Table 6.3. Firstly, the fluorescence
signal of the sample cups (LQC1) is decreased only by 4% using laser exci-
tation, compared to the LED instrument. At the same time, the short pulse
width of the laser should increase the signal by 10% (with equal pulse energy
and area), see Fig. 3.10(b). The better spectral overlap should increase the
fluorescence signal by 17%, see Table 6.1. Total expected improvement was
27%, for the same excitation energy. The specific signal per unit area, SfAeff , is
20492 counts/mm2 and 3116 counts/mm2 for the laser and LED excitation,
respectively. So, the illumination area decreased by a factor of 7, and the
specific signal per unit area increased by a similar factor of 6.5 using laser
excitation, compared to LED. Therefore, the fluorophores are not saturated
by laser excitation, and the fluorophores distribution is rather uniform. The
improvement of 27% predicted by the temporal and spectral parameters was
not observed.
Secondly, the blank signal (AB cups) increased by 56% using laser exci-
tation. As discussed in Section 4.6, the fluorescence decay of a blank cup
consists of two exponential decays, with decay constants of 1049 µs and 124
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Table 6.3: Statistical data of test cups of assay 2, processed with a sample LQC1
with a concentration of 30 ng/L, and with AB (0 ng/L), measured with
the laser based unit and the LED based IA analyzer.
Parameter Laser system LED based AQT90
Aeff, mm2 2.3 16
Ellipticity 1.6
Number of pulses 1000 1000*
Average power, mW 1.05 2.68
Frequency, Hz 100 250
Pulse energy, µJ 10.5 10.7
Pulse width 2.3 ns 200 µs
LQC1 sample
µS, counts 49395.9 51314.0
σS, counts 5138.6 2939.3
CVS 0.10 0.06
Sf
Aeff
, counts/mm2 20492 3116
AB sample
µB, counts 2263.9 1450.8
σB, counts 590.8 174.0
CVB 0.26 0.12
µB
Aeff
, counts/mm2 984 91
SNR 9.1 16.9
S/B 20.8 34.4
*data divided by 5
µs, respectively, see Fig. 4.12 and Table 4.10. For the longer decay time, the
fluorescence signal increase when excited by the laser is by 10%, compared
to LED excitation, as previously discussed, see Fig. 3.10. For the shorter
decay of 124 µs, the fluorescence signal increases by 50% when excited by
the laser, compared to the LED excitation. Moreover, the background signal
per unit area ( µBAeff ) was 984 counts/mm
2 and 91 counts/mm2 using laser
and LED excitation, respectively. So, the background signal per unit area
increased by a factor of 11 which is significantly larger than the illumination
area scaling (7).
Finally and most importantly, the variation of both sample cups and blank
cups (CVS and CVB), is significantly higher when excited by the laser: by
67% and by 116%, respectively. Consequently, with laser excitation the SNR
and S/B decreased by a factor of 1.9 and 1.7, respectively. We believe that
there are two main reasons for the increased variation and hence the de-
creased performance: the pulse energy fluctuation of the laser; and the non-
symmetrical illumination area of the laser. It was experienced that the laser
operated in an unstable fashion during the measurement, probably due to
the damage of the LBO1 crystal. This was discussed in Section 5.2. We ob-
served the values measured by a reference photodiode, PD, see Fig. 6.1. The
reference photodiode is placed opposite to the UV light source and measures
the corresponding excitation average power, which is transmitted through
the dichroic mirror, M4. The variation of the reference photodiode values
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was 5% and 21% for the measurements of LQC1 and AB cups, respectively.
However, there was no direct correlation between the reference photodiode
readings and the measured fluorescence signal for individual test cups. For
this reason, the fluctuation of the reference photodiode readings for individ-
ual test cups was not taken into account in the post-processing of the fluo-
rescence signal data. To eliminate these sources of variation, two changes
were performed in the next experiments: the 1030 nm beam magnification
(i.e. beam size) in LBO1 crystal was increased from −1.25 to −2 to decrease
the laser intensity; then, the laser beam area was circularized to investigate
the impact of the illumination area symmetry on the observed variation.
In the following experiment the laser beam area is circularized with two
cylindrical lenses, L5. The beam size is measured with the knife-edge method
in the sample plane. The experimental data and the corresponding Gaussian
fitting curves are shown in Fig. 6.3(b). The determined beam radii, wx and
wy are 2.05 mm and 2.26 mm, respectively. The effective beam area was 7.3
mm2 and the ellipticity was 1.1. The laser illumination area is now smaller
by a factor of 2 compared to the LED illumination area. With the current
system, it was not possible to obtain an illumination area equal to the LED
illumination area due to the spatial coherence of the beam. To create a top-
hat distribution in the test cup, the spatial coherence has to be destroyed in
further experiments. Table 6.4 shows the experimental parameters and sta-
tistical data. The number of replicates was the same: 9 replicates of sample
cups, processed with LQC1 (concentration of 30 ng/L), and 12 replicates of
blank cups, processed with AB. The data from the analyzer was divided by
5, so that only 1000 cycles were taken into account.
Firstly, with the larger laser area resulted in the fluorescence signal de-
crease of 28%. However, the reading of the reference photodiode was 0.83
of that measured in the first experiment (see Table 6.3). Therefore, the mea-
sured averaged fluorescence signal is now compensated for the averaged
reference photodiode reading. Then, the compensated fluorescence signal
is 42925 counts. Specific signal per unit area is 5755 counts/mm2. This is
by 14% smaller than that for LED. So, with an illumination area decreased
by a factor of 2.2, the specific signal per unit area increased by a similar
factor of 1.9 using laser excitation compared to LED. Again, the predicted
improvement of 27% was not confirmed. Compared to the first experiment
(see Table 6.3), the following was observed. With the laser illumination area
increased by a factor of 3.2, the specific signal per unit area decreased by a
nearly the same, factor of 3.6, which is to be expected. Therefore, as in the
first experiment, we conclude that the laser excitation does not saturate the
europium chelates and their distribution is rather uniform in sample cups.
In addition, the laser excitation did not show the theoretical improvement in
fluorescence signal.
Secondly, the blank cups signal decreased by 40% compared to LED. The
background signal per unit area was 125 counts/mm2 and 81 counts/mm2
using laser and LED excitation, respectively. So, the illumination area de-
creased by a factor of 2 and the background signal per area increased by a
factor of 1.5 using laser excitation compared to LED. In turn, using laser ex-
citation, the background signal per unit area was 984 counts/mm2 and 125
counts/mm2 for the experiment 1 and 2, respectively. Thus, the background
signal per unit area has decreased by a factor of 7.9 when the laser illumina-
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Table 6.4: Statistical data of test cups of assay 2, processed with a sample LQC1
with a concentration of 30 ng/L, and with AB (0 ng/L), measured with
the laser based unit and the LED based IA analyzer.
Parameter Laser system LED based AQT90
Aeff, mm2 7.3 16
Ellipticity 1.1
Number of pulses 1000 1000a
Average power, mW 0.94 2.68
Frequency, Hz 90 250
Pulse energy, µJ 10.4 10.7
Pulse width 2.3 ns 200 µs
LQC1 sample
µS, counts 35628 (42925)b 49792
σS, counts 2839 3794
CVS 0.08 0.08
Sf
Aeff
, counts/mm2 4774 (5755)b 3031
AB sample
µB, counts 776 (913)b 1301
σB, counts 72.6 168
CVB 0.09 0.13
µB
Aeff
, counts/mm2 125 81
SNR 12.3 12.8
S/B 44.9 37.2
adata divided by 5
bcompensated for the reference photodiode reading
tion area was increased by a factor of 3.2. The increase by 50% of the blank
cup signal, observed in the first experiment, was not observed here. So, the
background signal per unit area does not scale linearly with the illumination
area. Apparently, the larger laser illumination area (7.3 mm2) resulted in less
background noise. Probably, this is due to a non-uniformity of the distribu-
tion of background noise sources in blank cups. To confirm the hypothesis,
further investigations are needed.
Thirdly, the variation of blank cups counts (CVB) decreased significantly
compared to both the LED excitation and the laser excitation having a non-
symmetrical illumination area (Table 6.3). At the same time, the variation of
the reference photodiode readings is 11% and 9% for the LQC1 and AB cups,
respectively. The pulse energy fluctuation corresponds to an additional noise
source in Eq. 4.3. Interestingly, a much larger variation of the pulse energy
of the laser, compared to the LED, does not impact the measurement result.
The reason being that the cup-to-cup variation dominates over the pulse
energy fluctuations. Measured with LED based IA analyzer, the reference
photodiode variation is about 0.1% and can be neglected (compared to the
signal variation, CVS of 8% in Table 6.4). Only in the case when the pulse
energy variation is comparable to or larger than the cup-to-cup variation, it
affects the measurement, as seen in Table 6.3 for the blank cups. The SNR
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is nearly the same and S/B is improved by 21% compared to the LED based
instrument.
The pulse energy fluctuation measured in Section 5.3 was 2.4%, see Fig.
5.23. However, that pulse energy fluctuation was measured with a tempera-
ture stabilized system. In these experiments, it was observed that for fluores-
cence measurements, the pulse energy fluctuation of the laser increases be-
cause the system is not temperature stabilized. However, as discussed above,
the excitation pulse energy variation is not the dominating noise source in
our measurements.
In order to confirm that the fluorophore excitation is not saturated using
laser excitation, the following experiment was performed. The sample cups
were excited with 50% of the excitation peak power. For the LED, the peak
power was reduced by decreasing the LED current. For the laser, the peak
power was reduced using a half wave plate and a polarizer. So, the pulse
duration was constant. The fluorescence signal decreased by a factor of 2 for
both LED and laser based excitation of the cups LQC1 (data not shown). For
the blank cups, the fluorescence signal decreased by a factor of 2 with LED
and by 1.4 for laser excitation.
6.4 conclusion
In this chapter, laser based time-resolved fluorescence measurements of tro-
ponin I in immunoassay were discussed. The laser illumination area was
2.3 mm2 and 7.3 mm2 (ellipticity of 1.6 and 1.1, respectively). The measure-
ments were compared to the developed LED based immunoassay analyzer.
The excitation pulse energy of the laser was equal to that of the LED based
system. The LED illumination area was 16 mm2, i.e. by a factor of 7 and 2
larger than the laser illumination areas, respectively. Following conclusions
were formulated.
Firstly, the fluorescence signal per unit area was larger by a factor of 6.5
and 1.9 using a laser excitation area of 2.3 mm2 and 7.3 mm2, respectively,
compared to the LED excitation. These improvement factors nearly match
the factors by which the illumination area was decreased using laser excita-
tion. Therefore, 1) the high peak power of laser excitation does not saturate
the europium chelates in our experiments; 2) the distribution of chelates in
sample cups is rather uniform. Moreover, the smaller laser illumination area
of 2.3 mm2 resulted in an increased fluorescence signal per unit area by a fac-
tor of 3.5 compared to the larger area (7.3 mm2), as expected. Interestingly,
the predicted improvement of fluorescence signal by 27% was not confirmed
experimentally.
Secondly, with a laser excitation area of 2.3 mm2, the blank cups signal
increased by 56% compared to that of the LED excitation. Likely, this was
partially due to the short exponential decay from the blank cups of 124 µs,
which theoretically increased the background value by 50%. However, the
fluorescence signal per unit area was larger by a factor of 11 and 1.5 using
a laser excitation area of 2.3 mm2 and 7.3 mm2, respectively, compared to
the LED excitation. Moreover, with the laser illumination area increased by
a factor of 3, the signal of the blank cups per unit area decreased by a factor
of 8 and was then even smaller by 30% compared to the LED. Apparently,
larger laser illumination area results in reduced background noise compared
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to both, smaller laser illumination area and the LED. The background noise
per unit area does not scale linearly with the illumination area. Therefore, it
is beneficial to have reduced brightness in the center of a blank cup. We sug-
gest that it is likely caused by a non-uniformity of noise sources distribution
in blank cups, or a nonlinearity of background noise signal with excitation
peak power. Further investigations are needed to confirm these hypotheses.
Thirdly, the non-symmetry of the UV illumination area and the pulse en-
ergy fluctuation of the light source impact the signal variation significantly.
With a circularly illuminated laser area (ellipticity of 1.1), the variation de-
creased from 26% to 8% for the blank cups, compared to a non-symmetric
area. Moreover, with the circularly illuminated area, this variation was com-
parable to that of the LED, although the pulse energy fluctuation was higher.
This was due to the dominant noise contribution from the cup-to-cup vari-
ation in the measurements. Thus, with the circularly illuminated area the
SNR was similar and S/B was improved by 21% compared to the LED exci-
tation.
Finally, it was demonstrated that the narrowband laser excitation did not
saturate the sample cups at the employed pulse energy level. In addition,
the photobleaching study showed that for sample cups, the photobleaching
rates with the laser excitation were similar to those with the LED excitation.
An important conclusion was that the distribution of background noise
sources in blank cups was non-uniform and impacted the measurements
considerably. Further investigation is required to understand the distribu-
tion of immunocomplexes in sample cups, and noise sources in blank cups.
Unluckily, this investigation was not performed in this project due to time
constraints. However, the developed optical system incorporates the possi-
bility of scanning.
7
C O N C L U S I O N A N D O U T L O O K
7.1 conclusion
In this work, time-resolved fluorescence measurement systems for immunoas-
says were investigated, based on two novel light sources. Two systems were
developed: firstly, a system based on LEDs at 340 nm, and 2) a system based
on a solid-state passively Q-switched solid state laser emitting light at 343
nm.
For the first time to our knowledge, a time-resolved fluorescence mea-
surement system based on a 340 nm LED was successfully employed for
immunoassays detection. Two optical systems were designed, with a differ-
ent magnification of −5 and −4, respectively. The first optical system was
designed to collect up to 80% of the LED light, emitted from the 1x1mm2
Lambertian chip and focused to an area of 5x5 mm2 in the bottom of a test
cup with a 6.7 mm diameter. The illuminated area was three times larger
than that of the Xenon flash lamp, however still small enough to excite flu-
orescence efficiently and subsequently be imaged on a PMT photocathode.
The LED was operated at 370 mA in pulsed mode. The LED pulse width was
200 µs and the pulse energy was 5.1 µJ when operated below the specified
maximum current limit. This pulse energy was equal to the pulse energy
from the Xenon flash lamp. A three orders of magnitude increase in pulse
width using LED excitation compared to the flash lamp was estimated to re-
duce the fluorescence signal by a mere 10% due to the long fluorescence
lifetime of the europium label. The signal-to-background was improved
significantly when excited by the LED, expectedly due to the absence of
the flash lamps afterglow and narrower emission spectrum of the LED. A
test with real immunoassay samples of the cardiac marker TnI (200 ng/L),
showed comparable SNR for the LED and Xenon flash lamp respectively, for
the same excitation pulse energy. A SNR of 35 (measurement time 3 s), equal
to that of the flash lamp system, was obtained without overdriving the LED
and could be further improved by increasing the LED current.
The second, optimized LED based system, was designed to have a collec-
tion efficiency of 50% and an illumination area of 4x4 mm2. The optimized
illumination area had a more optimal overlap with the chemically active area
in the cup and avoided generating interfering background fluorescence from
outside of the chemically active area. The LED current was at 455 mA, still
below the maximum specification current. The optimized LED based sys-
tem was tested in an immunoassay instrument intended for PoC use. The
laboratory tests were performed with a standard TnI assay and a research
prototype hsTnI assay. The LoD was improved by a factor of 5, from 9.5 ng/L
to 1.9 ng/L, for the standard TnI assay when measured with the LED based
instrument, thus significantly outperforming the state-of-the-art flash lamp
OU based instrument. The improvement was achieved primarily by optimiz-
ing the overlap between the UV illumination area and the chemically active
area where the immunocomplexes are located.
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98 conclusion and outlook
In the implementation of the novel research hsTnI assay using the LED
based instrument we have obtained a detection limit of 0.22 ng/L measured
on plasma, showing an improvement by a factor of 3 compared to the flash
lamp based instrument. Using data for an existing hsTnI assay from an
external manufacturer, we estimated the required value of LoD to be 0.43
ng/L in order to meet the hsTnI criteria, which are imposed by the need of
more sensitive assays for earlier diagnosis of AMI. The combination of LED
excitation and the prototype hsTnI assay enabled LoD of 0.22 ng/L, which
is 49% below the estimated requirement. We believe our preliminary results
are an important step in the development of the hsTnI assay for PoC testing
and that the hsTnI criteria will soon be documented in PoC systems using
LED excitation, ultimately leading to more accurate interpretation of clinical
tests and earlier diagnosis and rule-out of AMI.
A model was suggested, which included the background and noise con-
tributions to describe time-resolved immunoassay detection. The model can
be generally applied to lanthanide-based heterogeneous time-resolved fluo-
roimmunoassays. We showed that the temporal decay of the background in
the system included two exponential terms. The SNR can be improved by
choosing an optimal pre-delay time to largely match the short background
decay time (about hundreds of µs), whereas the long lifetime decay term
originating from the non-specific binding of the tracer antibodies to the cups
inner walls cannot be filtered. We also demonstrated that the cup-to-cup vari-
ation was a dominating noise contributor that was limiting the instrument
performance.
In the second part of the project, a low repetition rate, simple and cost-
effective 343 nm solid-state laser source was developed through THG of a
passively Q-switched diode-pumped Yb:YAG laser source. For the first time
to our knowledge, a passively Q-switched, solid-state UV laser at 343 nm
was demonstrated. At 343 nm, a pulse energy of 20 µJ, pulse width of 2.3 ns,
and operation at a repetition rate of 100 Hz was obtained, converted from
1030 nm with pulse energy of 190 µJ and pulse width of 5.4 ns. The UV-
IR conversion efficiency was 10.4% at 100 Hz, which is comparable to that
obtained with mode locked lasers. The UV laser emits pulses on demand
and can be electronically synchronized with the detection circuit. The low
repetition rate matched particularly well the millisecond scale lifetime of
lanthanide fluorophores, targeting applications in fluoroimmunoassays and
time-resolved fluorescence spectroscopy. The 343 nm output targeted the ex-
citation peak of the lanthanides. The timing jitter of the developed laser was
32.6 µs which was only 0.3% relative to the cycle of the measurement (10
ms) and 3.2% relative to a typical lifetime of europium (1 ms). In immunoas-
say measurements, this was smaller than typical cup-to-cup variations (6%).
The timing jitter, however, can be avoided by implementing an optical feed-
back system. The UV pulse-to-pulse peak power fluctuation was 2.4%. The
impact of these noise sources can be further decreased by signal averaging.
A few guidelines were given based on the analysis of the observed sat-
urable absorbers damage. The recommended surface quality of intracavity
components for high-power systems is 10-5 S-D. High power Yb:YAG lasers
with the intracavity intensity exceeding 0.2 GW/cm2 or 1.0 J/cm2 (1030 nm,
10 ns), are recommended to be designed as microchip resonators with no
air-crystal surface interface, despite the LIDT of 0.5 GW/cm2 (1064 nm, 10
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ns) provided by most crystal vendors. In addition, it was concluded that
the uncertainty of doping concentration of MgO in MgO:LiNbO3 crystal
considerably hampers its employment for the SHG of 1030 nm. The phase-
matching temperature of two 5%MgO:LiNbO3 crystals for SHG of 1030 nm
was not observed in the temperature range from 14◦C to 100◦C.
A photobleaching study was performed both with LED and laser excita-
tion. Photobleaching constants were reported. We showed that photobleach-
ing effects do not affect the immunoassay measurements. In addition, the
significantly higher peak power of the laser excitation, compared to that of
the LED (by 5 orders of magnitude), did not damage the fluorescent chelates.
The photobleaching constants of sample cups using laser excitation were
similar to that using LED excitation.
Finally, a laser based time-resolved fluorescence system was developed
and for the first time successfully employed for measurements of troponin
I in immunoassays. The laser illumination area was 2.3 mm2 and 7.3 mm2
with an ellipticity of 1.6 and 1.1, respectively. That was smaller by a factor
of 7 and 2 compared to the LED illumination area (16 mm2), respectively.
The fluorescence signal per unit area was larger by a factor of 6.5 and 1.9
using the laser excitation compared to LED excitation. These factors nearly
match the scaling of the illumination area. Therefore, 1) the employed flu-
orophores are not saturated by the laser excitation; 2) the distribution of
the fluorophores in sample cups is rather uniform. However, the theoreti-
cally predicted improvement of the fluorescence signal by 27% using laser
excitation was not observed.
In turn, the blank cups signal increased by 56% using laser excitation area
of 2.3 mm2, compared to the LED excitation. Probably, this was partially due
to the short exponential decay of blank cups of 124 µs, which theoretically
increases the background value by 50%. Using a laser illumination area of
2.3 mm2 and 7.3 mm2, the fluorescence signal per unit area (blank cups) was
larger by a factor of 11 and 1.5, compared to LED. Moreover, with the laser
area increased by a factor of 3 (7.3 mm2 vs 2.3 mm2), the fluorescence signal
of the blank cups decreased by a factor of 8 and was then even smaller by
30% compared to the LED. Apparently, the background noise per unit area
did not scale linearly with the illumination area. Therefore, we conclude that
using the larger laser illumination area, the background noise is reduced,
compared to both: the smaller laser area and the LED. Potentially, this was
caused by the non-uniformity of the noise sources distribution in blank cups,
or nonlinear response of the background noise to excitation peak power. This
observation should be further investigated in future work.
In addition, we demonstrated that the non-symmetry of UV illumination
area and pulse energy fluctuation of the light source impacted the signal
variation significantly. With a circular laser illumination area (ellipticity of
1.1), the background variation decreased by 2% and 17% for the sample and
blank cups, respectively, compared to a non-symmetric area. Moreover, with
the symmetric laser area, this variation was comparable to that of the LED
excitation, although the pulse energy fluctuation is significantly higher. This
was due to the dominating noise source from the cup-to-cup variation in the
measurements.
To sum up the results from the laser induced time-resolved fluorescence
measurements in immunoassays: similar SNR was obtained, and S/B was
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improved by 21% using laser excitation with a circularized laser area of 7.3
mm2, compared to the LED excitation. Using a larger laser illumination
area (7.3 mm2 vs. 2.3 mm2), the background noise was reduced. Further
investigations are needed to study the distribution of noise sources in blank
cups.
7.2 outlook
Potential improvements of the developed time-resolved system for immunoas-
says are discussed in the following. Coming back to Eq. 2.1, which nicely
combines all the parameters of a time-resolved fluorescence measurement,
we enumerate the following improvements.
In the designed system, the excitation efficiency, ηexc is rather high (0.5).
However, the fluorescence system efficiency, ηfl can be improved signifi-
cantly by employing a transmission-type fluorescence measurement system.
In such a system, the fluorescent light is collected below the test cup. In this
case, the collection is not limited by the cup geometry and the acceptance an-
gle of the emission optical system. Instead, a much larger angle, ultimately
limited by a semi-sphere of 2pi, can be collected. A preliminary design of
such a system was performed, which showed a theoretical improvement of
the collection efficiency by a factor of 22. Moreover, in the current system,
the detector is limited by the requirement of low dark current. Thus, the de-
tector quantum yield, Q, is relatively low. However, when the fluorescence
signal is increased by a factor of 22, a detector with larger dark current, but
also larger quantum yield, can be employed.
It was suggested based on the experimental data that the noise sources
distribution in blank cups is non-uniform, which impacts the measurements
considerably. Further investigation is required to understand the distribu-
tion of immunocomplexes in the sample cups as well as noise sources in
the blank cups. The information of the chelates distribution will allow us
to design an optical system with an optimized overlap. The optimized over-
lap would take into account both the distribution in sample and blank cups
which is supposedly different, and thus maximize the fluorescence signal
per unit area while simultaneously minimizing the background noise.
The high spatial beam quality of the laser allows for 2D scanning of the
sample cups. The developed laser based optical system incorporates the
possibility of scanning and can be employed for further investigation of the
distribution of chemically active elements in test cups. Hopefully, this inves-
tigation will be continued. Moreover, the focusing capabilities also enable
such sensitive technique as single molecule detection [32]. A single molecule
detection immunoassay employing a laser as an excitation source has been
demonstrated [33, 34].
For future work, the laser source will benefit from a frequency selective
component stabilizing the output spectrum. Moreover, the setup will benefit
from a SHG crystal which does not have to be temperature stabilized in an
oven. This will result in a compact setup without lenses between the non-
linear crystals. Recently, a few promising compact designs were reported
[133, 134]. In addition, it was reported that acceptance bandwidth in non-
linear crystals can be increased by a walk-off compensation, i.e. combining
crystals with opposite birefringence-induced walk-off directions [132]. This
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in turn can result in improved conversion efficiency. In this work, we have
used LBO crystals of 10 mm and 20 mm, respectively, arranged to compen-
sate spatial beam walk-off. However, it was not possible to obtain positive
result due to limited mechanical stability. For walk-off compensation, better
mechanical mounts are needed with more precise position control.
The laser based optical unit also suffers from temperature and mechanical
instabilities. We believe that a more robust mechanical design and tempera-
ture management will improve the stability significantly.
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a.2 time-resolved fluorimetry
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Yb:YAG laser as a function of the output coupler (OC) reflection. In
a nonselective cavity, different lasing wavelengths are preferred. The
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